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ABSTRACT 

An integrative and repeatable method that assesses quantitative magnetic resonance 

imaging (qMRI), mechanical measures by MRI (mechMRI) and gait (kinetics and kinematics) 

parameters is needed to better understand the mechanics of ACL-injury which is an early model 

of post-traumatic osteoarthritis. In developing a method that can be used, this research sought to 

answer three major questions: 1) What is the repeatability of the qMRI, mechMRI and gait 

analysis measures in healthy individuals? 2) What is the repeatability of the kinematic and 

kinetic outcomes using a MRI-based anatomical system and a standard gait coordinate system? 

3) Is there a link between contact area and qMRI T2 relaxation times in cartilage? 

Addressing the above research questions involved primarily assessing the repeatability of 

each measure, expressed as the root-mean squared standard deviation (SDrms), as well as 

evaluating novel measures to determine the link between the different metrics. A MRI-safe 

loading rig was designed to simulate loading at the knee joint during MRI scanning as well as 

MRI-lucent gait markers to create a common coordinate system between the MRI and gait 

systems. 

Data was collected three times within a week for five healthy participants for this 

repeatability study. At the gait lab, participants carried out five motion tasks including walking, 

stair ascent, descent and chair rise and sit. With the MRI-lucent gait markers still at the same 

position, qMRI T2 relaxation time and anatomical MRI scans were carried out. The scans were 

acquired while the knee was unloaded and fully extended as well as loaded in two flexed 

positions. 

The repeatability results showed a link between qMRI T2 relaxation times and contact 

areas with low-SDrms measures in some qMRI-contact integration metrics and coordinate 

methods of processing dynamic data. qMRI-contact integration metrics were found to have 

smaller SDrms values for loaded cartilage in the lateral region (Average SDrms: 2.2 ms). Walk 

peak abduction angle had the smallest SDrms value for kinematics (0.8 degrees) and walk peak 

flexion moment for the kinetic measures (0.04 N.m/kg). Between dynamic data processed with 

MRI-based anatomical coordinates and standard gait coordinates systems, functional-based was 

generally found to have the smaller SDrms values. MRI-based processed data showed smaller 

SDrms values in kinetic outcome measures compared to that acquired from the standard gait 

coordinate system.  
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In conclusion, there are indeed measures across the three different metrics that have 

smaller SDrms values and therefore may be better suited for use in the study of the ACL-injured 

population. From the findings of this study, we recommend particular attention be paid to lateral 

and loaded cartilage conditions for contact mechanics and qMRI T2 evaluation, and that knee 

kinematics and kinetics be evaluated with standard gait coordinate system, for the study of 

healthy and ACL-injured individuals.    
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Chapter 1 

INTRODUCTION 

 

The introduction section below provides an overview of this project ‘repeatability of an 

integrative method to assess knee joint mechanics and cartilage health under load’. The 

organization of the thesis is also described. 

1.1 Overview 

Anterior cruciate ligament (ACL) injury is an important model of post-traumatic 

osteoarthritis (PTOA) because research has revealed that 50% of ACL-injured individuals will end 

up with radiographic osteoarthritis (OA), within 10-20 years of injury [1-3]. However, currently 

there is a lack of validated tools to comprehensively study this group early in the OA disease 

process.  Identifying important changes early is important because it presents the best opportunity 

for meaningful intervention.  Development of a repeatable method to study this population has the 

potential to give more insight into how the degeneration occurs over time; especially early in the 

disease process. 

Individuals with ACL injury display changes in articular cartilage health and joint 

biomechanics. Knee articular cartilage has been shown to degenerate in the ACL-injured and 

radiographic OA populations [4, 5]. Specifically, advanced quantitative magnetic resonance 

imaging (qMRI) techniques, such as T1ρ and T2 relaxation times, show elevated values in the ACL-

injured population as compared to healthy individuals [6-8]. These measures which can show early 

changes in cartilage (within 6 months of ACL reconstruction) [9], appear to be important in the 

long-term health of the joint. Joint biomechanics in ACL-injured individuals is often investigated 

by gait analysis [10-13] and also by contact area and its translation obtained from magnetic 

resonance image (MRI) or 3-D models [14, 15]. These methods have shown statistically significant 

differences in ACL-injured as compared to healthy groups (for instance, more posterior contact 

patterns from MRI and changes in peak knee flexion angles and moments for gait analysis) [14, 

15].  

 qMRI, contact area and its translation from MRI and gait analysis, have all been shown to 

change with ACL-injury but there has been limited work studying these metrics together. Most 

studies assess one or two of these metrics at a time [16, 17].  Therefore, the objective of this work 
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was to create an integrative method to assess qMRI, contact area from MRI and gait analysis 

measures; the repeatability was then assessed in healthy individuals. A MRI-safe loading rig and 

MRI-lucent gait markers, required for the method, was also designed and constructed.  

 

1.2 Thesis Organization 

The thesis is organized as follows: 

Chapter 2: Background 

This chapter provides an overview of the knee joint and the macromolecular structure of 

cartilage under load. The relationship between post-traumatic OA (PTOA) and ACL-injury is 

described. The basic principles of MRI are reviewed as well as mechanical outcomes and their 

analysis techniques from both gait and MR images. The chapter concludes by stating the specific 

research questions of this project. 

Chapter 3: Methods 

This chapter describes the study design, data acquisition steps and tools for MRI and gait 

analysis, as well as data processing procedures for this data. The statistical and repeatability 

analysis methods used are also justified.  

Chapter 4: Results 

In this chapter, measure outcome key findings are summarized and tabulated for qMRI, 

mechMRI, gait analysis and qMRI-contact.  

Chapter 5: Discussion 

In this chapter, each of the research questions (detailed in section 1.2) are addressed with 

reference to each of the metrics – qMRI, mechMRI, gait analysis (kinematics and kinetics) and 

qMRI-contact integration – highlighting major findings and how they fit in the broader body of 

literature.  

Chapter 6: Conclusions and Future Recommendations 

This chapter highlights the conclusions for each of the three objectives described in section 

1.2. The clinical significance and future recommendations of this integrative repeatability study 

are also discussed.  

          

 

 



 

3

  

 

Chapter 2 

BACKGROUND 

 

This chapter includes a description of the knee anatomy and key tissue function, knee OA, a 

review of the literature in the areas of qMRI, image-based mechanics and gait analysis in ACL-injury 

and knee OA. It discusses the literature on the ACL-injured population. The reason for this is because 

although this work is limited to assessing the repeatability of a technique in healthy participants, it is 

important to understand what should be expected in the ACL-injured population as this is the final 

application of the method developed from this work. 

2.1 The Knee 

This section provides a general overview of the knee. It reviews specifically its anatomy, the 

tissues involved in loadbearing including the articular cartilage which is the focus of this work, and 

the ACL since this is the future application of the methodology designed from this project. 

2.1.1 Anatomy 

The knee joint is a joint with primarily flexion-extension motion, as well as internal-external 

and abduction-adduction rotations occurring concurrently. Its complex structures enable it to bear 

large amounts of loads that are present while performing daily activities like running, walking or 

climbing. The knee is made up of two articulating joints – one between the tibia and femur (the 

tibiofemoral joint) and another between the patella and femur (the patellofemoral joint) – that aid in 

its unique motion of rotating internally and externally at the same time as it bends and straightens. 

Bones, joint capsule, tendons, ligaments, meniscus and articular cartilage are the major tissues that 

make up the knee joint and enable the transmission of loads to efficiently facilitate stability, 

lubrication and low friction during motion. 

2.1.2 Articular Cartilage under Load 

The articular cartilage which is a specialized connective tissue that overlays joint surfaces, 

has unique structures that facilitate transmission of large loads as well as motion with a low 

coefficient of friction. Due to a lack of blood vessels and nerves, the tissue is prone to continuous 

degeneration because it cannot heal itself naturally [18]. The organized architecture of the tissue is 

important to how the load is transmitted and the mechanical loading influences the degeneration of 

the tissue [19]. Chondrocytes are the only cells present in articular cartilage and they are surrounded 
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by an extracellular matrix (ECM) which is a fibrillar network of collagens and proteoglycans (PG) 

within a viscous water-based substance called synovial fluid [20, 21]. The articular cartilage is 

made up of various zones – the superficial, middle, deep and calcified zones – the orientations of 

fibers varies by zone and this affects the mechanical response of the ECM to load [18, 22, 23]  ( 

Figure 0-1 below). 

 

 

 

 

 

 

 

 

The superficial zone: Collagen fibers are tightly packed and aligned parallel to the articular surface 

in this zone. It is the thinnest zone yet has the highest proportion of collagen and helps protect the 

deeper layers from shear stresses [18, 22, 23]. 

The middle zone: The middle zone is made up of PG and thicker collagen fibrils that are oriented 

randomly. It has a much higher volume than the superficial zone and it helps maintain a highly 

stable hydrated structure of the cartilage. The PG present are negatively charged, and by attracting 

positively charged ions, it creates swelling pressures (because there is a difference in charge across 

the membrane) that help in resisting compressive loads [18, 22, 23]. 

The deep zone: The collagen fibrils in the deep zone are the thickest and are perpendicular to the 

bone surface. PG concentration is the highest in this zone and with the lowest water concentration 

[18, 22, 23]. 

The calcified zone: This zone has collagen fibrils with the primary function of anchoring the 

cartilage to the subchondral bone [18, 22, 23]. 

The mechanical properties of the ECM are highly dependent on two main macromolecules 

present – type II collagen and PG. Stability through shear and tensile properties are provided by the 

collagen which makes up to 60 % of the dry cartilage weight [22]. The PGs are part of large 

Superficial Zone 

Middle Zone 

Deep Zone 

Calcified Cartilage 

Collagen Fibers 

Proteoglycans & Thicker Collagen 

Fibrils  

Largest Diameter Collagen Fibrils 

Figure 0-1: Articular Cartilage different zonal collagen and PG orientations (With permission from Chelsey Thorson) 
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proteoglycan aggregates (PGAs) made from hyaluronic acid [24, 25]; each PG is composed of a 

core protein with oligosaccharide and glycosaminoglycan (GAGs) chains attached to it [24, 25]. 

The GAGs are what attract cations and water, resulting in swelling that gives articular cartilage high 

compressive strength [24, 25]. When the joint is loaded, the compression of the PGAs allow force 

distribution to the rest of the joint surface and thereby reduce pressure on the articular cartilage 

[26]. Lubricin produced by chondrocytes and synoviocytes, line the joint surface and facilitate the 

low friction interface of the articular cartilage during motion [27-29]. The pathogenesis of cartilage 

degeneration can also be attributed to the loss of lubricin in the synovial joint [27-29]. 

2.1.3 Anterior Cruciate Ligament (ACL) 

Stability of the tibiofemoral joint is primarily provided by four ligaments within the knee – 

ACL, posterior cruciate ligament (PCL), medial collateral ligament (MCL) and the lateral collateral 

ligament (LCL). In particular, the ACL which runs from the posterior and lateral side of the femur 

to the anterior and medial side of the tibia, helps to prevent excessive anterior translation of the tibia 

due to its location and non-isometric behavior through different ranges of motion [30, 31]. With the 

help of the posterolateral band (PLB) and anteromedial band (AMB) that give it its non-isometric 

properties [30], the ACL has an average restraint value that decreases with increasing flexion, with 

maximum forces between 15 and 30 degrees of flexion [31]. Being that the tibiofemoral joint is a 

joint experiencing internal and external rotation, the ACL also acts as a secondary restraint against 

these rotations (Figure 0-2) [31]. The ACL is more prone to injury because it is half as strong as the 

PCL [32]. Also, anterior translation, which is restricted by the ACL, is more vulnerable in a 

traumatic event [32]. Injury to the ACL usually occurs in various sporting activities where there is 

an abrupt and forceful twist of the knee joint under full body weight. 
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2.2 Knee Osteoarthritis (OA) 

Knee Osteoarthritis (OA), can be categorized into idiopathic and post-traumatic OA. Acute 

joint injury from abrupt, rigorous activity is the primary cause of PTOA [33]. This form of OA is 

4.2 times more likely to occur in people with knee injury than those with femur fractures or other 

lower leg injuries [34]. ACL-injury is a major knee injury that leads to PTOA with 0-39% of cases 

leading to PTOA from isolated injuries [1, 2, 35-37] and 21-100% with concomitant meniscal 

injuries [35, 37-40]. The association of ACL-injury to PTOA can be attributed to several risk 

factors such as age, sex, knee alignment and meniscal tears [41-43]. With PTOA being diagnosed in 

approximately 50% of ACL-injured individuals within 10-20 years of initial injury [1-3], ACL-

injury is a major cause of radiographic PTOA occurring in the younger population. This early onset 

of OA drastically reduces the quality of life due to inability to participate in physical activities and 

increases the chances of the need for early total knee replacement surgery.  

2.2.1 ACL-injury and Post-Traumatic OA (PTOA) 

The critical role of the ACL in providing anterior-tibial stability is an indication of how 

injury to the ligament could affect the mechanical function of the joint. The change in loading 

patterns due to ACL deficiency or rupture alters joint motion (which will be discussed in chapter 

2.6) and affects surrounding menisci, chondral and subchondral articular cartilage [44], thereby 

predisposing the joint to PTOA. Although it is expected that there is a relationship between altered 

Figure 0-2: a) Diagram of the knee showing the ACL and other ligaments and tissue. b) Knee motions supported by the ACL (With 

permission from Dr. Uche Monu) 
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loading patterns from ACL-injury and PTOA, it is yet unknown how the change in joint mechanics 

might affect cartilage and meniscus under load, and the role it plays in the PTOA pathology. 

2.2.2 Macromolecular Changes of Meniscus and Cartilage in PTOA 

Due to the collaborative role of the meniscus and articular cartilage in the load-bearing 

function of the knee joint, degeneration occurs in both tissues over the OA pathology. Articular 

cartilage damage affects meniscal tissue health [45] and meniscal damage affects articular cartilage 

[46]. One study that probed regional similarities using double-contrast macro-radiographs of 

damage severity between meniscus and articular cartilage, found that the degenerative changes of 

both tissues are mostly concomitant with meniscal damage preceding articular cartilage changes 

[47]. It is important to understand the relationship between meniscus and articular 

cartilage macromolecular changes early in the OA pathology to gain insight to how it might affect 

load-bearing and kinematic changes. 

OA cartilage in contrast to healthy cartilage, has a degenerated surface with soft areas and 

increase in synovial fluid production [48-50]. Macromolecular breakdown of PG and GAGs present 

in articular cartilage are characteristic of earlier stages of the disease where fibrillation begins to 

occur in the superficial zone. The depletion causes more water to diffuse into the cartilage [51] 

causing some form of swelling. The synovial membrane also begins to thicken causing infiltration 

of inflammatory cells. Abnormal bone growths (osteophytes) can also be seen at the earlier stages 

of OA. Later in the disease process, the surface of the cartilage becomes uneven with fissures and 

cracks. Depletion of PG also extends to the deep zone causing the whole ECM to be completely 

disordered. Thus, radiographic OA is defined as joint space narrowing due to the thinning of the 

cartilage and wearing down of the meniscus. 

Although loss of articular cartilage is a structural hallmark of OA, it is a whole-joint 

disorder, including meniscal damage and changes to other tissues. A strong association between 

degenerated menisci and OA has been seen in macroscopic and histopathological studies [52-55], 

where it is suspected that even a healthy knee could develop OA due to meniscal damage. 

Regardless of which tissue damage precedes which, macromolecular changes in meniscus is seen to 

begin from the matrix itself with no apparent changes on the surface [56].  
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2.2.3 Radiographic Detection of OA 

The gold standard for assessing OA clinically is from symptoms and two-dimensional 

radiographic images which are used to evaluate traits like joint space width (JSW) and osteophytes 

which are bony growths that occur from the degeneration. For the purpose of research, grading 

schemes such as the KL grading scheme  [57, 58], are used to diagnose the severity of OA from the 

radiographic images. Below is the interpretation of what the different KL grades (0-4), represent: 

• KL grade 0: No radiographic features 

• KL grade 1: doubtful joint space narrowing (JSN) and possible osteophytic lipping 

• KL grade 2: definite osteophytes and possible JSN on anteroposterior weight-bearing 

radiograph 

• KL grade 3: multiple osteophytes, definite JSN, sclerosis, possible bony deformity 

• KL grade 4: large osteophytes, marked JSN, severe sclerosis and definite bony deformity 

The issue with radiographic grading schemes such as KL is that features like JSW, cannot be 

standardized as some arthroscopically normal joints in some patients, have been seen to exhibit 

‘pathological’ JSW [59]. Furthermore, as cartilage cannot be delineated from those images, it is 

impossible to detect early cartilage pathologies, from which disease can more easily be treated. A 

more sensitive imaging modality that can provide this function of detecting early cartilage 

pathologies is MRI. 

2.3 Quantitative MRI (qMRI) measures in OA pathology 

qMRI is a powerful research tool that can provide surrogate measures of the macro-

molecular structure, content and function of tissues. qMRI can distinguish between healthy and 

degenerating tissues earlier than radiographic images. Examples of qMRI sequences that have been 

used in the study of meniscus and cartilage biomechanical behavior, are T2 and T1ρ relaxation times. 

These two measures are important in ACL-injury studies because they can distinguish between 

ACL-injured and heathy population tissue as early as 6 months after injury [9]. 

2.3.1 Basic Principles of MRI 

Tissues within the body contain water which have a hydrogen nucleus (1H) that acts like a 

tiny magnet with a nuclear spin and a magnetic dipole moment, µ (Figure 0-3). The net 

magnetization within the body is zero because all the protons are randomly oriented. In a very 

strong and static magnetic field, all the nuclei become either parallel or anti-parallel to the magnetic 
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field lines. With slightly more nuclei in the parallel than anti-parallel direction, the net 

magnetization is no longer zero and is in the direction of the static magnetic field, B0. Each of the 

spins precess about the B0 direction at a unique frequency called the Larmor frequency (given by 

the gyromagnetic ratio multiplied by B0). As seen in Figure 0-3, the main magnetic field in the 

longitudinal direction (z-direction) is considered the reference frame and a tip of the nuclei away 

from this direction into the transverse plane is what makes imaging possible. Radiofrequency pulses 

are applied to tip the magnetization out of the B0 direction into the transverse plane. Receiver coils 

detect the signals due to the change in the magnetic flux as it relaxes back to its original state and 

collects spatial frequency data. The spatial frequency data is stored as an array which is called k-

space. To go from the k-space (i.e. the frequency domain) to image space, an inverse Fourier 

transform is applied.  

 

 

Figure 0-3: Basic principles of MRI. a) Polarization - Static magnetic field has a net magnetization of M due to hydrogen protons by 

either being in a parallel or anti-parallel state b) Precession - Hydrogen protons spin about the z-axis at the larmor frequency. c) 

Excitation – RF pulses tip the magnetization into the transverse plane. d) Relaxation - The time it takes for the magnetization to 

recover to its state of equilibrium. T1 recovers along the logitudinal axis and T2 decays in the transverse plane. (With permission from 

Dr. Uche Monu) 
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T2 and T1ρ relaxation times (the time it takes for the perturbed magnetization to return to its 

state of equilibrium) are commonly used measures in knee qMRI studies. T2 relaxation time is the 

time that it takes the magnetization to return to equilibrium in the transverse plane. T1ρ is a variation 

on this, where the magnetization is locked in the transverse plane before it is allowed to relax back. 

This spin-lock frequency is typically a 500 Hz pulse and it locks the magnetization in the transverse 

direction and prevents it from dephasing. Both T2 and T1ρ decay mono-exponentially and occur as a 

result of the energy exchange that occurs between spins and their macromolecular environment, as 

they return to their natural state (aligned with B0). T2 relaxation time is the focus of this study. 

2.3.2 T2 Relaxation Time Analysis  

T2 relaxation time has been extensively used in knee research, including in large cohort 

studies such as the Osteoarthritis Initiative, and is known to be moderately correlated with water 

content and collagen organization in both meniscus and articular cartilage. A breakdown in the 

collagen structure is reflected by elevated T2 relaxation times in articular cartilage [9, 60-62] and 

meniscus [4, 43, 63]. Some studies show however, a relationship with PG content as well [9, 64, 

65]. Abnormal T2 relaxation time values have been seen to be correlated with severity of OA [9, 61, 

63, 66]. T2 relaxation time of articular cartilage in mild and severe OA (37.7±2.9ms) is higher 

compared to that of healthy cartilage (34.2±1.4ms) [61, 65]. Meniscus T2 measures are also 

significantly elevated in OA cases with meniscal tears than those without meniscal tears and healthy 

knee [4, 63]. In ACL-injured cases, T2 has been seen to discriminate between healthy articular 

cartilages as early as 6 months post-reconstructive surgery [9]. However, some other studies, using 

a different T2 analysis technique, did not find any significant difference for 1-year after 

reconstruction [6, 67]. The usual way of measuring T2 is to carry out a series of spin echo scans with 

varying echo times. This process takes about an hour and so different groups have come up with 

more efficient ways such as using multiple echoes, T2 preparations, and steady state sequences. In 

this study, we use one of these more efficient methods, specifically a modified double echo steady 

state (DESS) sequence. 

2.3.3 qMRI Analysis Techniques  

qMRI analysis of tissue is a non-trivial task and one of the challenges is being able to represent 

the information in a meaningful way. In most qMRI studies, only 1 to 3 slices each from the medial 

and lateral sides are analyzed; averages of qMRI measures are then made over segmented regions 
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[68, 69]. The issue with this method is that when only 1-3 slices are studied, a focal defect or 

degeneration elsewhere in the tissue may be missed. There are some methods that try to make use of 

qMRI data from the entire cartilage plate. One example is voxel based relaxometry which is a post-

processing approach that compares voxels across subjects by fitting each subject’s data to a common 

template; the technique performs analysis on defined compartments and does not characterize focal 

defects [70]. Additionally, focal lesions  have been identified as important indicators of different 

stages of the OA disease process and have been included in semi-quantitative scoring systems [71]. 

In response to this, our group previously developed a novel quantitative approach for identifying 

clusters particularly big longitudinal T2 changes. This approach was used to identify focal lesions in 

cartilage of the ACL-injured population and showed changes as early as 6 months post ACL-

reconstruction [9]. This method is adopted in this study in a modified manner to identify focal changes 

with load. 

We used a cluster analysis technique developed by our group. Our cluster analysis method is 

a qMRI-based analysis technique that involves the identification of focal lesions or clusters in 

articular cartilage. First, data from two or more time points is acquired and two-dimensional 

projection maps are created which allows for normalization and registration of the data. Clusters are 

defined as change in qMRI value, based on running a kernel with particular intensity and size 

thresholds across the dataset. One defined outcome measure is termed percent cluster area (%CA) 

which is simply the percent area of the projection map covered by clusters above (%CA+) or below 

(%CA-) the set thresholds. %CA is a preferable form of presenting results in the cluster analysis 

technique as compared to a global compartmental mean because these values may not capture the 

elevated contiguous areas which are likely very important in the OA disease process. This is a 

limitation of other analysis techniques. Results can also be presented as mean compartmental and 

regional values. Projection maps can be categorized into regions and compartments for easy 

comparisons – global, lateral (anterior, central and posterior), medial (anterior, central and 

posterior), and trochlear regions – which is also similar to regional compartmentalization of other 

analysis techniques [9]. Thus, it is easy to compare results from the cluster technique to the 

literature. 
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The reproducibility measured by root-mean squared coefficient of variation (CVrms) of the 

cluster analysis technique, has been assessed in the previous study for inter/intra subject and 

observer variability, for both the pixel-wise and global mean outcomes, and these are comparable to 

values from other T2 analysis techniques [9]. Intra-subject and intra/inter-observer variability were 

found to be less than 9% and 6% respectively for the global mean values. The pixel-wise method 

was seen to be less precise with less than 15% and 10% for intra-subject and intra/inter-observer 

variability respectively. Variability due to consecutive scans and noise was seen to be less than 6% 

for the global mean and less than 11% for the pixel-wise outcomes [9]. T2 relaxation time 

measurements techniques in the literature have displayed reproducibility values between 4 – 29% 

[72-74]. The qDESS method which was used to acquire T2 in our past work, had reproducibility 

values of 6.4 – 10.7% [75] and root-mean square error measurements compared to the reference 

standard, of 4.6 ms [76]. The literature discussed in the past few paragraphs show that the qDESS 

and cluster technique show good reproducibility as compared to other approaches. 

Using cluster analysis or other techniques, T1ρ and T2 relaxation time have been seen to 

track early degeneration of articular cartilage with no particular advantage of one relaxation time 

measure over the other. In our previous study using the cluster analysis technique, both T1ρ and T2 

relaxation time %CA+, was seen to be significantly elevated longitudinally in ACL-injured knees 

when compared to healthy knees (T1ρ: 8.5 ± 6.8% (ACL-injured) vs 1.44 ± 1.37% (healthy), T2: 6.4 

± 3.7% (ACL-injured) vs 1.24 ± 1.30 % (healthy)). Similarly, studies that used a non-cluster 

approach have found higher values of T2 and T1ρ relaxation times in diseased cartilage than in 

healthy cartilage [68, 69, 77-79]. From past literature, there is no clear indication as to which one of 

the relaxation time analysis measures is better than the other in assessing early cartilage damage, 

however, T2 relaxation time sequences are known to be more easily acquired and available than T1ρ 

and so there is the potential for broader adoption of the technique. T1ρ values also vary depending 

on the magnitude of the spin lock pulse applied and, at higher spin lock frequencies, have higher 

specific absorption rate (SAR). 

2.3.4 Loading in qMRI Analysis 

qMRI of cartilage under load may provide more information than when unloaded and may 

give more insight about the mechanical behavior of the tissue. Normal cartilage under load, is 
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compressed, causing water to exude out of the solid matrix, creating osmotic pressure that becomes 

the major (90%) means of load-bearing [80, 81]. T2  relaxation time analysis of healthy cartilage, 

between loaded and unloaded condition, have shown a decrease in T2 values under load, and 

significantly in the tibial cartilage contact region of the medial femur and the medial and lateral 

regions of the tibia [82, 83].  In damaged cartilage, breakdown of collagen causes swelling of PG 

which results in cartilage permeability and water increase [65]. When the water increases, the 

cartilage matrix becomes more compressible [84], causing a greater portion of the load to be carried 

by the ECM and leading to increased stress in the cartilage [85]. Because T2 relaxation is sensitive 

to collagen anisotropy and water content [9, 60-62], it should be able to distinguish the different 

responses of damaged cartilage under load from healthy. Although T2 may not be as sensitive to PG 

concentration, it can be used alongside T1ρ to gain more insight into pathological changes of 

cartilage under load. Souza et al found a greater reduction in both T1ρ and T2 relaxation times under 

load in the medial and lateral femur of OA cartilage (13-19%) when compared to healthy cartilage 

(3-13%) [16], indicating reduced ability of the collagen-PG matrix to properly distribute the joint 

load.  

The integration of qMRI analysis with joint mechanics under load, will give insight into the 

effect of abnormal loading patterns present in ACL-reconstructed (ACLR) knees. Within the ACL 

injured population, high knee adduction moment (KAM) cohorts were found to have higher T1ρ and 

T2 relaxation time values (~5ms more than low KAM) during walking in the posterior medial femur 

articular cartilage [86]. Knee kinematics of ACLR knees, evaluated from MR images under 125 N 

axial load at 30 degrees of flexion and extension, found increased T1ρ relaxation in the medial 

femoral condyle of the weight-bearing cartilage for abnormal tibial rotation range and anterior tibial 

translation, as compared to the contralateral knee [87]. These studies indicate an existing link 

between gait mechanical measures and qMRI relaxation time measures.  

Since mechMRI and gait analysis have shown correlations with qMRI relaxation times in 

these studies [86, 87] with standard qMRI analysis techniques (averaging pre-defined regions and 

compartments), it is expected that an exploratory study that integrates all three metrics and uses the 

cluster analysis approach would provide additional, more specific local relationships. 
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2.4 Mechanical measures from MRI (mechMRI) 

Evaluating knee joint kinematics with MRI scans that depict soft tissue and bony structures, 

can be used to better understand the change in loading patterns that may occur in the ACL-

reconstructed (ACLR) or ACL-deficient (ACLD) knee compared to healthy knees. Mechanical 

measures from MR images have been termed ‘mechMRI’ by our group and this will be the 

terminology used throughout this thesis. The normal healthy kinematic movement of the knee joint 

involves flexion and extension motion, where femoral condyles roll and glide over the tibial plateau 

while the tibia itself rotates involuntarily in the axial plane (internally or externally), guided by the 

ACL [88, 89]. Studies of ACLR and ACLD MRI-based knee kinematics, have mostly shown an 

increased range of axial rotation and antero-posterior laxity when compared with healthy knees [17, 

90-99]. The change in such kinematics is what is suspected to be the cause of OA development seen 

to occur 10-20 years after ACL-injury [1-3] and ACL-reconstruction [100, 101]. mechMRI has 

been used to evaluate measures such as three-dimensional kinematics under static loads, two-

dimensional kinematics under dynamic loads and cartilage contact patterns under static loads [15, 

95, 102-106]. 

2.4.1 Load and Motion Conditions in mechMRI Analysis 

For accurate in vivo measurements of knee joint mechanics with MRI, it is necessary to 

simulate joint loading and motion during scans. Studies have shown that static unloaded conditions 

are not representative of physiological conditions and could be misleading [107, 108]. The 

abnormal response of ACL-injury needs to be instigated by simulating joint loading and movement, 

in order to understand both treatment efficacy and potential future pathology. Supine closed-bore 

MRI scanners allow quasi-static load simulation where a MRI-compatible loading device is used to 

exert axial [17, 95, 109] or torsional loads [102] at the knee at different flexion angles. Dynamic 

load conditions in a closed-bore MRI with Cine-PC MRI, are also used to study knee mechanics 

[110, 111]. The limitations of scanning the knee loaded in a closed-bore scanner while lying in the 

supine position, is that, sustaining the load in such position is more difficult than while standing 

even with similar flexion angles. This is because unlike the usual activity of standing or walking 

where the quadriceps muscles support the full body weight with the foot firmly planted and in the 

direction of gravity, lying supine and sustaining a load is unusual to the body. Other muscles such 

as the hip flexors and the core which are not normally used to sustain loads, are engaged. Other 
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knee stabilizers are also required to maintain the raised leg position, such as the hamstrings, 

sartorius and abductors are also likely engaged. This loading pattern differs from maintaining an 

upright position and thus joint loading patterns may differ even if relative magnitude does not. 

Upright open-bore MRI scanners enable scans to be taken under normal gravitational conditions 

and can be 2-D dynamic but these scanners have a lower magnetic field strength, which leads to 

lower resolution images and/or longer scan times [103, 105]. Hares et al [106] was able to use a 

combination of both MRI scanner types by registering high-resolution open-bore scans to low-

resolution upright weight-bearing scans for kinematic analysis. As motion artifacts can be present in 

loaded image scans, keeping the loaded imaging times short is essential. Registering high resolution 

unloaded images to flexed loaded lower resolution ones, is often used for kinematic analyses in 

order to minimize motion artifact effects. In spite of the atypical loading limitations of quasi-static 

MRI kinematic analyses, several studies have shown significant differences between healthy and 

ACLR or ACLD knees with unique kinematic measures such as tibiofemoral contact area and 

tibiofemoral 3-D translation and rotations [17, 95, 102, 103, 109]. 

2.4.2 Mechanical measures from MRI 

With the imaging capabilities of MRI, mechanical measures in ACL-injured and OA 

individuals can be assessed and compared to healthy individuals. The section below discusses some 

of these measures and their outcomes in the literature and comparison with other imaging 

mechanics methods. Some tibiofemoral mechanical measures acquired from MRI that will be 

discussed in this section are three-dimensional kinematics, contact area, contact area centroid, and 

femur tracking. 

2.4.2.1 Contact Area, Centroid and Femoral Tracking 

Contact area size, centroid, and femoral tracking are some mechanical measures that have 

been acquired from MRI in the literature and have been used in the study of knee OA pathology. 

Contact area gives an idea as to how load is distributed across the joint and is usually assessed with 

loaded knee joint during MRI scan (see Table 0-1). Table 0-1 shows two studies that found contact 

area from the integration of B-spline lines created on each sagittal image along the line of contact 

[14, 15, 17]. Carpenter et al used this measure to assess ACLR and contralateral knees and found no 

significant difference of contact area between them when assessing from 40 degrees flexion to full 

extension [15, 17]. In Patel et al’s work, the normal contact area change from flexion to extension 
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was assessed and it is seen that contact area decreases slightly with flexion in the medial 

compartment and changes more in this compartment than in the lateral [14]. Contact centroid and 

femur tracking (i.e. tracking of the femoral condyle center) have also been assessed with similar 

results across studies of more posterior patterns seen in the ACL-injured knee than healthy and 

contralateral knee particularly in the lateral compartment (Table 0-2) [14, 95, 103, 104, 109, 112]. 

A slightly different outcome is tibia contact having more anterior patterns in injured than 

contralateral. This was seen in one study that assessed tibiofemoral contact pattern in OA knees 

[112]. This difference may be due to adaptive mechanical changes that may have already occurred 

in the contralateral knee of an individual with knee OA. Although the methods of defining contact 

centroids or femoral points may be different across studies, the similar results in the ACL-injured 

group and the error values (see Table 0-2 for details) indicate that contact area, centroid, and 

femoral tracking are good measures that can be used in the study of early OA knee mechanics. 
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Table 0-1: Summary of contact area, significant outcomes, how they were defined, corresponding reliability values, findings, and loading condition 

 Paper 

Reference 

Type Population 

Type 

Activity/Task How measure was defined Validation Summary of Findings 

Contact 

Area 

Carpenter 

et al [15] 

Contact Area ACLR and 

Contralateral 

Full extension and 40° - 

125 N compressive force 

- MRI 

Cartilage-on-cartilage computed by 

connecting all spline points with a set of 

triangles and then summing the triangle 

areas. 

Not Reported No significant difference in contact 

area between ACLR and contralateral 

Patel et al 

[14] 

Contact Area Healthy 0° to 60° (0°, 20°, 30°, 

35°, 50°, 60°) 133N 

compressive load - MRI 

B-spline lines created on each sagittal 

image along the line of contact and 

integrating the lines across all the images  

InterCV: (Medial) - 

11.4%, 6.3 % 

(Lateral), IntraCV: 

(Medial) - 3.8%, 

(Lateral) - 6.1% 

Contact area (medial) started at 374 

mm2 and decreased to 308 mm2 with 

flexion of 60°, while lateral 

compartment contact area did not 

change significantly from 276 mm2  
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Table 0-2: Summary of 3-D kinematics significant outcomes, how they were defined, corresponding validation, findings, and loading condition 

 Paper 

Reference 

Type Population 

Type 

Activity/Task How measure was defined Validation Summary of Findings 

Contact 

Area 

Centroid 

Translation

/Femur 

Tracking 

Shefelbine et 

al [95] 

Contact Area 

Centroid 

Tracking 

Healthy/ACLD 

- TF 

kinematics 

under axial 

load 

 Full extension 

and 45° flexion 

- 125 N 

compressive 

(MRI) 

Mid-point of contact line in each sagittal 

slice determined and centroid calculated as 

the weighted average of contact width 

Not 

Reported 

*Contact area centroid (tibia) 

in ACLD knees @extension, 

more posterior to uninjured 

*Significantly less posterior 

translation of contact 

centroid in medial tibial 

condyle in ACLD knee  

Scarvell et al 

[109] 

 

 

 

 

Contact Area 

Centroid/ 

Femoral 

Condyle 

Tracking 

ACLD and 

Healthy 

0° to 90° (15° 

intervals) - 

150N 

compressive 

load - MRI 

*Femoral condyle position on tibial plateau 

measured as distance from posterior tibial 

cortex to point of tibiofemoral contact of 

medial/lateral femoral condyle  

*Where contact occurred over a wide area, 

area centroid was used 

 

 

ICC: 0.94 - 

0.96 (CI 

99% 0.91 - 

0.97) 

*Tibiofemoral contact 

pattern of loaded knees did 

not differ from unloaded 

knees 

*Difference in tibiofemoral 

contact pattern in the ACL-

injured knee was associated 

with more severe knee 

symptoms 

Logan et al 

[103] 

Femoral 

Condyle 

Tracking 

ACLD and 

Contralateral 

0° to 90° 

Progressive 

squat - MRI 

Position of posterior femoral condyles 

relative to the tibia:  

*Centers of the posterior circular surfaces of 

the femoral condyles 

*Distance between this center and a vertical 

line drawn from the ipsilateral posterior 

tibial cortex for each flexion position. 

*Changes in distance between increments of 

flexion equate to relative motion of the 

femur on the tibia with flexion. 

 

1.5 mm - 

Accuracy 

More posterior in the lateral 

compartment of ACLD than 

normal knees 
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 Paper 

Reference 

Type Population 

Type 

Activity/Task How measure was defined Validation Summary of Findings 

Contact 

Area 

Centroid 

Translation

/Femur 

Tracking 

Carpenter et 

al [15] 

Contact Area 

Centroid 

Tracking 

ACLR and 

Contralateral 

Full extension 

and 40° - 125 N 

compressive 

force - MRI 

Contact centroid in each compartment was 

defined as the area centroid for the 

corresponding set of triangles. Expressed 

w.r.t the tibial origin and centroid 

translations when moving from extended to 

flexed position as the difference between 

the 2 positions. 

Intra/Inter-

observer 

reproducibi

lity: 0.6 - 

0.9 mm 

No significant difference 

between contact location 

between ACLR and 

contralateral 

Scarvell et al 

[104] 

Contact Area 

Centroid and 

Femoral Flexion 

Center Tracking 

comparison 

ACLD and 

Contralateral 

0° to 90° (15° 

intervals) - 

150N 

compressive 

load – MRI 

 

 

Position of posterior femoral condyles 

relative to the tibia –  

*Centers of the posterior circular surfaces of 

the femoral condyles 

*Distance between this center and a vertical 

line drawn from the ipsilateral posterior 

tibial cortex for each flexion position. 

*Changes in distance between increments of 

flexion equate to relative motion of the 

femur on the tibia with flexion. 

Tibiofemoral contact mapping -  

Distance from posterior tibial cortex to the 

point of tibiofemoral contact of medial and 

lateral femoral condyle. Where contact 

occurred over a wide area, the area centroid 

was used. 

Intra-

observer 

CV – 

Femoral 

Flexion 

Centre: 

0.94 (95% 

C.I, 0.83 - 

0.97)  

Intra-

observer 

CV - 

Contact 

mapping: 

0.94 (95% 

C.I, 0.91 - 

0.97)  

 

 

*More posterior contact 

pattern in injured knee in 

lateral compartment.  

*FFC moved back very little 

during flexion (medial) and 

FFC moved back throughout 

flexion (lateral) 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 



 

20

  

 

 Paper 

Reference 

Type Population 

Type 

Activity/Task How measure was defined Validation Summary of Findings 

Contact 

Area 

Centroid 

Translation

/Femur 

Tracking 

Scarvell et al 

[112] 

Tibiofemoral 

Contact Pattern 

OA and 

Contralateral 

0° to 90° (15° 

intervals) - 

150N 

compressive 

load - MRI 

Tibiofemoral contact point -  

distance from posterior tibial cortex to point 

at which femoral condyle contacted the 

tibial plateau 

Intraclass 

Correlation 

- 0.94 (99% 

C.I, 0.91 - 

0.97) 

*Contact in the lateral and 

medial compartments of OA 

knee more anterior on tibial 

plateau than healthy in knee 

extension and 90° flexion.  

*Anterior contact pattern 

associated with OA 

Patel et al [14] Contact Area 

Centroid 

Tracking 

Healthy 0° to 60° (0°, 

20°, 30°, 35°, 

50°, 60°) 133N 

compressive 

load - MRI 

Centroid of each compartment contact area 

relative to the tibial plateau was calculated 

for each position and transformed to the 

straight leg position coordinate frame of 

reference - enables calculation of change in 

position of contact area with flexion of the 

knee. 

Not 

reported 

*With 60° flexion:  

*Medial contact area 

centroid - moved posteriorly 

8 mm  

*Lateral contact area - 

moved posteriorly 5.2 mm 
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2.4.2.2 Image-Based Three-Dimensional Kinematics 

 The outcome of three-dimensional knee kinematics analyzed from MRI under different 

loading conditions has given insight into knee motion and changes in ACL-injured knees. Normal 

knee kinematics assessed from MRI with 125 N quasi-static load has shown that, with increased 

flexion, femoral roll back increases by about 18.5 mm and the tibia translates medially by about 2.5 

mm with frontal and axial rotations of up to 8° [14]. The magnitude of rotation however, in the 

axial plane, is seen to be more (11.55 ± 3.2°) when the knee is not loaded [113]. Deviation from 

normal kinematics have been seen in ACLD knees where the femur is seen to translate more 

anteriorly than in healthy knees [95]. This is in line with findings from dynamic Roentgen 

Stereophotogrammetric Analysis (RSA) studies which are considered to be a gold standard for 3-D 

kinematics, but are invasive due to the requirement for radiolucent beads to be attached to the bone 

[114, 115]. In another MRI-based study with similar findings, the loading activity was designed to 

activate isometric muscular contraction [102]. This study found specifically more posterior 

translation of the medial femoral condyle than the lateral. Another finding that stands out and is 

consistent across studies, is increased tibial internal rotation in ACLD knees when moving from 

extended to flexed position [15, 92]. The consistency in these findings, in spite of the different 

loading conditions, indicate that anterior/posterior translation is an important measure to acquire 

when developing an integrated method to further explore the mechanics of early OA. 

Apart from the different loading conditions, 3-D kinematic analysis methods and coordinate 

system definition vary across studies, which likely leads to differences in results (see Table 0-3). In 

MRI kinematics, high resolution fully extended knee images can be registered to the lower 

resolution flexed and loaded images to create a transformation matrix from which 6 degrees of 

motion values can be derived [14]. Fixed coordinate systems can also be created in the femur and 

tibia based on visible anatomical landmarks in the MRI, from which translations and rotations can 

be described [15, 92, 95]. The fixed coordinate system method has results with root mean square 

error (RMSE) values ranging from 0.04 – 2.2 mm [15, 92, 95, 102]. Within the fixed coordinate 

system method, there are also differences in the way the axes may be defined that might contribute 

to differences in study findings. The likely result of this is that patterns can be compared across 

studies, but absolute values cannot.
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Table 0-3: Summary of MRI-based 3-D Kinematics significant outcomes, how they were defined, corresponding reliability values, findings and loading condition 

 Paper 

Refer

ence 

Type Population 

Type/Sum

mary of 

objectives 

Activity/Task How measure was defined Validation Summary of Findings 

3-D 

Kinem

atics 

Shefel

bine 

et al 

[95] 

*Anterior/P

osterior 

Femoral 

Translation 

*Medial/La

teral 

Femoral 

Translation 

*Femoral 

Rotation 

Healthy/AC

LD - TBF 

kinematics 

under axial 

load 

Full extension 

and 45° flexion 

- 125 N 

compressive 

(MRI) 

Two coordinates fixed in the femur and tibia. 

Femur: 

*M-L axis: Line joining centers of the posterior femoral 

condyles  

*Origin: Mid-point of M-L line 

*Temp Longitudinal: Line through the mid-diaphysis in 

single image slice at knee center 

*A-P axis: Cross product of M-L axis and temp longitudinal  

*I-S axis: Cross product of M-L and A-P axes 

 

Tibia: 

*M-L axis: Line connecting posterior tibial condyles 

*Origin: Mid-point of M-L axis 

*A-P axis: Cross product between M-L axis and line 

through tibial shaft 

I-S axis: Cross product between the M-L and A-P axes 

Intra/Inter Observer: 

<0.8mm (RMSE) 

*Femur more posterior to tibia 

than contralateral at extension (2.6 

mm) 

*In flexion, translated more 

anteriorly than uninjured (4.3mm) 

Eisen

hart 

et al 

[102] 

*Femoro-

Tibial 

Translation

s 

(translation

s beween 

tibia and 

femoral 

condyles) 

ACLD with 

contralater

al - 

Femorotibi

al 

translations 

under 

muscle 

activity 

30° and 90° of 

flexion - 

isometric 

contraction of 

flexor muscle 

groups (10 N.m 

about knee 

joint) - MRI 

Tibia-based local coordinate system with femoral 

reference points to track femur w.r.t the tibia coordinate 

system. 

*Tibia Coordinate System: Tibial plateau segmented per 

slice and area centroid of used as origin. 3-D coordinate 

system defined from spatial orientation of tibia. 

*Femoral reference point: Mid-point of trans-epicondylar 

axis (least unaffected by knee flexion) 

Tibia-based CS: SD - 0.22 

mm, CV% - 0.2% | 

Translation - SD: 0.12mm 

and CV% - 4.7% 

*Posterior translation of femur 

between 30° and 90° relative to 

tibia 

*In ACLD (+1.3 ± 3.8mm), posterior 

translation of MFC was larger than 

in healthy (-0.9 ± 2.9 mm) 

*Under extensor isometric 

contraction -increased posterior 

position of femur at 30° not at 90° 

in both ACLD and contralateral 
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 Paper 

Refer

ence 

Type Population 

Type 

Activity/Task How measure was defined Validation Summary of Findings 

3-D 

Kinem

atics 

DeFra

te 06, 

[92] 

*6-degrees 

of freedom 

knee 

kinematics 

ACLD - 

Kinematics 

of ACLD 

Quasi-static 

lunge - full 

extension to 

90° of flexion 

(15°, 30°, 60°, 

90°) -  dual 

orthogonal 

fluoroscopic 

system 

Two coordinates fixed in the femur and tibia. 

Femur: 

I-S axis: Long axis of the femur 

M-L axis: Transepicondylar line 

Tibia 

I-S axis: Long-axis of tibial shaft 

M-L axis: Perpendicular to long axis 

A-P axis: Perpendicular to both I-S and M-L axes 

Origin: Center of tibial plateau 

Translations as mid-transepicondylar relative to tibial 

coordinate system - converted to tibia w.r.t femur 

Average error -  

Displacement - 0.04 +/- 

0.06 mmn| Rotations: < 

0.3° 

*ACLD - significant tibial anterior 

shift (~3mm) and internal rotation 

(~2°) at low flexion angles. 

*Medial tibial translation (1mm) 

between 15° and 90° 

Brand

sson 

et al 

[97] 

*Internal/E

xternal 

Tibial 

Rotations 

*Abduction

/Adduction 

Tibial 

Rotations 

*M-L, I-S 

and A-P 

translations 

ACLD and 

Contralater

al 

Ascent 8cm 

platform - RSA 

X-ray 

Translations: Tantalum markers in fixed reference segment 

and reference points in tibia/femur 

Tibia reference points: Two tips of tibial intercondylar 

eminence. 

Femur reference points: Circular centers of the medial 

and femoral condyles 

SD Rotation: 1.6° - 2.3° | 

SD Translation from 1.2 - 

2.2 mm. 10 times > than 

measurement error. 

*Tibial center more posteriorly 

displaced and externally rotated in 

ACLD 

*Increased Anterior displacement 

of the lateral femoral condyle in 

ACLD 

*Lateral femoral condyle less A-P 

translation in extension 

*Medial femoral condyle same on 

both injured and contralateral 

Carpe

nter 

et al 

[15] 

*Femoral 

condyle 

position 

*Tibial 

Rotation 

ACLR and 

Contralater

al 

Full extension 

and 40° - 125 N 

compressive 

force - MRI 

Fixed tibia coordinate system. 

Tibia:*M-L axis: Line connecting most posterior points of 

medial and lateral sides of tibial plateau|*Origin: Mid-

point of M-L axis line|*A-P axis: Cross product of M-L axis 

and tibial shaft axis from mid-sagittal slice|I-S: Cross 

product between M-L and A-P axes 

TBF Rotation Accuracy: 

0.1°|Inter/Intra observer 

rotation: 1.5°|Inter/Intra 

observer translation:  0.6 

to 0.9 mm 

*In fully extended, tibia in ACLR 

more externally rotated (3.6° ± 

4.2°) than contralateral 

*Extension to flexion - ACLR more 

internal tibial rotation (3.5° ± 5.9°) 

than contralateral 
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 Paper 

Refer

ence 

Type Population 

Type 

Activity/Task How measure was defined Validation Summary of Findings 

3-D 

Kinem

atics 

Patel 

et al 

[14] 

*Axial 

Rotation 

*A-P 

Translation 

*M-L 

Translation 

Healthy 0°  to 60° (0°, 

20°, 30°, 35°, 

50°,  60°) 133N 

compressive 

load - MRI 

Tibias and femurs were registered to the same 3-D space 

including all 6 motions to give transformational matrix 

from which 3-D motions were calculated 

*Roll back: 13.3% (Inter-

observer), 15.6% (Intra-

observer) 

*Tibial Translation 

Lateral: 26% (Inter-

observer), 14% (Intra-

observer) 

*Valgus angle: 6.3% 

(Inter-observer), 6.9% 

(Intra-observer) 

*Internal rotation: 8.1% 

(Inter-observer), 6.2% 

(Intra-observer) 

*Tibial Rotation ~ 4.8° at 40° 

flexion and the n decreased 

*Tibial valgus increased by 8° at 

60° 

*Femoral roll back increased to 

18.5 mm at average 60° flexion. 

*Tibia translated medially 2.5 mm 

at 60° flexion 

Chen 

et al 

[113] 

*Axial 

Rotation of 

tibia during 

flexion-

extension 

Healthy 0° to 40° and 40 

to 0° (0° , 8° 

,16° , 24° , 32° , 

40°)  - no load - 

MRI 

Images were acquired in the transverse plane and tibial 

rotation angle defined as the angle through the line from 

the tibial tubercle midpoint to the upper tibiofibular joint 

midpoint 

SD: 2.97° Tibia rotated internally (11.55 +/- 

3.2) during knee flexion and 

rotated externally (11.40 +/- 3.0 

degrees) during knee extension 

*Tibial rotation differed 

significantly between 0 to 24° and 

24 to 40° 
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2.5 Knee Axes Definitions in Three-Dimensional Kinematics and Kinetics 

The biggest challenge in defining axes for femur and tibia anatomical coordinate systems 

is that there is no actual fixed axis of rotation that exists as the knee moves. Different methods 

have been proposed to optimally describe knee motion. One of such one is by Grood and 

Suntay’s joint coordinate system (JCS) [116], where motion is described with two fixed-body 

axes in the femur and tibia and one floating axis normal to both. The proposition of this method 

was that it was sequence-dependent unlike the Euler angles or cardan sequence methods of 

extracting the motion and translation values from the relevant transformation matrices. It has 

however been proven in later work, that the joint coordinate system is equivalent to the Cardan 

XYZ sequence [117]. The International Standard of Biomechanics has proposed the JCS as a 

standard because of its clinically relevant way of reporting joint motion [118]. There has 

however been other work that has proposed axes definitions, particularly for the flexion axis, that 

would reduce kinematic “cross-talk” which is where the component of one rotation in a 

particular plane is interpreted as rotation from another plane. Churchill et al’s [119] proposition 

of an optimal compound flexion axis is an estimation by a trans-epicondylar axis. The study uses 

cadaver specimens to compare the outcomes of a computer-based optimal flexion axis, to 

outcomes of an anatomical-based trans-epicondylar axis with similar results. The optimal flexion 

axis is said to keep residual components the same during the entire flexion-extension cycle on 

the basis that the optimal flexion and longitudinal axes are properly placed [119]. There are other 

flexion axes definitions including the instantaneous helical axis [120]. A study that compared the 

different flexion axis definition outcomes found that motion in the frontal plane was most 

sensitive to these different axes definitions [121]. 

The longitudinal axis for femur or tibia can be described as going from the knee joint 

center to the hip joint center or ankle joint center respectively (mechanical long axis) or from the 

femur/tibia origin through the femoral shaft centroid (anatomical long axis). For the tibia, this 

difference in long axis definition is less of a concern than the difference in the femoral long axis. 

This is because there is a higher distinction between the vectors of the mechanical and 

anatomical axes of the femur than those of the tibia. It is not apparent which of the femoral axes 

definitions better describes axial rotations or longitudinal translations. In gait analysis, the hip 

joint center can be easily estimated from assumptions that it is a ball and socket joint [122]. 

While femoral shaft centers to define an anatomical long axis cannot be accurately described in 
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gait analysis, it can easily be seen and used in MRI 3-D kinematics coordinate definitions. ISB 

recommends a functional approach of defining the hip joint center in gait analysis, however, 

variation can occur in the long axis if the definition of the origin point differs [118]. Lenz et al 

[121] showed that axial (antero-posteral) motion is most sensitive to different locations of the 

femoral origin. Between functional and anatomically defined coordinate system models, Besier 

et al [123] showed that gait data processed from a functional model is more repeatable than that 

processed from an anatomical-landmark model. Different femoral longitudinal axis definitions 

have been explored by Stagni et al and it was found that it can affect calculations of both angles 

and moments of the hip and knee joints with the antero-posterior direction being more sensitive 

to the errors [124]. These findings show that more investigation is needed in coordinate system 

definitions that will be more ideal for knee kinematics and kinetic description. 

2.6 Gait Analysis Measures 

Some biomechanical (kinematics and kinetics) adaptations of the ACL-injured (ACLD and 

ACLR) joint, while carrying out activities of daily living, can be captured with gait analysis. 

Literature has revealed that these adaptations are sensitive to time from injury. Please note that 

the term ‘gait analysis’, in this thesis, will be used to refer to both kinematic and kinetic measures 

calculated from motion capture and force plate data or reconstruction. A “quadriceps avoidance” 

phenomenon in ACL injury, where knee flexion moment is lower in order to control anterior 

tibial translation, has been hypothesized and observed in some studies [125, 126]. However, 

further work has shown that, for chronic injury, this is not the case. Knoll et al demonstrated that 

pre-injury walking patterns in sagittal plane kinetics and kinematics were restored, 8 months 

post-surgery [126]. Another study that assessed sagittal-plane knee kinematics and kinetics of 

chronic ACLD and healthy-matched controls with different activities, found similar 

biomechanical patterns (between healthy and ACLD), even though the ACLD group had lower 

joint functionality and strength deficits [127-129].These studies reveal that sagittal-plane 

measures may not be sufficient in distinguishing between ACL-injured and healthy groups. 

Axial and frontal plane movements seem to be more sensitive to biomechanical differences 

between the healthy and ACL-injured groups. Georgoulis et al found that ACLD individuals had 

greater internal tibial rotation than healthy individuals during walking [96]. In studies with 

higher demand activities (stair descent, drop-landing and pivoting),  ACLR individuals were seen 

to have a significantly higher tibial rotation than the uninjured contralateral knee and the healthy 
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group’s knees but not as much as the ACLD group even though they had normal levels of 

anterior tibial translation [130, 131]. Increased knee adduction moments have also been observed 

in the ACL-injured population [125, 132, 133]. Higher internal tibial rotation and knee adduction 

moments present in the ACL-injury than healthy may be linked to cases of medial compartment 

OA [133]. It is important to know that in spite of these findings, movements in the axial and 

frontal planes are most susceptible to kinematic cross-talk. 

2.6.1 Relevant Motion Tasks for Gait Analysis 

Certain motion tasks assessed with gait analysis reveal more information on mechanical 

differences than other activities in the study of the ACL injured population. Low-demand 

activities like walking have been seen to distinguish ACLD and healthy knees [96] but not for 

ACLR. In spite of seeming restoration of normal kinematics from walking gait analysis, ACLR 

cases do not return to pre-injury levels of activity [134], have high re-injury rates [135] and still 

end up with PTOA [101, 136, 137]. This makes it evident that while standard activities like 

walking are recommended, slightly higher demand tasks for gait analysis are also required to 

understand OA pathology in ACLR individuals. Furthermore, studies that have investigated 

different activities in ACL-injury found that activities such as stair negotiation, pivoting and 

landing activities, showed increased tibial rotation of ACLR and ACLD than healthy, where 

walking did not [96, 130]. A recent systematic review paper that took into consideration time 

after reconstruction surgery in assessing ideal activities for the study of the ACLR population, 

recommends stair negotiation and landing tasks for early stages of ACLR surgery and pivoting or 

landing tasks for 6 months after ACLR surgery [138]. In deciding ideal activities for ACLR gait 

analysis studies, one needs to consider that motion tasks do not worsen injury. Also, activities 

that increase errors from skin-motion artifacts (undesirable motion between marker and skin) are 

of concern which can be up to 16 mm in walk and cut activities [139]. In this light, walking, stair 

negotiation, and chair tasks may be activities worth investigating further for the study of ACL-

injured biomechanics as they include low-demand and reduced skin-motion task activities. 

2.6.2 Error Measurement in Gait Analysis Measures 

Understanding measurement error in gait analysis is important for knowing what 

differences are meaningful. Sources of error include inconsistent marker placement, variation in 

walking speed across sessions, data-processing, and measurement equipment errors [140]. As 

seen in Table 0-5, in the sagittal plane for kinematics, ICC (Inter/Intra Class Correlation 

Coefficient) varies from 0.77 – 0.98 across different studies with standard error measurement 
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(S.E.M) and standard deviation (SD) values of 1.7 to 7.94 degrees in walking and stair activities 

[141-146]. This is worse than the frontal error measurements (~2 degrees), which is expected 

because motion that occurs in this plane is much smaller than that which happens in the sagittal 

plane [141, 144]. Stair ICC (0.77 – 0.88) and SD values (2.4 – 7.11 degrees) are slightly worse 

than walking, perhaps due to more skin motion artifacts that occur during this activity [142, 144-

146].  

A similar trend follows for kinetic measures (Table 0-5), where the standard deviation 

values are worse in the stair activity (0.40 – 0.51 N.m/kg) sagittal measures than in the walk 

sagittal measures (0.11 – 0.22 N/m/kg) [141, 142, 147-152]. The frontal moments have similar 

ICC values between the chair and walking activities (0.72-0.95) with S.E.M and SD following a 

similar trend (0.06 - 0.13 N.m/kg) [141, 142, 147-152]. Coefficient of multiple correlation 

(CMC) was used as an error measurement in some studies as can be seen in Table 0-4  and Table 

0-5. CMC is a measure that expresses the proportion of how much the dependent variable varies 

in relation to the independent variable [153]. One study that compared ICC and CMC values for 

the same study, showed a conflict in the repeatability outcomes [154]. While ICC takes into 

account the standard error of measurement and minimum detectable change, CMC does not. For 

this reason, though it was included in the tables for completeness, it will not be discussed further. 
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Table 0-4: Summary of repeatability and reliability measures from the literature for knee kinematics 

 Measure Repeatability Mean Details of Study Reference Motion Capture System 

Walk Peak Flexion 
Angle 

ICC: 0.77 
SEM: 3.73° 
SD: 6.4° 

12.4°- 13.0° OA | Two days Robbins et al [141] Optoelectronic motion capture 
system (acquired at 100 Hz) 

CMC: 0 .985 +/-0.009 18° Healthy | Within/Between 
days (3) 

Kadaba et al [142] 5-infrared camera system 
(acquired at 50 Hz) 

ICC: 0.892 12.6° Healthy | Two days Van der Linden [143] Two flexible electrogoniometers 

SD: 3.2° 
ICC: 0.93 

17.8° Healthy | Three times (days) Scheys et al [144] 8 – 14 infrared cameras (acquired 
at 100 Hz) 

Peak Extension 
Angle 

SD: 1.7° 
ICC: 0.98 

2.8° Healthy | Three times (days) Scheys et al [144] 8 – 14 infrared cameras (acquired 
at 100 Hz) 

ICC: 0.74 
SEM: 3.79° 
SD: 6.5° 

5°-5.4° OA | Two days Robbins et al [141] Optoelectronic motion capture 
system 
(acquired at 100 Hz) 

Peak Abduction 
Angle 

CMC: 0 .783 +/-0.159 16° Healthy | Within/Between 
days (3) 

Kadaba et al [142] 5-infrared camera motion capture 
system (acquired at 50 Hz) 

Peak Adduction 
Angle 

SD: 1.9°|ICC: 0.93 8.8° Healthy | Three times (days) Scheys et al [144] 8 – 14 infrared cameras (at 100 Hz) 

ICC: 0.60 
SEM: 1.98° 
SD: 2.1° 

3.8 -4.3° OA | Two days Robbins et al [141] Optoelectronic motion capture 
system 
(acquired at 100 Hz) 

Stair Stair Ascent – 
Peak Extension 
Angle 

SD: 7.40° 
Mean CV: 2.35 

93.9° Healthy | Within a day Protopapadaki et al [145] 8-camera infrared cameras 
(acquired at 120 Hz) 

SEM: 1.5° Injured 
SEM: 2.5° 
Contralateral 

87.6° (Injured) 
85.2° 
(Contralateral) 

ACLD/Contralateral | Within 
Day 

Maryam et al [146] 6-camera infrared cameras 
(acquired at 100Hz) 

SD: 6°|ICC: 0.84 63.1° Healthy | Three times (days) Scheys et al [144] 8 – 14 infrared cameras (at 100 Hz) 

SD: 12.6 89.4 Healthy| Two days Van der Linden [143] Two-flexible electrogoniometers 

Stair Descent – 
Peak Extension 
Angle 

SD: 2.4°|ICC: 0.77 64.6° Healthy |Three times (days) Scheys et al [144] 8 – 14 infrared cameras (at 100 Hz) 

SD: 7.11° 90.5° Healthy | Within a day Protopapadaki [145] 8-camera infrared cameras (120 
Hz) 

SD: 13.6° 84.5° Healthy | Two days Van der Linden [143] Two-flexible electrogoniometers 
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Table 0-5: Summary of repeatability and reliability measures for kinetic measures 

Motion 
Task 

Measure Repeatability Mean Details of Study Reference Motion Capture Systems 

Walk Peak Flexion Moment ICC: 0.57  
SD: 0.18 N.m/kg 

0.29 N.m/kg OA 
Two days 

Robbins et al 
[141] 

Optoelectronic motion capture system (100 Hz) and force 
plate (2000 Hz) 

CMC: 0 .936 +/-0.03  2 % N.m/(BW*LL) Healthy 
Within/Between days (3)   

Kadaba et al 
[142] 

5-infrared camera system and force plate (both sampled 
at 50 Hz) 

SD: 0.14 N.m/kg 0.54 N.m/kg Healthy 
Same Day 

Costigan et al 
[147] 

Optoelectronic motion capture system and force plate  
(50 Hz) 

Peak Extension Moment ICC: 0.78  
SD: 0.22 N.m/kg 

0.25 N.m/kg OA 
Two days 

Robbins et al 
[141] 

Optoelectronic motion capture system (100 Hz and force 
plate (2000Hz) 

CMC: 0 .936 +/-0.03 7 %N.m/(BW*LL) Healthy 
Within/Between days (3) 

Kadaba et al 
[142] 

5-infrared camera system and force plate (50 Hz) 

Peak Abduction Moment ICC: 0.93  
SEM: 0.05 N.m/kg 
SD: 0.13 N.m/kg 

0.29 N.m/kg OA 
Two days 

Robbins et al 
[141] 

Optoelectronic motion capture system sampled at (100 
Hz), force plate (2000Hz) 

CMC: 0 .916 +/-0.093 3 %N.m/(BW*LL) 
 

Healthy 
Within/Between days (3) 

Kadaba et al 
[142] 

5-infrared camera system and force plate (50 Hz) 

Peak Adduction Moment ICC: 0.92 
SEM: 0.06 N.m/kg 
SD: 0.13 N.m/kg 

0.38 N.m/kg OA 
Two days 

Robbins et al 
[141] 

Optoelectronic motion capture system (100 Hz) and force 
plate (2000 Hz) 

CMC: 0 .916 +/-0.093 1.5 
%N.m/(BW*LL) 

Healthy 
Within/Between days (3) 

Kadaba et al 
[142] 

5-infrared camera system and force plate (50 Hz) 

Chair Chair Rise: Peak Adduction 
Moment 

ICC: 0.72 
SD: 5.8 x 10-3 N m 
BW-1 H-1 

2.5 x 10-3 N m BW-

1 H-1 

Healthy 
Between days (3)   

Gilleard et al 

[148] 

8-infrared camera system (60 Hz) and force plate at  
(960 Hz) 

Chair Rise: Peak Knee 
Extension Moment 
 

 

SD: 0.10 - 0.13 
N.m/kg (Healthy) 
SD: 0.09 - 0.25 
N.m/kg (Palsy) 

0.49 – 0.51 
N.m/kg (Healthy) 
0.09 – 0.15 
N.m/kg (Palsy) 
 

Healthy/Palsy 
Same day  

Suriyaamarit et 
al [149] 

8-infrared camera system sampled at 120 Hz and force 
plate (1200 Hz) 

Chair Sit (squat): Peak 
Abduction Moment 

ICC: 0.95 
SEM: 0.06 N.m/kg 

0.41 N.m/kg Healthy 
Two days  

Alenezi et al 
[150] 

10-infrared camera system (240 Hz) and force plate 
(1200 Hz) 

Chair Sit (squat): Peak Knee 
Extension Moment 

ICC: 0.77 
SEM: 0.06 N.m/kg 

0.96 N.m/kg Healthy 
Two times 

Alenezi et al 
[150] 

10-infrared camera system sampled (240 Hz) and force 
plate (1200 Hz) 

Stair Stair Ascent – Peak 
Extension Angle 

 
SD: 0.24 N.m/kg 

1.16N.m/kg Healthy 
Two days  

Costigan et al 
[147] 

Optoelectronic motion capture system and force plate 
(both 50 Hz) 

SD: 0.13 - 0.21 
N.m/(Body 
mass*height) 

0.71 – 0.75 
N.m/(Body 
mass*height) 

Uninjured ACLR 
Same Day 

Hooper et al 
[151] 

3-infrared camera system (50 Hz) and force plate  
(200 Hz) 

Stair Descent – Peak 
Extension Angle 

 
SD: 22 N.m 

63.1 N.m Healthy 
Same day  

Spanjaard et al 
[152] 

9-infrared camera system and force plate (sampling rate 
not reported) 

SD: 0.11 0.65 – 0.68 
N.m/(Body 
mass*height) 

Uninjured ACLR 
Same Day 

Hooper et al 
[151] 

3-infrared camera system (50 Hz) and force plate  
(200 Hz) 
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2.6.3 Key Mechanical Outcomes and Time from Reconstruction Surgery 

Time from ACL-reconstruction surgery and reliability of axial plane kinematics have 

been seen to affect the mechanical outcomes in gait analysis. Figure 0-4 shows key mechanical 

outcomes from meta-analysis studies of gait (walking) in the ACLR population including – peak 

knee extension/flexion moments, peak knee/hip flexion angle, and peak knee 

adduction/abduction moment – which are sagittal and frontal kinetic and kinematic values [11-

13]. Hart et al reported that no conclusions could be drawn about axial plane kinematics due to 

inconsistencies across the literature [13]. This may be expected considering that axial plane 

kinematics have the lowest reliability [140]. From the mechMRI literature, it is seen that axial 

kinematics are of importance in the ACL-injured study. Being able to analyze ACLR mechanics 

with both tools (gait analysis and mechMRI) could be insightful. Furthermore, Figure 0-4 below 

summarizes the findings of three recent meta-analysis/systematic review papers that assessed 

past work in the study of the ACLR population while walking [11-13], using motion capture and 

force plates. There appears to be a slight discrepancy in the findings, except within a time range 

9 – 36 months post-surgery, and because of the consistency across the studies, this may be an 

indication that this time-period may be an ideal time to carry out a biomechanical study of the 

ACLR population. From the comprehensive meta-analysis that the Slater et al study gave on 

progressive mechanical changes after ACLR, the ideal time range post-surgery also falls within 

the same 9 – 36-month period discovered from the meta-analysis comparisons i.e. the biggest 

difference between all the outcome measures and healthy controls fall within this period (9-36 

months) [12]. Being able to assess the mechanics of ACLR individuals within this ideal time 

period post-surgery, and with both mechMRI (which gives more reliable axial kinematic 

information) and gait analysis, would maximize interesting findings in the exploratory study of 

ACL-injury and reconstruction.  

 



 

 32  

 

 
Figure 0-4:  Key mechanical outcomes of gait analysis (walking activity) from three recent meta-analysis papers of ACLR 

studies with increasing time (months) from surgery.       : Kaur et al [11],       : Slater et al [12],         : Hart et al [13]. Up-arrow: 

Measure increased over time-period it covers. Equal-sign: Measure did not change over time-period it covers. KFM – Knee 

Flexion Moment, KEM – Knee Extension Moment, KFA – Knee Flexion Angle, HFA – Hip Flexion Angle, KAA – Knee 

Adduction Angle, KAM – Knee Adduction Moment 

 

 

 

2.7 The Impact of Sex Differences 

 As the focus of this study is to apply the developed method to the ACL-injured 

population, it is important to know the impact of sex differences in this group. Gianotti et al’s 

show that the number of ACL-injuries sustained by males is greater than that sustained by 

females [155]. However, the risk of females incurring ACL-injury in the same sports is greater 

than males. In terms of recovery, women have been seen to be worse [156, 157] and are more 

likely to incur a second ACL-injury [158, 159]. One study that looked at the impact of sex 

differences on gait mechanics before and after ACL reconstructive surgery found both men and 

women had  significant differences in hip excursions and knee moments compared to the un-

injured knee but only women had a decreased in knee excursion from pre- to post-surgery [160]. 

There are no known studies that have investigated the impact of sex differences on qMRI and 

mechMRI metrics in ACL-injured individuals. Deepak et al studied sex differences in knee 

cartilage composition and walking mechanics in healthy and OA populations and found higher 
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lateral articular cartilage and lower peak adduction moment in women than in men for both 

cohorts [161]. These findings indicate that there might be an impact of sex differences on ACL-

injured and healthy individuals while studying the knee.  

2.8 Some Integrative Studies and Research Motivation 

Studies have found correlations between qMRI measures (T2 relaxation times) and joint 

biomechanical measures from gait analysis [86, 162-164] and mechMRI [87, 165, 166] in the 

ACL-injured population, but there is limited work integrating these findings. An example of the 

limitations in other studies is single slice qMRI analysis methods that do not capture the full 

cartilage plate and limited mechanical outcomes being explored. 
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Table 0-6 below shows an increase of qMRI relaxation times with higher mechanical measures 

from the results of past studies. These studies assessed only certain regions of cartilage, and none 

assessed all three parameters of mechMRI, qMRI and gait analysis in the study of the ACL-

injured population. Being able to carry out an exploratory study on the link between joint 

mechanics (measured with both mechMRI and gait analysis) and qMRI T2 relaxation times (with 

an analysis method that assesses the full cartilage plate), may reveal the most relevant measures 

across the three parameters (qMRI, mechMRI and gait analysis), that can then be used in larger 

studies of the ACL-injured population. But before any of this can occur, a repeatable method 

needs to be developed and this is the primary objective of this work. The scope of this thesis is 

limited to the development of the technique and validation in healthy participants.  
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Table 0-6: Summary of studies that have carried out qMRI (T1ρ and T2 relaxation times) and joint biomechanical studies in the 

ACL-injured Population 

Authors Kinematic/Kinetic Findings  Gait/mechMRI Correlations with qMRI T1ρ and T2 – Cartilage Region 
Haughom et al [87]  Increased Anterior Tibial 

Translation 
mechMRI Increased T1 relaxation times – Medial Femoral 

Condyle of Weight-bearing region (30 degrees flexion 
under load) 

Samaan MA et al 
[162] 
  

Greater Knee Flexion Moment  Gait Increased T1ρ relaxation times – Central Medial Tibia 
Greater Knee Flexion Moment 
Impulse 

Gait   

Teng HL et al [163] 
  

Higher Knee Flexion Moment Gait Increased T1ρ and T2 relaxation times - Medial Femoral 
Condyle 

Higher Knee Flexion Angle Gait 
 

Zaid et al [165]  Increased Anterior Tibial 
Position 

mechMRI Increased T1ρ  relaxation time– Medial Compartment 

Landsdown DA et 
al [166] 

Increased Anterior Tibial 
Position 

mechMRI Increased T1ρ relaxation time– Central Medial Tibia 

Kumar et al [86] 
  

Higher Knee Adduction 
Moment 
  

Gait Increased T1ρ relaxation time – Medial Tibia, Central 
Medial Tibia, Posterior Medial Tibia and Posterior 
Medial Femur 
Increased T2 relaxation time – Medial Tibial, Medial 
Femur, Posterior Medial Femur and Posterior Medial 
Tibia 

Kumar et al [164] Increased Knee Adduction 
Moment impulse 

Gait Increased T1ρ and T2 relaxation time – Medial 
Compartment 

 

 

2.9 Summary 

In this chapter, the following points were highlighted: 

• OA is a degenerative disease of the joint that affects tissue (meniscus and cartilage) and 

currently has no cure 

• ACL-injury can be used as an early model for OA as 50% of the population develop 

PTOA within 10-20 years of injury 

• Quantitative MRI T1ρ and T2 relaxation measures can be used as a surrogate measure of 

tissue (cartilage and meniscus) health 

• Newer qMRI analysis techniques, such as cluster analysis, provide local information 

about tissue degeneration as compared to more widely used approaches that use global or 

compartmental averages; since focal defects are important in OA, more localized analysis 

approaches may provide different and interesting  results in the ACL population 

• mechMRI analysis of loaded and unloaded conditions can distinguish between healthy 

knee and ACL-injured kinematics 
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• Gait analysis mechanical measures distinguish between ACL-injured and healthy 

population, however, there are varied outcomes depending on time from reconstructive 

surgery as well as the type of motion task analyzed 

• Limited work has been carried out in exploring the relationships of qMRI, mechMRI and 

gait analysis metrics. 

• A repeatable and integrative method to explore qMRI, mechMRI and gait analysis 

measures is needed to better understand PTOA. 

  2.10 Research Questions and Objectives 

As mentioned in chapter 1 our research objectives are: 

i) To create an integrative method to assess qMRI, contact area from MRI (mechMRI) and gait 

analysis measures 

ii) To assess its repeatability in healthy individuals 

 

We addressed these objectives through three specific research questions: 

i) What is the repeatability of the qMRI, mechMRI and gait analysis measures in 

healthy individuals?  

ii) What is the repeatability of the kinematic and kinetic outcomes using a MRI-based 

anatomical system and a standard gait coordinate system? 

iii) Is there a link between contact area and qMRI T2 relaxation times in articular 

cartilage 
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Chapter 3 

METHODOLOGY 

 

The methodology developed in this study as shown in Figure 0-1 below, is grouped into 

three categories – the study design (section 3.1), the data acquisition (section 3.2) and the data 

processing (section 3.5). Data was collected in five healthy participants, three times each, on 

three different days. Data were acquired for qMRI, mechMRI and gait analysis (sections 3.2.1 – 

3.2.3). A MRI-safe loading rig (section 3.3) and a MRI-lucent gait marker (section 3.4) were 

developed specifically for this work. For data processing, we modified a novel method for the 

qMRI analysis (section 3.5.1) and used standard methods for the mechMRI (section 3.5.2) and 

gait analysis (section 3.5.3). We developed a method to integrate data from MRI and gait 

analysis (section 3.6), so as to compare which coordinate system may be better in processing 

kinematic and kinetic data.  A novel method was also developed to integrate qMRI and contact 

area data (section 3.7).  
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Figure 0-1: Methodology flowchart giving an overview of the major processes carried out in this study. 
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3.1 Study Design 

To determine the repeatability, data for five healthy participants were acquired for qMRI, 

mechMRI and gait analysis each on three separate days within one week. The inclusion criteria 

for all our participants included no history of knee injury, pain, surgery or musculoskeletal 

disease. Participants also had to be 18 or older to be included in the study. The study protocol 

was approved by our institutional ethics review board and all participants gave informed consent 

(see Appendix G). 

3.2 Data Acquisition 

Data collection was carried out using a 3T MRI scanner (MAGNETOM-Skyra, Siemens 

Healthcare, Erlangen, Germany) at the Royal University Hospital and with a motion capture 

system (VICON, Oxford, UK) at the biomechanics of balance and movement lab (at the Physical 

Activity Complex building), both at the University of Saskatchewan campus in Saskatoon. 

Depending on how each individual was scheduled, the motion capture data collection was carried 

out either immediately before or after the MRI data collection. Scheduling was limited by the 

availability of MRI scan time. 

3.2.1 MRI 

In this section, the procedures followed to acquire the mechMRI and qMRI data are 

detailed. The section begins with describing the RF coil setup used for the knee scans and then 

describes the setup and data collected for the knee while fully extended and unloaded and while 

flexed and loaded.  

3.2.1.1 RF Coil Setup 

The radiofrequency (RF) coils used for this project were prepared to accommodate both 

fully extended and flexed knee orientations. This was done using two flexible 18-Channel 

transmit-receive body coils (Body-18, Siemens Healthcare, Erlangen, Germany) arranged in a 

cage-like form (see Figure 0-2). The coils were held in place by a plastic parachute buckle and 

Velcro straps which were wrapped around both coils. The participant then inserted his or her 

knee into the coil for scanning. This essentially created a knee coil with a larger radius to 

accommodate both positions. The signal-to-noise ratio (SNR) of the setup was verified 

previously by our group was shown to be equivalent, and in some instances better, than a 

standard 15-channel knee coil setup. 
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Figure 0-2: Two body RF coils arranged in cage-like form to accommodate knee for MR scanning 

 

3.2.1.2 Fully-Extended Unloaded Scans 

Three sequences were used to acquire three MRI scans of the knee in a fully extended, 

unloaded position. The participants were instructed to remain as still as possible during the scans. 

Table 0-1 below shows details of these sequences. 

Table 0-1: Summary table of details of scans acquired 

 High Resolution Isotropic Scan  mechMRI Scan Quantitative T2 Relaxation Time 

Scan  

Name of Scan SPACE MEDIC qDESS 

TE (Echo Time) - 

milliseconds 

29 8 6 and 38 

TR (Repetition Time) - 

milliseconds 

1200 14 22 

Resolution - millimeters 0.6 x 0.6 x 0.6 0.5 x 0.72 x 3 0.625 x 0.625 x 3 

# of Signal Averages 1 1 1 

Bandwidth - Hertz 385 465 300 

Scan Time – 

minutes:seconds 

15:00 – 16:00 1:32 3:22 
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High Resolution Isotopic Anatomy Scan: The purpose of this scan was to visually determine the 

centroid of the MRI-lucent ellipsoid markers as well as to spatially describe the anatomical 

landmarks used to create the MRI-based anatomical coordinate system. The sequence used is a 

Siemens product sequence called Sampling Perfection with Application optimized Contrasts 

using different flip-angle Evolution (SPACE). With this scan, it was important that the MRI-

lucent gait markers were placed close to the knee joint so that it was within the coverage of the 

RF coil setup. Because of this, the scan had to have a larger field of view and higher isotropic 

resolution than other scans and was the longest scan (15-16 minutes). It was only in this scan that 

the MRI-lucent markers were required to remain on the limb except if the participant had not 

carried out the gait analysis tasks yet. This scan was taken first, before other sequence scans that 

were acquired. 

Baseline for mechMRI data: A scan was acquired for the purpose of contact area, contact area 

centroid translation, and three-dimensional pose analysis (mechMRI). This sequence was also a 

product sequence called Multiple Echo Recombined Gradient Echo (MEDIC). As this scan did 

not need to capture the markers, the field-of-view (FOV) was smaller and was focused on the 

tibiofemoral joint. The scan time for this sequence was the shortest at 1 minute and 32 seconds; 

which was by design since this was one of the scans acquired in the loaded condition, which will 

be described below. 

T2 relaxation time assessment: The purpose of this scan was to generate a T2 relaxation time map 

that was optimized for articular cartilage. A modified Double Echo Steady-State (DESS) scan 

was used; this sequence is gradient-spoiled steady state based but acquires two echoes (images) 

per repetition time with a spoiler gradient separating them [167]. The principle of this sequence 

is described by Staroswiecki et al and the analytical formula used to generate T2 relaxation time 

maps for cartilage was described in Sveinsson et al [78, 167]. Briefly, the T2 estimation is 

created using extended phase graph (EPG) modelling from which a linear approximation of the 

relationship between two DESS signals can be acquired. The benefit of quantitative cartilage T2 

estimation with this method is that it can be acquired with scan times as short as 3 to 4 minutes. 

Other details of this sequence not contained in Table 8 below, include gradient duration of 3.4 

ms, flip angle of 25 degrees and gradient area of 313.2 mT/m*ms. The qDESS scan, unlike the 

above-mentioned scans, is a custom research sequence written by a member of our research 

group for use with the 3T scanner available at RUH. 
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3.2.1.3 Flexed Loaded Scans 

For the flexed loaded scans, the MRI-lucent markers were removed, and the participant 

was repositioned in the scanner with their foot on the loading rig (see section 3.3 below for a 

detailed description of the device design) which simulated approximately 20% of the 

participant’s body weight at the knee. The knee was first flexed to an angle determined by limb 

length and comfort within the scanner and while maintaining the desired foot position on the 

pedal. With a permanent marker, three points were identified: a rough estimation of the knee 

joint from the side of the limb, a point along the femoral shaft and a point along the tibial shaft. 

The flexion angle was measured using a goniometer and these points. The purpose of this was so 

that the flexion angle could be re-created for subsequent data acquisitions. Important to note is 

that it is challenging to re-create the same angles across different participants with the hand-held 

MRI-safe goniometer. The goniometers usually have an error of 10 or more degrees and so it 

was determined that the method of marking up the points be used to keep consistent angles 

within trials of each participant. This was suitable since repeatability within a participant is being 

assessed. Furthermore, we did not want to limit the maximum angle to the tallest participant as 

we would not have known what this large angle would be beforehand. MRI-safe pillows and 

wedges were placed within the coil, under the participant’s knee for support. 

Two flexed loaded scans were carried out – one at a low flexion angle and one at a high 

flexion angle. In the low flexion angle position, the only scan acquired was the mechMRI scan 

described in section 3.2.1.3 above. In the high flexion angle position, two scans were acquired – 

the mechMRI scan and the T2 scan. The T2 scan was only acquired in one flexed and loaded knee 

angle position because it is a longer scan than the mechMRI scan and we did not want to have 

our participants hold the three-and-a-half minute scan at two loaded angles. Also, this was a 

preliminary study looking at understanding how T2 will change within the contact area and we 

needed to know if it is an important metric before committing valuable MRI scan time to it. 

3.2.2 Gait Analysis 

The gait analysis data acquisition was carried out with a motion capture system (Nexus, 

VICON, Centennial, CO, USA), made of 8 infrared cameras stationed at strategic positions 

around the room and two force plates (AMTI, model OR6-7, Watertown, MA). Knee kinematics 

and kinetics were assessed with sampling rates of 100 Hz for the camera and 2000 Hz for the 

force plate. In this section, the gait analysis apparatus setup will be described as well as the data 

collection procedure. 
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3.2.2.1 Gait Analysis Apparatus Setup 

The motion tasks carried out in this project included walking, chair rise, chair sit, stair 

ascent, and descent. The motion capture room had to be set up in such a way that all the motion 

tasks could be carried out with the force plates in one configuration. In order to do this, a force 

plate, labelled force plate 1 (as seen in the Figure 0-3 below), was stationed in the floor. This 

enabled force readings for the walking activity. A second force plate was stationed on top of an 

elevated platform (wooden block 1) to enable force readings for the stair ascent and descent 

tasks. For the chair rise and sit task, a stool was placed across the elevated force plate platform 

and a second wooden block (wooden block 2) of similar height. With this setup, the participant 

could carry out the chair rise and sit tasks while the force readings were taken from the force 

plate 1 in the floor. Force plate 2 was used in the chair tasks, to identify in what frames from the 

force readings, the participant began and ended the tasks.  

 

 

 

 

 

 

 

 

 

 

 

 

3.2.2.2 Gait Analysis Data Collection Procedure 

Before data collection, the cameras were calibrated following a standard calibration 

procedure. After this, an origin was set by placing a wand at the origin position in the room and 

capturing this into the motion capture system. With markers placed on the corners of force plate 

2, the current orientation and position of the elevated force plate was acquired from custom 

software (Matlab, the mathworks, Natwick, MA) created by Dr. Lanovaz. The location and 

orientation of force plate 1, being located in the floor, was already calibrated and registered in 

the gait analysis system. 

Stool for chair tasks 

Force Plate 1 

Force Plate 2 

Wooden Block 1 

Wooden Block 2 

Figure 0-3: Labelled image of the gait force plate set up for all the motion tasks carried out. The stool was 

only used for the chair tasks. 
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Each participant was prepared for motion data collection by affixing reflective markers (9 

mm and 14 mm diameter markers) to different segments of their body. For the purpose of this 

project, a total of thirty-six markers (including the MRI-lucent gait markers on the right limb-

described in detail in Section 3.4 below), were used for motion capture during the activities and 

an additional eight for static calibration. Figure 0-4 below shows the positions of the lower limb 

markers. Other markers not seen in the image include a cluster of 4 markers at the sacrum 

attached with a belt used to track the motion of the pelvis. Also, upper body markers were only 

used for visualization purposes and were located around the head (3), at the shoulders, elbows 

and wrists (one marker on each side). 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Once the markers were affixed to the individual, a static calibration was carried out where they 

were instructed to stand in a ‘T-pose’ position while a few frames of data were captured.  The 

additional 8 calibration markers (palpated knee condyles, ankles and toes) were present only for 

this capture. With the static calibration pose, the relative positions of the markers were used to 

create the gait-based coordinate system. The static calibration markers were then removed in 

preparation for functional calibration. 

Toe Marker (calibration) 

Tibia Cluster Markers 

Femur Cluster Markers 

Lateral Condyle Marker (calibration) 

Lateral Ankle Marker (calibration) 

Femur Cluster Markers  
(MRI-lucent gait markers) 

Tibia Cluster Markers  
(MRI-lucent gait markers) 

Medial Condyle Marker (calibration) 

Medial Ankle Marker (calibration) 

Foot Cluster Markers (3) 

Heel Marker 

Figure 0-4: Labelled image of lower limb markers used for motion capture (although image shows lower limb 

markers, full-body marker set was used for visualization) 
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Functional calibration was done in order to identify the hip joint center and knee joint 

center and flexion axis by assuming ball-socket and hinge joint motion, respectively. This 

approach was presented in O’Brien and Ehrig who showed that the knee flexion axis and hip 

joint center can be found with the stated assumptions, from taking a few frames of data where 

limb is swung back and forth about the hip and knee joints [122, 168]. The individual was 

instructed to carry out this back and forth motion while frames of data were captured. This 

protocol was repeated two to three times for the knee and hip joints for each limb to pick out the 

best trial where the participant was most steady and performing the motions the correct way. 

This was visually determined from the replay of the motion task. 

After the functional calibration was carried out, the participant was instructed on how the 

motion tasks should be done. Each of the motion tasks was carried out several times, to get at 

least three good trials. For the walking task, the participant was instructed to walk in a natural 

way at a regular pace over a distance of approximately 3 meters. The walking speed of our 

participants ranged from 1.2 to 1.4 m/s. Any of the trials where the full foot did not land within 

the force plate were excluded and another trial was acquired. Instead of making the stair and 

chair tasks self-paced, these tasks were carried out over a 2-second period measured by a 

metronome (Sound Brenner Limited, Berlin, Germany) set at 60 beats per minute, hence the 

tasks were done over two beats. The focus of the stair tasks was the right foot climbing onto the 

step for ascent and the right foot leaving the step for descent. Bad trials were noted for cases 

where the wrong limb was used. For the chair tasks, participants were instructed to lift the right 

limb up for a few seconds just before rising from the chair and just after sitting back down. This 

was necessary for zeroing the force plates later in the data processing step. Bad trials were noted 

as trials where the limb was not lifted appropriately or where the foot was not properly placed on 

the force plate.  

3.3 MRI-safe Loading Rig 

The design of an MRI-safe loading rig was a secondary objective of this work. More details 

on the design process can be seen in Appendix A-2. 

3.4 MRI-lucent markers 

The design of an MRI-lucent gait marker was another secondary objective of this work. The 

details of the design can be seen in Appendix A-6.   
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3.5 Data Processing 

Raw data collected from the MRI and gait systems was processed with different tools and 

methods in order to interpret the data. The sections below describe the methods and tools used to 

process qMRI, mechMRI and gait data. The novel methodology developed for integrating the 

data from the three metrics is also described in this section. 

3.5.1 qMRI 

T2 relaxation time maps were generated from the modified DESS images (detailed in 

section 3.2.1.2). As previously mentioned, a signal ratio was calculated from the two echoes 

(images) acquired within a single repetition time [167] . The equation 3-2 below describes the 

relationship between the signal ratio and the MRI parameter [167]. The T2 relaxation time for 

each pixel was determined using this analytical approach defined in the equation below. Custom 

software (Matlab, the mathworks, Natwick, MA) was used to carry out these calculations to 

generate the quantitative T2 values for each voxel. 

𝑠2

𝑠1
= ⅇ

− 
2(𝑇𝑅−𝑇𝐸)

𝑇2
1+ⅇ

− 
𝑇𝑅
 𝑇1

2
  -------------------------------------------------------------------------------- (3-2)      

Where s2 is the signal from the second echo and s1 is the signal from the first echo, TR is 

repetition time, TE is echo time, T1 is T1 relaxation time and T2 is T2 relaxation time. 

3.5.1.1 Cartilage Segmentation 

Manual segmentation of the cartilage was carried out, slice-by-slice, on the generated 

quantitative T2 relaxation time maps. This was done for ease of segmentation as the cartilage 

stands out clearly in these images. From the segmentations made with the Image Edit module of 

Analyze 12.0 (Analyze Direct Inc., Overland Park, KS, USA), binary masks were created which 

were then superimposed on the T2 map. The segmentation of the cartilage was done following 

guidelines originally described by Monu et al [9]. These included ensuring a smooth crescent 

shape of the cartilage, avoiding partial-volume effects at the bone-cartilage boundary and 

excluding regions of high T2 relaxation times which likely contain synovial fluid. These rules 

were followed to ensure consistent segmentations for all participants. 

3.5.1.2 Projection Map Generation 

The purpose of representing the quantitative values of T2 relaxation time of the cartilage 

as a two-dimensional projection map was for better visualization. In our experience, clinicians 

generally prefer this to having to rotate a three-dimensional rendering. This method of qMRI 

data representation and corresponding custom software (Matlab, the mathworks, Natwick, MA) 
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was developed by Monu et al [9].  It involves extracting the bone-cartilage interface from each 

segmented slice and collapsing it into one sagittal plane. From this, a circle was created with 

center and radius to fit through the femoral condyles using a least-squares approach (see Figure 

0-5). Bins of one-degree increments from the most anterior proximal point of the cartilage to 245 

degrees, were then made. A qMRI value was assigned to each bin, if the bin had more than one 

voxel within it, the average of all voxels was assigned. The projection map was then created by 

plotting angular bins vs the slice number. This projection map protocol was carried out on the T2 

relaxation time data collected for this study. 

 

Figure 0-5: Condyle-Cylinder Radial Projection Illustration (courtesy of Dr. Uche Monu) 

3.5.1.3 Difference Maps 

Difference maps were created between the unloaded and loaded T2 relaxation time scans. 

This was where the approach in the current study diverged from that of Monu et al. In the Monu 

et al study, the difference map was created between images from two different time points post-

ACL injury to identify the changes in cartilage health over time. For this project, the same 

principle was applied but to study changes in cartilage properties with load. Thus, the difference 

map was created between the loaded and unloaded T2 relaxation time maps, specifically loaded 

minus unloaded. Within this map both positive and negative differences emerged. The difference 

map was facilitated by an alternate registration step described below. 

 

 



 

 48  

 

Projection Map Template – An Alternate Solution to Cartilage Registration: 

The projection map allowed the data to be presented in a normalized manner and also 

facilitated comparison to different time-points and data acquisition conditions. It was an alternate 

form approach to a 3D rigid body registration. Since the projection map has a consistent number 

of slices for each participant and angular bins (245 degrees), this acted as a template to which all 

cartilage data for every trial was mapped. The data was also normalized across the slice 

direction. This can be observed by the fact that the cartilage reaches the edge of both sides of the 

projection map in the slice direction. In this study, we used this approach to carry out the 

comparison between the loaded and unloaded conditions. Any pixels in the projection map that 

were not present in both conditions were removed. By projecting onto the same slice-bin 

template and only taking data present in both images, direct pixel comparisons were possible.  

3.5.1.4 Cluster Analysis 

The cluster analysis approach was used to identify focal regions of change that might be 

missed in single slice analyses [9]. Figure 0-6 below shows the steps involved in creating the 

cluster maps for this analysis. First, the T2 maps for the loaded and unloaded cartilage were 

created. Next, positive and negative difference maps were created implying increasing and 

decreasing T2 from unloaded to loaded cases, respectively. From each of these maps, a cluster 

map was created which displays significant or focal regions of change, as well as the centroid of 

this cluster region. Focal regions of change or ‘clusters’, were defined by setting thresholds of 

intensity-difference and size. A cluster size of 12 mm2 and intensity-difference of 5 ms, were 

used as the thresholds for this project. These numbers were initially acquired by Monu et al to be 

±2 SDs from the mean intensity-difference from their study, with clusters defined as a set of 

contiguous pixels above or below the T2 threshold [9]. It was determined that the same numbers 

will be appropriate for our study by carrying out a sensitivity analysis where we assessed how 

the clusters changed with varying pixel-difference area and fixed intensity-difference at the 

defined threshold and varying intensity-difference with a fixed pixel-difference area size at the 

defined threshold (see Appendix A-4). By visual inspection, the output maps were similar and 

therefore we used the same thresholds that had been used previously. 
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Figure 0-6: The cluster analysis map flowchart in this figure shows the output image at every stage used to develop the cluster 

map. The individual loaded and unloaded cluster maps are generated and then they are subtracted from each other which gives 

the difference maps. Finally, using pixel size and intensity thresholds, clusters and their centroids were defined on the map. The 

red outline shows the outer boundary of the loaded contact region and the blue outline in the difference map image represents the 

outer boundary of the unloaded contact region. These contact regions were always overlaid on the cartilage map outputs. 

 

3.5.1.5 Regional Cartilage Demarcation 

A regional analysis was carried out by dividing the projection map into medial, lateral 

and trochlear regions. This was done to be able to compare with the literature. The regions were 

divided by the midpoint in the slice direction and at 85 degrees in the bin direction (see Figure 

0-7). The 85 degree bin was chosen from assessing all the maps created and finding that it falls 

approximately where the outer edge of the anterior medial cartilage turns into the trochlear as see 
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in Figure 0-7 below. The medial region T2 relaxation time value was then defined as the mean of 

all the non-zero values within 85 to 245 degrees and 0 to half of the number of cartilage slices. 

The lateral region was defined as all non-zero values within 85 to 245 degrees and half to the 

total number of cartilage slices present. 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

3.5.2 mechMRI 

The mechMRI analysis for this study consisted of assessing the flexion angle of the knee, 

the tibiofemoral contact area and the translation of the contact area centroid at three knee 

positions. To do this, cartilage contact regions were segmented and centroid position determined, 

then the femurs were registered to determine the flexion angle. The femur was also segmented 

and together with the contact segmentation and centroid position, point clouds were generated 

for visualization. Details of these analyses are described in the sections below.  

3.5.2.1 Femur Registration and Coordinate System Assignment  

The femur registration of the high and low knee flexion position scans to the fully 

extended knee scan, was done to determine the flexion angle and to have all the femoral contact 

positions within the same femur coordinate system for point cloud visualization. The mechMRI 

scans of the femur in the knee flexed positions were each manually registered to the femur of the 

Point where the outer edge of the 

anterior medial cartilage turns into the 

trochlear cartilage 

  0 

Figure 0-7: Regional cartilage demarcation for T2 regional analysis 
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high-resolution isotropic scan, with the Registration module of Analyze 12.0 (Analyze Direct 

Inc., Overland Park, KS, USA).  With the alignment of the femurs after registration, a common 

femur long-axis was created by joining the femoral origin (described in Table 0-3 below) and the 

centroid on the most proximal slice of the femoral shaft which was visually determined. The 

tibial long axis for each of the flexed positions was also created, going from the knee origin to 

the centroid on the most distal slice of the tibial shaft which was also visually determined. The 

flexion angle for each of the knee positions was calculated as the angle between the femoral and 

tibial long axes lines.  

3.5.2.2 Femur and Contact Segmentation 

 Segmentation was carried out in the fully extended femur, the tibiofemoral contact area in 

the extended position, as well as the contact area in the transformed (post-registered) flexed knee 

scans. All segmentation was carried out using the Image Edit module of Analyze 12.0 (Analyze 

Direct Inc., Overland Park, KS, USA). For the femur segmentation, the outline of the femur was 

traced for every slice of the fully extended knee scan. The contact area was identified in the 

medial and lateral compartments using a validated approach [169]. This process involves directly 

delineating tibiofemoral contact in a slice-by-slice manner and then applying slice-thickness 

multiplication. After segmenting the contact, the slice thickness multiplication to report the 

contact area was automatically generated by the ROI module of Analyze 12.0 (Analyze Direct 

Inc., Overland Park, KS, USA). From this module, the contact centroid coordinates for each of 

the medial and lateral compartments were acquired, as well as the boundary coordinates for both 

the femur outline and the medial and lateral contact areas of all the knee positions. 

3.5.2.3 Contact Area and Centroid 

Point cloud models of the femur and the contact areas were created for each knee 

position. Point-cloud images were generated from the boundary coordinates, with custom 

software (Matlab, the Mathworks, Natwick, MA). The centroids were superimposed on the 

contact areas and the translation of the centroid was calculated by finding the absolute distance 

between positions. This distance was calculated for the fully-extended to low flexion contact 

centroid, the fully-extended to high flexion contact centroid, and low flexion to high flexion 

contact centroid for the medial and lateral compartments. 

3.5.3 Gait Analysis 

The collected gait lab data were used to calculate knee kinematics and kinetics for the 

walk, stair, and chair tasks. Table 0-2 below details all the kinematic and kinetic outcome 
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measures used for these tasks from the kinematic and kinetic plots. These tasks were identified as 

important in the study of ACL-injured individuals as described in the background, section 2.6.1 

above. To calculate the kinematics, the ZXY cardan sequence was used. For kinetics, standard 

3D inverse dynamics was used. 

 

Table 0-2: Summary table of all the outcome measures acquired from knee kinematic and kinetic plots 

Kinematics 

Walk Peak Flexion Angle 

Peak Extension Angle 

Peak Abduction Angle 

Peak Adduction Angle 

Stair Rise Peak Extension Angle 

Stair Descent Peak Flexion Angle 

Kinetics 

Walk Peak Flexion Moment 

Peak Extension Moment 

Peak Abduction Moment 

Peak Adduction Moment 

Chair Rise Peak Extension Moment 

Peak Adduction Moment 

Chair Sit Peak Flexion Moment 

Peak Abduction Moment 

Stair Ascent Peak Extension Moment 

Stair Descent Peak Flexion Moment 

 

3.5.3.1 Kinematics 

The positions of the gait markers with respect to the global coordinate system were used 

to create transforms from which the knee angles were derived for every frame of data. To create 

the knee coordinate system for each segment, the knee flexion axis and the hip and knee joint 

centers needed to be found. Using custom software (Matlab, the Mathworks, Natwick, MA) 

written by Dr. Lanovaz, the symmetrical axis of rotation approach (SARA) described in Ehrig et 

al’s work [122] was used. In this approach, the knee flexion axis and hip and knee joint centers 

were found from applying single value decomposition (SVD) to the segment-to-marker-cluster 

transformation matrices. The segment-to-marker-cluster transformation matrices to which SVD 

was applied, were acquired from applying a routine described by Soderkvist et al, where the 

transform going from one coordinate system to the other, can be found when given the segment 

markers described in those two coordinate systems [170]. The advantage of the SARA approach 
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to determine hip and knee joint centers and flexion axis, is that it can be used to interpret ball or 

hinge joints, hence it could be used to find the parameters at the hip and the knee from the back 

and forth motions described in the section 3.2.2.1 [122]. The outcomes of SARA included 

flexion axis vectors and the joint center described with respect to the cluster coordinates of the 

closest distal and proximal segment (femur and tibia in our case). Although the joint center may 

not amount to exactly the same point, it is expected that the joint center described in the most 

important segment is chosen. In our case, we chose this as the joint center described in the femur 

coordinate system over the tibia coordinate system. 

Table 0-3 below describes how the anatomical coordinate system was defined for each of 

the femur and tibia segments. As can be seen, a slight modification was applied to the knee joint 

center or origin found from the SARA approach. This modification involves projecting the mid-

point of the palpated condyle markers onto the flexion axis vector line acquired from the SARA 

approach [171].  

 

Table 0-3: Summary of how orthogonal vectors were described to define the femur and tibia anatomical coordinate system in the 

gait-based method. The second cross-product is required to create an orthogonal coordinate system. 

Origin/Axis Femur Tibia 

Flexion Determined from back and forth 
motion (flexion/extension) of 
the knee and applying 
symmetrical axis of rotation 
approach 

Determined from back and forth 
motion (flexion/extension) of 
the knee and applying 
symmetrical axis of rotation 
approach 

Knee Origin Mid-point projection of the line 
joining the medio-lateral 
palpated condyle markers onto 
the flexion axis vector 

As for Femur 

Long Cross Product 1: Vector from 
the knee origin to the hip joint 
center and the flexion axis 
 
Cross Product 2: Cross Product 1 
vector and the flexion axis 
vector 

Cross Product 1: Vector from 
the mid-point of the line joining 
the palpated mediolateral ankle 
markers to the knee origin and 
the flexion axis vector 
 
Cross Product 2: Cross Product 1 
vector and the flexion axis 
vector 

  

Next, the marker cluster-to-functional coordinate system transforms were found for each 

segment. With this transform, all the cluster markers for each segment could be described with 

respect to the functional coordinate system. Again, the routine described by Soderkvist et al was 

used to find the transform to go from each of the functional coordinate systems to the global 

coordinate system as the cluster markers were already described in these two coordinate systems 
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[170]. The transforms of the femur and tibia functional coordinate system to the global 

coordinate system were then multiplied together to find the transform between the two 

coordinate systems (femur and tibia). Knee angles could then be identified from this final 

transformation matrix for each frame of data. This was done by applying the ZXY Cardan 

sequence to the rotational portion of the transformation matrix as described in the equation (3-3) 

below. By multiplying out this Cardan sequence, angles about the three rotational axes were 

found from the three equations. Custom software (Matlab, the Mathworks, Natwick, MA) code 

written by Dr. Reinshmidt was used to derive these angles as described [172]. 

 

Rotational portion of Ttiba-fema =  

[
𝑐𝑜𝑠𝜃3 𝑠𝑖𝑛𝜃3 0

−𝑠𝑖𝑛𝜃3 𝑐𝑜𝑠𝜃3 0
0 0 1

] [
1 0 0
0 𝑐𝑜𝑠𝜃1 𝑠𝑖𝑛𝜃1

0 −𝑠𝑖𝑛𝜃1 𝑐𝑜𝑠𝜃1

] [
𝑐𝑜𝑠𝜃2 0 −𝑠𝑖𝑛𝜃2

0 1 0
𝑠𝑖𝑛𝜃2 0 𝑐𝑜𝑠𝜃2

]  --------------------------- (3-3) 

 

 

Where Ttiba-fema is the transformation matrix to go from tibia functional to femur functional 

coordinate system. 

 

 

3.5.3.2 Kinetics 

The kinetic measures at the knee were found by assuming a 3-D link-segment model with 

each segment connected by joints defined by a single point. Figure 0-8 below shows the forces 

and moments of the shank segment used to find the unknown moment at the knee from standard 

inverse dynamics. Equations 3-4 and 3-5 below show how this value was calculated. The 

segment mass (m), center of mass position and segment length were found using anthropometric 

data from De lava et al [173]. The acceleration value (a) was found from the second derivative of 

the marker position vectors at each frame after a fourth-order low-pass butterworth filter was 

applied (cut-off frequency – 300Hz). Distal force and moment values (Fd and Md) were worked 

out from the force plate reading. It was assumed that the angular acceleration was zero 

considering the low speed at which the shank moves in each of the activities. With these 

assumptions, the moment at the knee which in this case was Mp was found for each frame of 

data. The moment value was then normalized by the mass of the participant.   

          

Ө3 = 

Rotation about the z-axis 
Ө1 = 

Rotation about the x-axis 
Ө2 = 

Rotation about the y-axis 
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Figure 0-8: Shank segment free body diagram with forces and moments 

 

∑�⃑� = 𝑚�⃑� = 𝐹𝑑
⃑⃑⃑⃑⃑ +  𝐹𝑔

⃑⃑⃑⃑ + 𝐹𝑝
⃑⃑ ⃑⃑   ---------------------------------------------------------------------------- (3-4) 

∑𝑀 = 𝐼𝛼 = 𝑀𝑝 +  𝑀𝑑 + (𝑟𝑝 𝑥 𝐹𝑝) +  (𝑟𝑑 𝑥 𝐹𝑑) ---------------------------------------------------- (3-5) 

 

where rp is the proximal length from the center of mass position, rd is the distal length from the 

center of mass position, m is mass of the segment (these inertial properties were acquired from 

De lava et al [173]), a is acceleration, I is the mass moment of inertia,  is the angular 

acceleration (these values both go to zero as explained above), Fg is the force of gravity, Fd and 

Md are force and moment at the distal end of the segment respectively, Fp and Mp are force and 

moment at the proximal end of the segment respectively. 

3.6 MRI-Gait Integration 

The MRI-lucent gait marker clusters present on the femur and tibia segments of each trial 

facilitated data integration between the MRI and gait systems. In order to effectively do this, the 

markers needed to be described in both systems. In this section, the rationale for the selected 

method of determining the marker centroid in the MRI is explained. The method of processing 

dynamic data with MRI-based landmarks is also described. 

3.6.1 Deciding on the Best Approach for Determining MRI-Marker Centroid Position  

The ellipsoid center of the MRI-lucent marker was visually identified from the high-

resolution isotropic MR image (Analyze 12.0, Analyze Direct, Overland Park, KS, USA). This 

approach was chosen, as opposed to segmenting the ellipsoid in all visible slices and having 

packaged software calculate the centroid (Analyze 12.0, Analyze Direct, Overland Park, KS, 

USA), because it was significantly quicker and provided similar results. In visually identifying 

the ellipsoid marker centroid, there were rules followed to maintain consistency. This involved 
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finding the mid slice in the frontal and sagittal planes and taking a point in the center, being 

guided by the axial plane view. Figure 0-9 below shows the outcome of an investigation that was 

done to compare these two methods. As can be seen, there was a slight difference in these 

positions (1.5 mm difference). The visually determined method was much quicker while the 

process of segmenting the markers in each slice (of an average of 200 slices) took significantly 

more time. For these reasons, the visual method of determining the ellipsoid centroid was chosen 

for this study.  

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

 

Additional details on this process can be found in Appendix A-5. 

 

3.6.2 Processing Dynamic Data with MRI-based Landmarks 

Figure 0-10 below shows a flowchart of the steps followed in transforming the MRI-

based anatomical landmarks from being expressed in the MRI-based coordinate system to the 

gait-based coordinate system, in order to process dynamic data. With all the MRI-based 

landmarks converted to the gait space, the same steps as described in sections 3.5.3.1 and 3.5.3.2 

were used to create the anatomical landmarks of the femur and tibia, which were then used to 

process knee kinematic and kinetic data. Table 0-4 below summarizes the MRI-based landmarks 

used to define the femur and tibia anatomical coordinate systems. As can be seen in the table, the 

flexion axis from gait analysis (determined from SARA) was used in defining this MRI-based 

coordinate system. The flexion axis from gait analysis was chosen for MRI-based data 

processing so that only the long axes definition is different between the two coordinate system 

definitions. This way we can confirm the difference in outcomes between choosing anatomical 

Figure 0-9: a) Left: MRI-marker centroid generated from segmentation (Analyze 12.0, Analyze Direct, Overland Park, KS, USA) – red 

arrows show the centroid positions in each of the planes – coordinates (36, 202, 114). b) Right: MRI-marker centroid that was visually-

determined - red arrows show the centroid positions in each of the planes – coordinates (37, 204, 115) 
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(femur shaft centroid - MRI-based) and mechanical (hip joint center - gait-based) long axes. All 

other points (femur origin, femur and tibia shaft centroid) described, were acquired from the MR 

image. This approach allowed kinematic and kinetic data to be described in both knee coordinate 

systems (one derived from gait measures and the other from MRI measures), with the purpose of 

determining the method that provides the most repeatable results. 

 

 

 

Figure 0-10: Flowchart showing process of transforming MRI-based landmarks to motion capture (gait) coordinate system.      

TMRI-Gait  is the homogenous transformation matrix to go from MRI to gait coordinate system 

 

 
Table 0-4: Summary of how orthogonal vectors were described to define the femur and tibia anatomical coordinate system in the 

MRI-based method 

Origin/Axis Femur Tibia 

Flexion Determined from back and forth 
motion (flexion/extension) of 
the knee and applying 
symmetrical axis of rotation 
approach 

Determined from back and forth 
motion (flexion/extension) of 
the knee and applying 
symmetrical axis of rotation 
approach 

Knee Origin MRI-based femur origin: Most 
proximal point in the 
intercondylar notch, defined in 
the sagittal plane. 
Knee Origin: Projection of MRI-
based femur origin onto the 
flexion axis  

As for Femur 

Long Cross Product 1: Vector going 
from the knee origin to the 
femur shaft centroid in the most 
proximal axial slice and the 
flexion axis 
Cross Product 2: Cross Product 1 
vector and the flexion axis 
vector 

Cross Product 1: Vector going 
from the tibia shaft centroid in 
the most distal axial slice, to the 
knee origin and the flexion axis 
vector 
Cross Product 2: Cross Product 1 
vector and the flexion axis 
vector 
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3.7 Integration of qMRI T2 and Contact Area 

Visualizing the medial and lateral contact positions and their centroids on the projection 

and cluster maps is one of the integrative pipelines developed for this project. In order to do this, 

the tibiofemoral contact was segmented from the T2 relaxation time images (i.e. the same images 

used to segment the cartilage). From the segmentation, contact binary masks were created, and 

the boundaries and their corresponding geometric and T2-weighted centroids were mapped onto 

the 2D projection maps. The geometric centroids of the medial and lateral regions were found 

from the shape of the contact on the map while the T2-weighted centroid was found using 

equation 3-6 below. The position of the geometric centroid was compared with that of the 

weighted centroid.  

 

𝑋𝑤.𝑐 =
∑ 𝑥𝑖(

1

𝑇2(𝑥𝑖,𝑦𝑖)
)

∑
1

𝑥𝑖

 , 𝑌𝑤.𝑐 =
∑ 𝑦𝑖(

1

𝑇2(𝑥𝑖,𝑦𝑖)
)

∑
1

𝑦𝑖

  ---------------------------------------------------------------------- (3-6) 

 

where Xw.c and Yw.c are the x and y positions of the weighted centroid, xi is the x position and yi 

is the y position. T2(x,yi) is the T2 value in the relevant x and y position. 

The contact outer boundary was plotted onto the original projection map as well as on the 

cluster maps. With the contact region and centroid visualized on the maps, the link between 

contact area and changes in T2 relaxation times with load, could be assessed visually. A cluster 

was said to be within a contact region if there was any overlap between any part of the clusters 

and the contact area. 

The link between the location of the contact area, contact centroid, and T2 relaxation time 

values was also explored quantitatively. Table 0-5 below summarizes the novel measures that 

were explored and how they were acquired. Each of these measures were assessed in the medial 

and lateral compartments in both loaded and unloaded conditions. Figure 0-11 below shows the 

definition of each of the regions used to calculate the measures. 
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Table 0-5: Description summary of novel T2-contact quantitative measures assessed in this study 

T2-contact quantitative measure Description Summary of measure 

Regional-Contact Mean Difference In either of the medial or lateral regions, the mean T2 outside the contact region 
minus the mean T2 inside the contact region. 

Regional-Contact Standard Deviation (SD.) Difference In either of the medial or lateral regions, the SD. of T2 outside the contact region 
minus the SD. T2 inside the contact region. 

Regional-Contact Maximum Difference In either of the medial or lateral regions, the maximum T2 outside the contact 
region minus the maximum T2 inside the contact region. 

Regional-Contact Minimum Difference In either of the medial or lateral regions, the minimum T2 outside the contact 
region minus the minimum T2 inside the contact region. 

Contact-Centroid Mean Difference - geometric 

centroid 

In either of the medial or lateral regions, the mean T2 inside the contact area 
excluding that of the geometric contact centroid (8 adjacent pixels points around 
centroid point), minus the mean T2 of the geometric contact centroid (8 adjacent 
pixels around centroid point). 

Contact-Centroid Standard Deviation (SD.) – geometric 

contact centroid 

In either of the medial or lateral regions, the SD. of T2 inside the contact area 
excluding that of the geometric contact centroid (8 adjacent pixels points around 
centroid point), minus the SD. of T2 of the geometric contact centroid (8 adjacent 
pixels around centroid point). 

Contact-Centroid Mean Difference T2-weighted 

centroid 

In either of the medial or lateral regions, the mean T2 inside the contact area 
excluding that of the T2-weighted contact centroid (8 adjacent pixels points 
around centroid point), minus the mean T2-weighted contact centroid (8 adjacent 
pixels around centroid point). 

Contact-Centroid Standard Deviation (SD.) Difference - 

T2-weighted centroid 

In either of the medial or lateral regions, the SD. of T2 inside the contact area 
excluding that of the T2-weighted contact centroid (8 adjacent pixels points 
around centroid point), minus the SD. T2-weighted contact centroid (8 adjacent 
pixels around centroid point). 

 

 

 

  

 

Figure 0-11: 2-D Cartilage map illustrating the regions used in defining the T2-contact measures 

 

3.8 Repeatability and Statistical Analysis 

Table 0-6 below shows repeatability and agreement measures used in this thesis. The 

justifications for using these measures are described in the table. As can be seen, the measures 

acquired are SDrms and CVrms for repeatability and Bland-Altman analysis for showing agreement 

between the MRI-based and gait-based kinematic and kinetic outcomes. 

 

Contact (medial or lateral)  

Regional (medial or lateral) 

Centroid (8-pixels surrounding centroid) 
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Table 0-6: Details of all repeatability and statistical measures used in the analysis of all outcome measures 

 SDrms SDdiff CVrms Confidence 

Interval 

Bland-Altman 

Analysis 

Outcome 

Measures 

Applied to 

Standard measures Difference measures Regional T2 and Contact 

Area 

All measures Kinematic and 

kinetic measures 

Justification   This is the primary 
measure of repeatability 
used in this study. 
· Chosen for reporting in 
units of measure it is 
applied to 
· Expresses how widely 
spread from mean the 
data is 
· The smaller the 
standard deviation, the 
more repeatable a 
measure is 

Standard deviation 
calculation for 
difference measures 
as it squares negative 
values 

Measure data dispersion 
from the mean 
· Used in addition to SDrms 

to be able to compare 
repeatability to relevant 
literature 
 

Used to 
calculate the 
minimum 
change 
required to 
obtain a 
statistical 
difference in 
future studies. 
Based on two-
tailed z-score 

  Used to show 
agreement 
between two 
methods; here 
between results 
generated with 
the MRI-based 
and the gait-
based knee 
coordinate 
systems. 
 

Equation 

 

𝑆𝐷𝑑𝑖𝑓𝑓 = √((𝑆𝐷𝑟𝑚𝑠1)2

+ √ (𝑆𝐷𝑟𝑚𝑠2)2) 

 
 

80%: ±SD*1.28 

95%: ±SD*1.96 

99%: ±SD*2.58 

(SD can be 

either SDrms or 

SDdiff) 

X-axis: Mean 

value of the two 

methods for each 

trial 

Y-axis plot: 

Difference 

between the 

values of the two 

methods for each 

trial 

Upper and lower 

limits of 

agreement: ±2 SD 

from the mean 

difference 

between the 

values of the two 

methods 

 

Equation Terms SD: Standard standard-

deviation 

j: Given subject 

i: Number of repeated 

measures 

m: Total number of 

subjects 

 

𝑆𝐷𝑟𝑚𝑠1, 𝑆𝐷𝑟𝑚𝑠2: 

Root-mean squared 

standard deviation 

for the first and 

second measures 

used to calculate the 

difference measure 

 

SDrms: Root mean square 
standard deviation 
xj: Mean value per subject 
j: Given subject 
m: Total number of 
subjects 
 

SD: Standard 

standard-

deviation 

 

 

 

n/a 
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Chapter 4 

RESULTS 

This section reports the key results from each of qMRI, mechMRI and gait measures. All 

raw data acquired are reported in tables as well as the repeatability and statistical outcomes. 

Sample figures are also included in this section, with reference to additional figures in the 

Appendix. 

4.1 Patient Characteristics 

Five healthy volunteers (two male, three female mean age 22.8 ± 2.5 years, mean height 

= 1.71 ± 0.1m, mean mass = 70.0 ± 12.3 kg, mean BMI = 23.8 ± 3.5 kg/m2) (Table 0-1) 

participated in the repeatability study. The study was reviewed by the institutional ethics board 

and all participants gave informed consent (see Appendix G). 

 

Table 0-1: Demographics of participants 

Characteristics of Participants 

 Number Age (years) Sex Height (m) Weight (Kg) BMI (kg/m2) 

Healthy 
Participants 

5 22.8±2.5 3F, 2M 1.71±0.1 70.0±12.3 23.8±3.5 

 

 

4.2 Quantitative MRI T2 Repeatability for General, Medial, Lateral and Trochlear Regions 

at Loaded, Unloaded and Load-Unload Difference 

The SDrms tended to be higher in the medial compartment than in other regions (Table 

0-2). The overall SDrms and SDdiff values ranged from 2.4ms to 4.9ms. The smallest SDrms 

occurred in the lateral loaded cartilage (2.4ms). The mean T2 relaxation times for the global, 

medial, lateral and trochlear regions did not appear to change much with load. The overall mean 

difference values were positive for all regions (higher loaded value), except for in the medial 

region, but the differences were small ranging from -1 ms to 1.9 ms. Some individual cases did 

show negative differences (higher unloaded value) and this was relatively consistent within the 

individual. The largest positive difference between loaded and unloaded mean T2 was in the 

trochlear region (1.9 ms) and the smallest in the global region (0.6 ms).  

Except in the trochlear region, loaded cartilage had the smaller SDrms value than loaded 

cartilage. The overall SDrms T2 values ranged from 2.8ms to 4.1ms for loaded cartilage and 2.8ms 

to 4.2ms for unloaded cartilage. Mean T2 relaxation times ranged from 26.0ms to 27.7ms for 

loaded cartilage and 25.3ms to 27.5ms for unloaded cartilage. The lateral cartilage had the 

highest overall mean T2 values and medial loaded, the lowest. Data was missing for unloaded 
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case of three trials for participant 1 and unloaded case of one trial for participant 2 due to an 

error running the MRI sequence during data collection. Cartilage T2 relaxation time maps as well 

as data for each trial for each participant can be found in Appendix B.  

 

 
Table 0-2: Mean and SD values of average regional qMRI T2 values for general, medial, lateral and trochlear regions at loaded 

and unloaded positions and their difference. SDrms was used for the loaded and unloaded measures while the SDdiff was used for 

the difference measures. The missing values for the unloaded case of three trials for participant 1 and one trial for participant 2 

seen in this section is due to MRI sequence errors in the data collection of this data. Therefore, for the unloaded measures, are n = 

4 instead of five. The negative values indicate a bigger T2 in the smaller region (centroid region or contact) than in the larger 

region (contact, medial or lateral). 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms 

or 
SDdiff 

 Global 

Loaded (ms) 25.8 2.1 24.3 0.6 30.8 0.7 23.5 1.8 30.2 2.8 26.9 2.8 

Unloaded (ms)   26.9 6.5 26.8 0.8 25.8 4.0 27.1 0.8 26.7 3.5 

Difference (ms)   -2.3 6.1 4.0 0.7 -2.4 5.4 3.0 2.4 0.6 3.0 

 Medial 

Loaded (ms) 28.9 6.0 20.0 1.8 29.9 1.6 23.1 3.6 28.2 0.9 26.0 3.4 

Unloaded (ms)   26.3 7.7 28.4 1.6 25.5 4.3 25.6 2.1 26.4 4.6 

Difference (ms)   -5.9 5.2 1.5 1.3 -2.4 7.9 2.7 2.4 -1.0 4.9 

 Lateral 

Loaded (ms) 24.2 2.1 25.4 2.4 34.0 1.6 25.6 3.4 29.5 2.3 27.7 2.4 

Unloaded (ms)   28.8 4.6 27.2 0.9 27.2 3.8 27.0 1.8 27.5 3.2 

Difference (ms)   -4.7 5.6 6.8 1.3 -1.6 7.3 2.5 2.4 0.8 4.8 

 Trochlear 

Loaded (ms) 25.1 2.2 26.2 3.2 27.5 3.5 22.0 2.3 31.2 5.4 26.4 3.5 

Unloaded (ms)   23.5 4.6 25.2 1.6 24.5 3.8 28.0 1.2 25.3 2.8 

Difference (ms)   4.5 3.9 2.3 4.8 -2.4 3.7 3.2 5.3 1.9 4.0 

 

 

The loaded cartilage CV% was lower than that of unloaded cartilage in all regions except 

in the trochlear region (Table 0-3). In the loaded scans, the CV% did not show the same pattern 

of regional lowest and highest as the unloaded scans. The highest CV% for loaded cartilage 

occured in the trochlear region (13.4%) and the lowest occurs in the global region (6.6%). In the 

unloaded cartilage, the lowest CV% occured in the lateral region (12%) and the highest CV% in 

the medial region (16.7%). The loaded CV% ranged from 6.6% - 13.4% while that of unloaded 

cartilage ranges from 11% - 16.7%. 
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Table 0-3: CV% values of loaded and unloaded cartilage means in the global, medial, lateral and trochlear regions 

 Loaded CV% Unloaded CV% 

Global 6.6% 14.4% 

Medial 12.1% 16.7% 

Lateral 9.4% 12.0% 

Trochlear 13.4% 11.0% 

 

  

For all regions, the confidence interval values for the loaded cartilage were smaller than 

that of the corresponding unloaded cartilage (Table 0-4). The smallest confidence interval for the 

loaded cartilage was in the global region (±2.3ms) and for the unloaded cartilage was in the 

trochlear region (±3.6ms). The statistical confidence ranges were ±2.3ms to ±14.0ms for the 

global measure, ±4.3ms to ±18.8ms for the medial region, ±3.1ms to ±13.2ms for the lateral 

region and ±4.5ms to ±14.9ms for the trochlear region. The largest confidence interval was in the 

medial difference measure with ±7.3ms for 80% confidence, ±11.2ms for 95% confidence and 

±18.8ms for 99% confidence.  

 

Table 0-4: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for regional mean T2 values that will be considered a clinical change and not just due to measurement error. 

We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Confidence Interval 

 80% 95% 99% 

 Global 

Loaded (ms)  ±2.3 ±3.5 ±5.9 

Unloaded (ms) ±4.9 ±7.5 ±12.7 

Difference (ms) ±5.4 ±8.3 ±14.0 

 Medial 

Loaded (ms) ±4.3 ±6.6 ±11.1 

Unloaded (ms) ±5.9 ±9.0 ±15.2 

Difference (ms) ±7.3 ±11.2 ±18.8 

 Lateral 

Loaded (ms) ±3.1 ±4.8 ±8.1 

Unloaded (ms) ±4.1 ±6.2 ±10.5 

Difference (ms) ±5.1 ±7.9 ±13.2 

 Trochlear 

Loaded (ms) ±4.5 ±6.9 ±11.7 

Unloaded (ms) ±3.6 ±5.5 ±9.2 

Difference (ms) ±5.8 ±8.8 ±14.9 

 

 

4.3 mechMRI Outcomes 

The mechMRI outcomes including contact area and centroid at three different knee 

positions are reported in the sections below. For this study, the lower flexion angle was 21.5° on 

average (range: 17.4 – 26.2°) and the higher flexion angle was 35.0° on average (range: 28.2 – 
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37.2°); all flexion angles were relative to the full extension position for the particular individual 

which was set to zero.    

4.3.1 Repeatability of Contact Centroid Translation  

The SDrms ranged from 2.6 – 4.4 mm for contact area centroid translation between the 

three knee flexion angles (Table 0-5). The low to high flexion range had the smallest SDrms and 

the extended to low flexion range, had the largest SDrms. Overall, the centroid translated between 

8.1mm and 20.2mm. Comparing the translation of the centroid points between the medial and 

lateral sides, the lateral side translated more posteriorly than the medial in all flexion ranges. The 

translation from fully extended to the high flexion angle (one-to-three), had the most centroid 

translation in both medial and lateral sides. The centroid translated more from the fully extended 

to the lower flexion angle (one-to-two) than from the lower to the higher flexion angle (two-to-

three) in both medial and lateral sides. See Appendix C for point cloud images of the contact area 

and centroid positions at each of the limb orientations as well as the three trial values for each 

participant. 

 

Table 0-5: Mean and SD values of medial and lateral contact centroid translation (absolute distance) at three flexion angle ranges 

– one-to-two (fully extended to lower flexion angle), one-to-three (fully extended to higher flexion angle), two-to-three (lower to 

higher flexion angle) 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms

 

 Medial 

One-to-Two (Medial) – mm 14.5 5.9 6.8 5.9 11.3 2.5 12.1 3.0 9.1 3.7 10.8 4.4 

One-to-Three  (Medial) – mm 22.4 1.5 19.7 3.9 21.9 4.8 19.2 6.2 18.1 0.7 20.2 4.0 

Two-to-Three  (Medial) – mm 9.1 4.3 14.2 4.8 10.9 2.5 7.2 3.2 9.6 3.6 10.2 3.9 

 Lateral 

One-to-Two (Lateral) – mm 10.0 1.6 7.3 5.8 7.9 2.1 7.9 2.8 7.3 1.7 8.1 3.1 

One-to-Three  (Lateral) – mm 12.5 1.6 14.3 2.8 16.0 2.6 12.1 4.3 12.2 0.8 13.4 2.7 

Two-to-Three  (Lateral) - mm 6.0 3.9 7.2 3.2 9.3 0.6 4.3 2.1 5.4 2.6 6.5 2.6 

 

 

The lateral region confidence intervals were smaller than those of the medial region 

(Table 0-6). In the medial region, the two-to-three centroid translation had the smallest 

confidence interval (±4.8mm) and in the lateral region, the one-to-three centroid translation has 

the smallest for the lateral region (±3.4mm). The medial confidence interval values range from 

±4.8mm to ±14.7mm and those of the lateral range from ±3.4mm to ±10.5mm. The highest 

confidence interval values occurred at medial one-to-two centroid translation with all other 
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values being less than ±5.7mm at 80% confidence, ±8.7mm at 95% confidence and ±14.7mm at 

99% confidence. 

 
Table 0-6: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for contact centroid translation values that will be considered a clinical change and not just due to 

measurement error. We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Confidence Interval 

 80% 95% 99% 

 Medial 

One-to-Two (Medial) – mm ±5.7 ±8.7 ±14.7 

One-to-Three (Medial) – mm ±5.1 ±7.8 ±13.2 

Two-to-Three (Medial) – mm ±4.8 ±7.3 ±12.4 

 Lateral 

One-to-Two (Lateral) – mm ±4.1 ±6.2 ±10.5 

One-to-Three (Lateral) – mm ±3.4 ±5.2 ±8.8 

Two-to-Three (Lateral) - mm ±3.5 ±5.3 ±9.0 

 

4.3.2 Repeatability of Medial and Lateral Contact Area Values at Different Limb Positions 

The repeatability, expressed as SDrms, for the medial side had a range of 45.9 mm2 – 49.6 

mm2 and for the lateral side a range of 41.8mm2 – 105.9mm2 (Table 0-7). The low flexion SDrms 

for the lateral contact area had the overall largest value (105.9 mm2) and the fully extended 

lateral contact area had the smallest (41.8 mm2). The medial contact area had bigger SDrms with 

increasing flexion angle. The overall mean of contact area ranged from 262.7 mm2 to 513.3 mm2 

for all limb positions. The lateral contact area appeared to be bigger in all limb positions with 

low flexion lateral having the overall largest contact area. The contact area value for the medial 

side was smallest in the high flexion position and for the lateral, smallest in low flexion position. 

The difference between the contact area of the medial side between low flexion angle and high 

flexion angle positions, however, was not very different (0.2mm2). See Appendix B-3 and B-4 

for point cloud images of the contact area and centroid positions at each of the limb orientations 

as well as the three trial values for each participant. 
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Table 0-7: Mean, SD, SDrms of medial and lateral contact area values at three limb positions – fully extended knee, low flexion 

angle, high flexion angle 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5   

             

 Mean 

(mm
2

) 

SD 

(mm
2

) 

Mean 

(mm
2

) 

SD 

(mm
2

) 

Mean 

(mm
2

) 

SD 
(mm

2

) 

Mean 

(mm
2

) 

SD 

(mm
2

) 

Mean 

(mm
2

) 

SD 

(mm
2

) 

Overall 
Mean 

(mm
2

) 

SDrms 

(mm2) 

Fully Extended (°) 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 

Medial Contact Area 413.7 69.8 420.8 19.9 278.8 5.9 430.8 30.3 392.2 24.5 387.2 41.8 

Lateral Contact Area 460.8 98.8 342.6 7.0 212.5 8.8 202.8 21.6 195.8 14.9 282.9 45.9 

             

Low Flexion  (°) 26.2 6.9 26.1 2.6 19.7 5.5 17.4 8.0 17.9 4.0 21.5 5.4 

Medial Contact Area 476.9 45.6 521.4 135.8 358.2 33.2 714.2 76.9 496.0 51.4 513.3 105.9 

Lateral Contact Area 411.1 63.7 249.4 34.9 175.8 13.0 299.0 27.6 178.0 17.6 262.7 46.4 

             

High Flexion  (°) 37.2 2.1 34.5 2.2 43.4 12.2 28.2 10.1 31.8 4.6 35.0 6.2 

Medial Contact Area 477.7 131.3 430.7 57.4 295.8 21.5 382.6 39.1 438.7 18.3 405.1 82.1 

Lateral Contact Area 332.7 54.6 225.8 18.8 258.0 19.2 324.3 25.4 159.4 15.2 260.0 49.6 

 

 

The CV% of the medial region contact area was lower than that of the lateral region 

except in the high flexion limb position (Table 0-8). The highest CV% for medial contact area 

occured in the high flexion limb position (19.6%) and the lowest occured in the fully extended 

limb position (11.1%). For the lateral contact area, the lowest CV% occured in the high flexion 

limb position (11.6%) and the highest CV% in the fully extended limb position (16.3%).  

 
Table 0-8: CV% values of medial and lateral contact area at fully extended, low flexion and high flexion limb positions 

 Medial CV% Lateral CV% 

Fully Extended 11.1% 16.3% 
 

Low Flexion 15.1% 
 

15.7% 
 

High Flexion 19.6% 11.6% 
 

 

 

For all limb positions, the confidence intervals for the lateral region contact area were 

smaller than that of the medial contact area except in the fully extended limb position (Table 

0-9). For the 80% to 99% statistical confidence, intervals ranged from ±55.2mm2 to ±151.9mm2 

for the fully extended knee, from ±53.0mm2 to ±256.6mm2 for the low flexion knee, and 

±38.8mm2 to ±262.0mm2 for the high flexion knee. The largest confidence interval occurred at 

high flexion medial contact with all other values being less than ±101.7mm2 at 80% confidence, 

±155.5 mm2 at 95% confidence, and ±262.0mm2 at 99% confidence. 
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Table 0-9: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for contact area values that will be considered a clinical change and not just due to measurement error. We 

express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Confidence Interval 

 80% 95% 99% 

 Fully Extended 

Medial Contact Area (mm2) ±55.2 ±84.3 ±142.1 
Lateral Contact Area (mm2)   ±59.0 ±90.2 ±151.9 
 Low Flexion Angle 

Medial Contact Area (mm2) ±99.6 ±152.3 ±256.6 
Lateral Contact Area (mm2)   ±53.0 ±81.0 ±136.5 

 High Flexion Angle 

Medial Contact Area (mm2) ±101.7 ±155.5 ±262.0 
Lateral Contact Area (mm2)   ±38.8 ±59.3 ±100.0 

 

4.4 Kinematic and Kinetic Outcomes 

The kinematic and kinetic results from MRI-based and gait-based processing methods are 

shown in the following sections. At the end of the section, comparisons between the two 

methods are shown in Bland-Altman plots for the different measures and SDrms. 

4.4.1 Repeatability of MRI-based Coordinate System Kinematics Outcomes 

The SDrms showed the smallest values to occured in in the walk peak adduction angle 

(1.4°) and the largest in the stair descent peak flexion angle (10.8°). The walking speed of our 

participants ranged from 1.2 to 1.4 m/s. The walk-related measures generally had smaller SDrms 

values than the stair-related measures (Table 0-10). The overall mean values for each of the 

measures ranged from 2.8° to 77°. The largest values occurred in the stair ascent and descent 

peak extension and flexion angle measures (52.7° and 77.0° respectively). The lowest occurred 

in the peak adduction angle measure (2.8°). See Appendix D for the three trial values for each of 

the participants. 

 
Table 0-10: MRI-based mean and SD values per participant and overall mean and SDrms values per measure of peak frontal and 

sagittal knee angles for walking and stair tasks. The table reports the absolute values of these measures. 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms

 

Walk - Peak Flexion Angle (degrees) 25.3 3.5 20.7 1.1 15.7 1.5 7.2 6.7 4.3 1.1 14.7 3.5 

Walk - Peak Extension Angle (degrees) 7.4 3.7 4.4 2.8 2.5 2.2 3.5 1.2 10.2 1.4 5.6 2.4 

Walk - Peak Abduction Angle (degrees) 7.3 2.8 14.0 0.6 9.2 4.1 4.5 5.6 2.9 3.3 7.6 3.7 

Walk - Peak Adduction Angle (degrees) 3.3 2.5 4.0 1.1 2.9 1.2 1.7 0.9 2.0 1.5 2.8 1.5 

Stair Up - Peak Extension Angle (degrees) 51.4 7.8 52.8 6.2 54.3 3.9 45.5 9.3 59.2 7.1 52.7 7.1 

Stair Down - Peak Flexion Angle (degrees) 71.2 7.8 77.8 1.8 76.9 3.7 72.3 10.4 87.0 11.7 77.0 8.0 
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For all the walk kinematic measures, the confidence intervals were smaller than those of 

the stair kinematic measures (Table 0-11). The smallest confidence interval for walk activity 

kinematics occurred in the walk peak extension angle measure (±2.0 degrees) and for the stair 

activity occurred in the stair ascent peak extension angle (±9.1 degrees). The statistical 

confidence ranged from ±2.0 degrees to ±12.1 degrees walk activity and from ±9.1 degrees to 

±26.5 degrees for stair activities. The largest confidence intervals were for stair descent peak 

flexion angle, with ±10.3 degrees at 80% confidence, ±15.7 degrees at 95% confidence and 

±26.5 degrees at 99% confidence.  

 
Table 0-11: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for MRI-based kinematic values that will be considered a clinical change and not just due to measurement 

error. We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Confidence Interval 

 80% 95% 99% 

Walk - Peak Extension Angle (degrees) ±3.1 ±4.8 ±8.1 
Walk - Peak Extension Angle (degrees) ±2.0 ±4.0 ±5.6 
Walk - Peak Abduction Angle (degrees) ±4.7 ±7.2 ±12.1 
Walk - Peak Adduction Angle (degrees) ±2.0 ±3.0 ±5.1 
Stair Up - Peak Extension Angle (degrees) ±9.1 ±13.9 ±23.4 
Stair Down - Peak Flexion Angle (degrees) ±10.3 ±15.7 ±26.5 

 

 

4.4.2 Repeatability of MRI-based Coordinate System Kinetics 

The SDrms showed the smallest value to occur in the walk peak flexion moment measure 

(0.04N.m/kg) and the largest to occur in the stair descent peak extension moment (0.26N.m/kg) 

(Table 0-12). The walk sagittal moment measures generally had smaller SDrms values than all 

other measures. The overall mean values for all of the measures ranged from 0.07N.m/kg to 

0.86N.m/kg. The largest values occurred in the walk peak adduction moment and stair descent 

peak flexion moment measures (0.81N.m/kg and 0.80N.m/kg respectively). The smallest 

occurred in the walk peak flexion moment measure (0.07N.m/kg). See Appendix D for the three 

trial values for each of the participants. 
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Table 0-12: MRI-based mean and SD values per participant and overall mean and SDrms values per measure of peak frontal and 

sagittal knee moments for walking, chair, and stair tasks. The table reports the absolute values of these measures. 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms

 

Walk - Peak Flexion Moment 
(N.m/kg) 

0.15 0.02 0.03 0.01 0.07 0.01 0.02 0.01 0.09 0.08 0.07 0.04 

Walk - Peak Extension Moment 
(N.m/kg) 

0.27 0.02 0.24 0.01 0.32 0.08 0.23 0.04 0.13 0.02 0.24 0.05 

Walk - Peak Abduction Moment 
(N.m/kg) 

0.46 0.01 0.31 0.24 0.42 0.15 0.84 0.18 0.51 0.03 0.51 0.21 

Walk - Peak Adduction Moment 
(N.m/kg) 

0.75 0.05 0.62 0.23 1.03 0.36 0.99 0.19 0.92 0.09 0.86 0.21 

Chair Rise - Peak Extension 
Moment (N.m/kg) 

0.43 0.01 0.73 0.09 0.64 0.10 0.82 0.24 0.53 0.04 0.63 0.13 

Chair Rise - Peak Adduction 
Moment (N.m/kg) 

0.19 0.07 0.24 0.06 0.40 0.14 0.76 0.16 0.26 0.08 0.37 0.20 

Chair Down - Peak Flexion Moment 
(N.m/kg) 

0.36 0.03 0.49 0.07 0.63 0.20 0.61 0.18 0.36 0.11 0.49 0.13 

Chair Down - Peak Abduction 
Moment (N.m/kg) 

0.28 0.17 0.13 0.05 0.47 0.10 0.59 0.07 0.18 0.05 0.33 0.15 

Stair Up - Peak Extension Moment 
(N.m/kg) 

0.34 0.08 0.37 0.21 1.19 0.22 1.27 0.29 0.44 0.10 0.72 0.26 

Stair Down - Peak Flexion Moment 
(N.m/kg) 

0.75 0.39 1.09 0.12 1.37 0.15 0.64 0.26 0.19 0.05 0.81 0.25 

 

 

 

The confidence intervals for the walk sagittal kinetic measures were smaller than those of 

other activities (Table 0-13). The smallest confidence interval occurred for the walk activity 

kinetics in the walk peak flexion moment measure (±0.1 N.m/kg), for the chair activity in the 

frontal moment measures (±0.5 N.m/kg), and for the stair activity in the stair ascent peak 

extension moment (±1.1 N.m/kg). The 80% to 99% statistical confidence intervals were ±0.1 

N.m/kg to ±2.9 N.m/kg for the walk activities, ±0.5 N.m/kg to ±2.1 N.m/kg for chair activity, 

and ±1.1 N.m/kg to ±3.3 N.m/kg for stair activity. The stair descent peak flexion moment had the 

largest confidence intervals with ±1.2 N.m/kg at 80% confidence, ±1.8 N.m/kg at 95% 

confidence and ±3.0 N.m/kg at 99% confidence.  
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Table 0-13: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for gait-based kinetic values that will be considered a clinical change and not just due to measurement error. 

We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Confidence Interval 

 80% 95% 99% 

Walk - Peak Flexion Moment (N.m/kg) ±0.1 ±0.2 ±0.3 
Walk - Peak Extension Moment (N.m/kg) ±0.3 ±0.5 ±0.8 
Walk - Peak Abduction Moment (N.m/kg) ±0.7 ±1.1 ±1.8 
Walk - Peak Adduction Moment (N.m/kg) ±1.1 ±1.7 ±2.9 
Chair Rise - Peak Extension Moment (N.m/kg) ±0.8 ±1.3 ±2.1 
Chair Rise - Peak Adduction Moment 
(N.m/kg) 

±0.5 ±0.8 ±1.4 

Chair Down - Peak Flexion Moment (N.m/kg) ±0.6 ±1.0 ±1.7 
Chair Down - Peak Abduction Moment 
(N.m/kg) 

±0.5 ±0.7 ±1.2 

Stair Up - Peak Extension Moment (N.m/kg) ±1.1 ±1.6 ±2.8 
Stair Down - Peak Flexion Moment (N.m/kg) ±1.2 ±1.8 ±3.0 

 

 

4.4.3   Repeatability of Gait-based Coordinate System Kinematics 

 The smallest SDrms was for the walk peak adduction angle measure (0.7°) and the largest 

was for the stair ascent peak extension angle measure (6.4°) (Table 0-14). The walk-related 

measures generally had a smaller SDrms than the stair-related measures. The overall mean values 

for each of the measures ranged from 1.7° to 77.6°. The biggest values occurred in the stair 

ascent and descent peak extension and flexion angle measures (56.0° and 77.6° respectively). 

The lowest occurred in the peak adduction angle measure (1.7°). See Appendix D for the three 

trial values for each of the participants. 

 

Table 0-14: Gait-based mean and SD values per participant and overall mean and SDrms values per measure of peak frontal and 

sagittal knee angles for walking and stair tasks. The table reports the absolute values of these measures. 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms

 

Walk - Peak Flexion Angle (degrees) 22.7 1.2 17.1 1.5 17.8 1.2 7.4 7.5 13.0 1.3 15.6 3.5 

Walk - Peak Extension Angle (degrees) 4.3 0.9 3.3 1.5 1.6 1.2 2.1 0.9 0.5 0.2 2.4 1.0 

Walk - Peak Abduction Angle (degrees) 3.2 3.6 1.4 0.8 0.2 0.1 2.4 2.3 3.1 3.6 2.1 2.5 

Walk - Peak Adduction Angle (degrees) 2.8 1.2 2.6 0.8 1.3 0.3 0.5 0.4 1.5 0.5 1.7 0.7 

Stair Up - Peak Extension Angle (degrees) 47.9 11.6 56.2 7.4 56.7 2.6 53.4 1.7 66.0 1.9 56.0 6.4 

Stair Down - Peak Flexion Angle (degrees) 67.8 11.2 72.3 3.4 78.4 4.1 77.5 2.3 92.2 4.8 77.6 6.0 
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The walk kinematics confidence intervals were smaller than those of the stair kinematics 

(Table 0-15). The smallest confidence interval for walk activity kinematics occurred in the walk 

peak adduction angle measure (0.9 degrees) and for the stair activity, stair descent peak flexion 

angle (±7.8 degrees). The statistical confidence ranges were ±0.9 degrees to ±11.7 degrees for 

walk activities, and ±7.8 degrees to ±21.0 degrees for stair activities. The largest confidence 

interval was for stair ascent peak extension angle, being ±8.2 degrees at 80% confidence, ±12.5 

degrees at 95% confidence and ±21.0 degrees at 99% confidence.  

 

Table 0-15: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for gait-based kinematic values that will be considered a clinical change and not just due to measurement 

error. We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Statistical Confidence 

 80% 95% 99% 

Walk - Peak Flexion Angle (degrees) 4.5 6.9 11.7 
Walk - Peak Extension Angle (degrees) 1.3 2.0 3.4 
Walk - Peak Abduction Angle (degrees) 3.2 4.9 8.3 
Walk - Peak Adduction Angle (degrees) 0.9 1.4 2.4 
Stair Up - Peak Extension Angle (degrees) 8.2 12.5 21.0 
Stair Down - Peak Flexion Angle (degrees) 7.8 11.8 20.0 

 

 

4.4.4    Repeatability of Gait-based Coordinate System Kinetics 

SDrms showed the smallest value to occur in the walk peak abduction moment and chair 

sit peak flexion moment measures (both 0.05N.m/kg). The largest SDrms was seen to occur in the 

chair ascent peak adduction moment (0.18N.m/kg) (Table 0-16). The overall mean values for 

each of the measures ranged from 0.11N.m/kg to 0.67N.m/kg. The biggest values occurred in the 

stair ascent peak extension moment and stair descent peak flexion moment measures 

(0.67N.m/kg and 0.62N.m/kg respectively). The lowest occurred in the walk peak abduction 

moment measure (0.04N.m/kg). See Appendix D for the three trial values for each of the 

participants. 
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Table 0-16: Gait-based mean and SD values per participant and overall mean and SDrms values per measure of peak frontal and 

sagittal knee moments for walking, chair and stair tasks. The table reports the absolute values of these measures. 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms

 

Walk - Peak Flexion Moment 
(N.m/kg) 

0.23 0.05 0.14 0.08 0.04 0.00 0.02 0.01 0.15 0.06 0.11 0.07 

Walk - Peak Extension Moment 
(N.m/kg) 

0.30 0.09 0.26 0.03 0.17 0.04 0.18 0.04 0.27 0.05 0.24 0.07 

Walk - Peak Abduction Moment 
(N.m/kg) 

0.17 0.02 0.17 0.01 0.15 0.07 0.24 0.04 0.14 0.03 0.18 0.05 

Walk - Peak Adduction Moment 
(N.m/kg) 

0.32 0.02 0.43 0.06 0.48 0.14 0.30 0.03 0.26 0.07 0.36 0.08 

Chair Rise - Peak Extension 
Moment (N.m/kg) 

0.14 0.05 0.24 0.01 0.17 0.12 0.12 0.02 0.09 0.00 0.15 0.06 

Chair Rise - Peak Adduction 
Moment (N.m/kg) 

0.42 0.07 0.65 0.05 0.57 0.21 0.96 0.11 0.39 0.03 0.60 0.18 

Chair Down - Peak Flexion 
Moment (N.m/kg) 

0.13 0.05 0.14 0.03 0.25 0.04 0.11 0.02 0.12 0.05 0.20 0.05 

Chair Down - Peak Abduction 
Moment (N.m/kg) 

0.43 0.10 0.39 0.05 0.60 0.06 0.75 0.15 0.26 0.06 0.48 0.14 

Stair Up - Peak Extension Moment 
(N.m/kg) 

0.32 0.14 0.39 0.26 1.10 0.20 1.23 0.13 0.33 0.10 0.67 0.16 

Stair Down - Peak Flexion 
Moment (N.m/kg) 

0.76 0.13 0.77 0.19 0.66 0.09 0.43 0.03 0.49 0.03 0.62 0.11 

 

The walk sagittal kinetic measures had the smallest confidence intervals (Table 0-17). 

The smallest confidence intervals were for chair sit peak abduction moment and stair descent 

peak flexion moment (±0.1 N.m/kg for both). The statistical confidence ranged from ±0.1 

N.m/kg to ±0.6 N.m/kg for walk activity, ±0.2 N.m/kg to ±0.6 N.m/kg for chair activity, and 

±0.3 N.m/kg to ±0.7 N.m/kg for stair activity. The largest confidence intervals were for stair 

ascent peak extension moment; they were found to be ±0.3 N.m/kg at 80% confidence, ±0.4 

N.m/kg at 95% confidence and ±0.7 N.m/kg at 99% confidence.  

 
Table 0-17: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for gait-based kinetic values that will be considered a clinical change and not just due to measurement error. 

We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-score 

 Statistical Confidence 

 80% 95% 99% 

Walk - Peak Flexion Moment (N.m/kg) ±0.1 ±0.1 ±0.2 
Walk - Peak Extension Moment (N.m/kg) ±0.1 ±0.1 ±0.2 
Walk - Peak Abduction Moment (N.m/kg) ±0.1 ±0.1 ±0.1 
Walk - Peak Adduction Moment (N.m/kg) ±0.1 ±0.2 ±0.3 
Chair Rise - Peak Extension Moment (N.m/kg) ±0.1 ±0.1 ±0.2 
Chair Rise - Peak Adduction Moment 
(N.m/kg) 

±0.2 ±0.3 ±0.5 

Chair Down - Peak Flexion Moment (N.m/kg) ±0.2 ±0.4 ±0.6 
Chair Down - Peak Abduction Moment 
(N.m/kg) 

±0.1 ±0.2 ±0.4 

Stair Up - Peak Extension Moment (N.m/kg) ±0.3 ±0.4 ±0.7 
Stair Down - Peak Flexion Moment (N.m/kg) ±0.1 ±0.2 ±0.4 
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4.5   MRI-based and Gait-based Outcomes Comparison 

SDrms for the MRI-based and gait-based coordinate system were most similar in the walk 

peak flexion angle measure (MRI: 3.6° and gait: 4.1°) (Figure 0-1). They differed the most in the 

stair ascent peak extension angle measure (MRI: 9.7° and gait: 7.2°) and the stair descent peak 

flexion angle (MRI: 10.8° and gait: 7.6°). In the walk peak abduction and adduction angle 

measures, the difference between the two measures was 1.1° and 0.6°, respectively. In all but the 

walk peak flexion angle measure, the gait-based outcome measures had a better repeatability 

than the MRI-based outcome measures. 
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Figure 0-1: SDrms plot for all kinematic measures for MRI-based and gait-based values. 
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The MRI-based and gait-based SDrms for the kinetic measures were seen to be most 

similar in the walk sagittal moments (difference: 0.02N.m/kg – 0.03N.m/kg) and the chair frontal 

moments (difference: 0.01N.m/kg – 0.02N.m/kg) (Figure 0-2). The repeatability values of the 

two methods differed the most in walk frontal moments (difference: 0.13N.m/kg – 0.16N.m/kg) 

and stair descent peak flexion moment (difference: 0.14N.m/kg). The gait-based outcome 

measures had lower SDrms in seven out of ten of the measures including the walk sagittal moment 

measures and the stair ascent peak extension moment measure. In the seven measures where 

gait-based SDrms was lower, the difference between the SDrms of the two methods ranged from 

0.07N.m/kg to 0.16N.m/kg. In the other three measures where MRI-based was lower, the 

difference ranged from 0.02N.m/kg to 0.06N.m/kg. The difference in SDrms between the two 

methods was as low as 0.01N.m/kg and 0.02N.m/kg in the chair frontal moments. 
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Figure 0-2: SDrms plot for all kinetic measures for MRI-based and gait-based values. 
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The Bland-Altman analysis outcomes for kinematic measures showed only the stair 

ascent peak extension angle measure to have more than one mean difference point outside of the 

limits of agreement (Table 0-18). The upper limit of agreement ranges from 3° to 17.4° and the 

lower limit of agreement to range from -19.1° to -1°. The limit of agreement range values ranged 

from 4.0° to 31.4° and the overall mean difference values ranges from -1° to 5.5°. Walk peak 

extension and abduction angle Bland-Altman plots had a slight skew to the right. Bland-Altman 

plots for all measures can be seen in Appendix E.  

 

Table 0-18: Bland Altman limit of agreement values, range and number of points outside of range for all kinematic measures 

 Upper Limit of 

Agreement 

Lower Limit of 

Agreement 

Limit of 

Agreement Range 

Overall Mean 

Difference 

(Bias) 

Number of Points 

Outside the Limits 

Walk - Peak Flexion Angle 

(degrees) 

9.0 -11.0 20.0 -1.0 1 

Walk - Peak Extension Angle 

(degrees) 

11.3 -4.8 16.1 3.4 1 

Walk - Peak Abduction Angle 

(degrees) 

17.4 -6.4 23.8 5.5 1 

Walk - Peak Adduction Angle 

(degrees) 

3.0 -1.0 4.0 1.0 1 

Stair Up - Peak Extension 

Angle (degrees) 

12.3 -19.1 31.4 -3.4 2 

Stair Down - Peak Flexion 

Angle (degrees) 

11.8 -13.1 25.0 -0.6 1 

 

The outcomes of the Bland-Altman analysis for kinetic measures showed only the walk 

peak flexion moment and walk peak abduction moment measures to have more than one mean 

difference point outside the limits of agreement (Table 0-19). The upper limit of agreement 

ranged from 0.10N.m/kg to 1.05N.m/kg. The lower limit of agreement ranged from -0.83N.m/kg 

to 0.14N.m/kg. The limit of agreement range values ranged from 0.32N.m/kg to 1.88N.m/kg and 

the overall mean difference values ranged from -3.4N.m/kg to 5.5N.m/kg. Walk peak abduction 

and abduction moment Bland-Altman plots had a slight skew to the right. Bland-Altman plots for 

all measures can be seen in the Appendix E.  
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Table 0-19: Bland-Altman limit of agreement values, range and number of points outside of range for all kinetic measures 

 Upper Limit 
of Agreement 

Lower Limit of 
Agreement 

Limit of 
Agreement 
Range 

Overall Mean 
Difference (Bias) 

Number of Points 
Outside the 
Limits 

Walk - Peak Flexion 
Moment (N.m/kg) 

0.13 -0.19 0.32 -0.02 2 

Walk - Peak Extension 
Moment (N.m/kg) 

0.22 -0.22 0.44 0.001 0 

Walk - Peak Abduction 
Moment (N.m/kg) 

0.72 -0.05 0.77 0.33 2 

Walk - Peak Adduction 
Moment (N.m/kg) 

0.99 0.02 0.97 0.56 0 

Chair Rise - Peak 
Extension Moment 
(N.m/kg) 

0.82 0.14 0.68 0.5 0 

Chair Rise - Peak 
Adduction Moment 
(N.m/kg) 

0.42 -0.76 1.18 -0.17 0 

Chair Down - Peak 
Flexion Moment 
(N.m/kg) 

0.83 -0.25 1.08 0.29 0 

Chair Down - Peak 
Abduction Moment 
(N.m/kg) 

0.1 -0.41 0.51 -0.15 1 

Stair Up - Peak 
Extension Moment 
(N.m/kg) 

0.64 -0.43 1.07 0.11 0 

Stair Down – Peak 
Flexion Moment 
(N.m/kg) 

1.05 -0.86 1.88 0.11 0 

 

 

4.6 Repeatability of qMRI-Contact Integration 

In this section, results from novel qMRI-contact integration measures are reported for the 

medial and lateral compartments. All of the measures are difference measures where the negative 

values indicate a higher T2 in the larger region; specifically, inside the contact region relative to 

outside the contact region for measures where contact is the smaller region (i.e. regional-contact 

area) and higher T2 outside the centroid region relative to inside the centroid region where 

contact is the bigger region (contact-area centroid). The missing values for the unloaded case of 

three trials for participant 1 and one trial for participant 2 seen in this section are due to MRI 

sequence errors in the data collection of this data.  

4.6.1 qMRI-Contact Integration Outcomes – Medial Compartment 

The SDdiff of the qMRI-contact integration outcomes for the medial compartment was 

generally smaller in unloaded than loaded cartilage (Table 0-20).The SDdiff in the loaded case 

ranged from 0.7 ms to 25.6 ms and the unloaded case ranged from 0.5 ms to 20.6 ms. The 
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repeatability of the qMRI-contact integration outcomes for the loaded and unloaded cases follow 

almost the same patterns of smallest to largest with regional-contact maximum difference being 

the largest SDdiff and regional-contact minimum difference being the lowest SDdiff. Although 

regional-contact minimum difference had the smallest SDdiff, the overall mean of the difference 

measure is also small in these measures (loaded: -0.7ms and unloaded: -0.3ms).  

The biggest overall mean value (absolute difference), occurred in the contact-centroid SD 

difference (9.5ms and 10.1ms in loaded and unloaded, respectively) and were both negative 

values (meaning that the T2 is larger in the area around the centroid). This measure was 3.5ms in 

the loaded and 2.4ms in the unloaded compartment. The overall mean for loaded and unloaded 

medial mean difference measures (regional-contact mean difference, contact-centroid mean 

geometric difference, contact-centroid mean T2-weighted difference (denoted with II in table)), 

ranged from -3.3ms to 2.1ms. For the maximum and minimum difference (regional-contact 

maximum difference, regional-contact minimum difference) the overall mean values ranged 

from -0.7 to 0.6ms. For the standard deviation difference values (regional-contact standard 

deviation difference, contact-centroid standard deviation difference, contact-centroid standard 

deviation difference II), the overall mean values ranged from -10.1ms to 0.7ms. See Appendix F 

for the three trial values for each of the participants. 
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Table 0-20: Means and SDs per participant and overall mean and SDrms of qMRI T2-contact integration outcomes for loaded and 

unloaded cases in the medial compartment. Contact-centroid mean difference and SD difference without II represents the 

geometric-weighted centroid measures while with II indicates the T2-weighted centroid measures. Negative values indicate a 

higher T2 in the larger region; specifically, inside the contact region relative to outside the contact region for measures where 

contact is the smaller region (i.e. Regional-Contact Area) and higher T2 outside the centroid region relative to inside the centroid 

region where contact is the bigger region (Contact Area-Centroid) 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
diff

 

 Medial Loaded 

Regional-Contact Mean Diff. (ms) -6.5 8.3 4.0 6.9 -1.6 2.2 -5.2 1.9 -2.6 2.7 -2.4 7.2 

Regional-Contact SD Diff. (ms) 0.4 2.6 2.2 2.0 2.5 2.3 0.5 1.5 -2.8 5.7 0.5 4.6 

Regional-Contact Max Diff. (ms) 2.7 17.6 16.4 11.3 7.1 15.7 -3.5 24.9 -19.7 13.3 0.6 25.6 

Regional-Contact Min Diff. (ms) -1.6 0.6 -0.2 0.2 -0.9 1.2 -0.2 0.2 -0.4 0.5 -0.7 0.7 

Contact-Centroid Mean Diff. (ms) -4.4 8.4 -11.5 7.2 4.6 2.8 5.6 1.4 -1.3 3.1 -1.4 11.7 

Contact-Centroid SD Diff (ms) -9.6 3.5 -5.6 2.9 -7.7 0.4 -10.0 1.9 -14.6 6.0 -9.5 7.6 

Contact-Centroid Mean Diff. II (ms) -0.4 5.7 -9.4 3.5 2.8 3.7 -1.1 8.8 12.9 16.2 1.0 11.1 

Contact-Centroid SD Diff II (ms) -10.0 3.2 -8.2 4.4 -9.1 1.6 -9.3 1.7 -10.1 5.4 -9.3 7.6 

 Medial Unloaded 

Regional-Contact Mean Diff. (ms)   18.1 11.6 -5.8 2.9 -0.9 6.1 -3.2 3.2 2.1 5.2 

Regional-Contact SD Diff. (ms)   8.9 6.6 -2.3 1.6 0.8 4.2 -4.7 2.1 0.7 4.5 

Regional-Contact Max Diff. (ms)   48.5 10.5 -30.8 2.4 1.3 18.8 -20.7 17.1 -0.4 20.6 

Regional-Contact Min Diff. (ms)   0.1 0.2 -1.0 1.2 -0.1 0.2 -0.1 0.2 -0.3 0.5 

Contact-Centroid Mean Diff. (ms)   -5.9 1.3 -3.2 1.0 6.8 10.5 0.8 7.5 -0.4 6.8 

Contact-Centroid SD Diff (ms)   -3.4 1.3 -11.8 2.3 -11.2 3.6 -14.2 2.0 -10.1 5.1 

Contact-Centroid Mean Diff. II (ms)   9.4 6.7 -1.5 2.3 -15.2 11.6 -5.7 1.0 -3.3 8.2 

Contact-Centroid SD Diff II (ms)   -5.7 2.1 -11.2 1.7 -9.9 2.9 -12.7 3.3 -9.9 5.1 

 

 

For both loaded and unloaded cases, the regional-contact minimum measure had the 

smallest confidence intervals (Table 0-21); the value of these were ±0.8ms and ±0.7ms, 

respectively. The statistical confidence intervals ranged from ±6.7ms to ±30.1ms for the mean 

difference measures, ±5.7ms to ±19.6ms for SD difference measures, ±26.3ms to ±66ms for 

maximum difference measures, and ±0.7ms to ±1.7ms for minimum difference measures. The 

largest confidence intervals were for loaded contact-centroid mean difference, with values of 

±32.7ms at 80% confidence, ±50.1ms at 95% confidence and ±66ms at 99% confidence.  
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Table 0-21: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for medial loaded and unloaded T2-contact integration values that will be considered a clinical change and not 

just due to measurement error. We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed 

z-score 

 Confidence Interval 

 80% 95% 99% 

 Medial Loaded 

Regional-Contact Mean Diff. (ms) ±9.2 ±14.0 ±18.5 

Regional-Contact SD Diff. (ms) ±5.8 ±8.9 ±11.8 

Regional-Contact Max Diff. (ms) ±32.7 ±50.1 ±66.0 

Regional-Contact Min Diff. (ms) ±0.8 ±1.3 ±1.7 

Contact-Centroid Mean Diff. (ms) ±14.9 ±22.9 ±30.1 

Contact-Centroid SD (ms) ±9.7 ±14.9 ±19.6 

Contact-Centroid Mean Diff. II (ms) ±14.2 ±21.8 ±28.6 

Contact-Centroid SD II (ms) ±9.7 ±14.8 ±19.5 

 Medial Unloaded 

Regional-Contact Mean Diff. (ms) ±6.7 ±10.2 ±13.4 

Regional-Contact SD Diff. (ms) ±5.7 ±8.8 ±11.5 

Regional-Contact Max Diff. (ms) ±26.3 ±40.3 ±53.1 

Regional-Contact Min Diff. (ms) ±0.7 ±1.1 ±1.4 

Contact-Centroid Mean Diff. (ms) ±8.8 ±13.4 ±17.7 

Contact-Centroid SD (ms) ±6.5 ±10.0 ±13.2 

Contact-Centroid Mean Diff. II (ms) ±10.5 ±16.1 ±21.1 

Contact-Centroid SD II (ms) ±6.5 ±9.9 ±13.0 

 

 

4.6.2 qMRI-Contact Integration Outcomes – Lateral Compartment 

Unlike the medial compartment qMRI-contact integration measures, the loaded 

repeatability were smaller than the unloaded (Table 0-22). The lateral repeatability values were 

generally smaller than the medial repeatability except in the regional-contact min difference 

measure. The SDdiff values ranged from 3.0ms to 12.9ms in loaded cartilage and 2.6ms to 20.8ms 

in unloaded cartilage. The repeatability of the loaded qMRI-contact integration outcomes 

followed almost the same patterns of smallest to largest as the unloaded with regional-contact 

maximum difference being the largest SDdiff and regional-contact minimum difference being the 

smallest.   

The overall mean values for loaded and unloaded lateral mean difference measures 

(regional-contact mean difference, contact-centroid mean difference, contact-centroid mean 

difference II) ranged from -6.9ms to 2.2ms. For the maximum and minimum difference 

(regional-contact maximum difference, regional-contact minimum difference), overall means 

ranged from -3.4 to 20.8ms. For the standard deviation difference values (regional-contact 

standard deviation difference, contact-centroid standard deviation difference, contact-centroid 

standard deviation difference II), overall means ranged from -9.1ms to 6.2ms. See Appendix F 

for the three trial values for each of the participants. 
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Table 0-22: Means and SDs per participant and overall mean and SDrms of qMRI T2-contact integration outcomes for loaded and 

unloaded cases in the lateral compartment. Contact-centroid mean difference and SD difference without II represents the 

geometric-weighted centroid measures while with II indicates the T2-weighted centroid measures. Negative values indicate a 

higher T2 in the larger region; specifically, inside the contact region relative to outside the contact region for measures where 

contact is the smaller region (i.e. Regional-Contact Area) and higher T2 outside the centroid region relative to inside the centroid 

region where contact is the bigger region (Contact Area-Centroid) 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
diff

 

 Lateral Loaded 

Regional-Contact Mean Diff. (ms) -4.3 4.6 0.4 4.6 -9.0 6.0 -1.5 4.0 -1.8 1.8 -3.2 5.2 

Regional-Contact SD Diff. (ms) 1.7 2.7 3.3 1.9 5.8 2.7 9.3 4.5 2.9 2.0 4.6 3.0 

Regional-Contact Max Diff. (ms) 13.1 10.1 23.6 8.6 9.3 14.1 38.9 17.6 14.8 13.0 19.9 12.9 

Regional-Contact Min Diff. (ms) -4.4 4.3 -1.2 1.6 -13.9 2.5 -0.8 1.0 -0.8 1.0 -4.2 2.4 

Contact-Centroid Mean Diff. (ms) -5.8 3.1 -0.9 3.0 -10.4 5.1 3.3 7.6 -1.5 6.5 -3.0 8.8 

Contact-Centroid SD Diff (ms) -7.9 0.9 -6.8 2.1 -7.9 2.2 -7.7 0.8 -12.1 2.1 -8.5 4.0 

Contact-Centroid Mean Diff. II (ms) -0.9 8.5 -3.1 2.2 -3.9 2.8 -0.6 9.9 -8.6 10.7 -3.4 9.1 

Contact-Centroid SD Diff II (ms) -6.8 2.7 -5.9 0.8 -8.3 2.1 -6.5 1.4 -11.6 0.9 -7.8 3.8 

 Lateral Unloaded 

Regional-Contact Mean Diff. (ms)   -9.4 2.7 -7.5 4.6 -11.3 1.8 0.8 4.9 -6.9 5.6 

Regional-Contact SD Diff. (ms)   2.6 2.2 4.8 2.8 2.4 1.0 4.8 3.8 3.7 3.7 

Regional-Contact Max Diff. (ms)   25.8 14.5 11.3 18.9 2.9 1.8 43.6 14.2 20.8 20.8 

Regional-Contact Min Diff. (ms)   -0.7 0.6 -11.1 5.7 -1.5 0.9 -0.2 0.1 -3.4 2.6 

Contact-Centroid Mean Diff. (ms)   6.9 4.2 -1.8 1.9 -2.4 8.5 6.1 7.1 2.2 10.5 

Contact-Centroid SD (ms)   -9.9 0.4 -6.0 2.2 -10.6 4.4 -9.9 3.3 -9.1 6.0 

Contact-Centroid Mean Diff. II (ms)   4.3 3.8 -3.6 5.4 -9.6 6.9 -4.4 4.6 -3.3 9.7 

Contact-Centroid SD II (ms)   -7.9 1.7 -6.3 2.3 -9.6 4.5 -8.8 2.9 -8.1 6.2 

 

 

For both loaded and unloaded cases, the regional-contact minimum measure had the 

smallest confidence interval measure (Table 0-23); the value of these were ±3.1ms and ±3.3ms, 

respectively. The statistical confidence ranged from ±6.6ms to ±23.5ms for the mean difference 

measure, ±3.8ms to ±10.3ms for SD difference, ±16.5ms to ±53.5ms for maximum difference 

and ±3.1ms to ±6.7ms for minimum difference. The largest confidence interval was for loaded 

contact-centroid mean difference with values of ±26.6ms at 80% confidence, ±40.7ms at 95% 

confidence and ±53.5ms at 99% confidence.  
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Table 0-23: Based on our SDrms values, the values in this table represent the minimum change that we expect to see in ACL-

injured individuals for lateral loaded and unloaded T2-contact integration values that will be considered a clinical change not just 

due to measurement error. We express these outcomes with 80%, 90% and 95% statistical confidence based on a two-tailed z-

score 

 Confidence Interval 

 80% 95% 99% 

 Lateral Loaded 

Regional-Contact Mean Diff. (ms) ±6.6 ±10.2 ±13.4 

Regional-Contact SD Diff. (ms) ±3.8 ±5.8 ±7.7 

Regional-Contact Max Diff. (ms) ±16.5 ±25.3 ±33.2 

Regional-Contact Min Diff. (ms) ±3.1 ±4.8 ±6.3 

Contact-Centroid Mean Diff. (ms) ±11.3 ±17.3 ±22.8 

Contact-Centroid SD (ms) ±5.1 ±7.8 ±10.3 

Contact-Centroid Mean Diff. II (ms) ±11.7 ±17.9 ±23.5 

Contact-Centroid SD II (ms) ±4.9 ±7.4 ±9.8 

 Lateral Unloaded 

Regional-Contact Mean Diff. (ms) ±7.2 ±11.0 ±14.5 

Regional-Contact SD Diff. (ms) ±4.7 ±7.2 ±9.5 

Regional-Contact Max Diff. (ms) ±26.6 ±40.7 ±53.5 

Regional-Contact Min Diff. (ms) ±3.3 ±5.1 ±6.7 

Contact-Centroid Mean Diff. (ms) ±13.4 ±20.5 ±27.0 

Contact-Centroid SD (ms) ±7.7 ±11.8 ±15.5 

Contact-Centroid Mean Diff. II (ms) ±12.4 ±19.0 ±25.0 

Contact-Centroid SD II (ms) ±7.9 ±12.2 ±16.0 

 

 

4.6.3 Repeatability of Load-Unload qMRI T2-contact Integration Outcomes – Cluster Maps 

The SDrms indicate the T2-increase cluster maps were more repeatable, particularly on the 

lateral side (0.0 – 0.3 # of clusters). The measure with the highest SDrms was the number of 

clusters in and around the loaded contact on the medial side (0.9) (Table 0-24). The medial side 

had overall mean number of clusters ranging from 1.3 – 1.4 and in the lateral side the overall 

mean clusters range from 0.3 to 0.8. The number of clusters within and around the contact in 

loaded cartilage is generally higher (0.8 to 1.4) than that found within and around the unloaded 

cartilage (0.25 – 1.4).  

 
Table 0-24: Mean and SD per participant and overall mean and SDrms values of the number of T2-increase (unload to load) and 

T2-decrease (unload to load) cluster regions present within the contact area under loaded and unloaded cartilage. M - Medial side, 

L - Lateral side. The decimal values are from finding the mean of an integer number of clusters from each trial. 

 Participant 1 Participant 2 Participant 3 Participant 4 Participant 5 Overall Values 

 Mean SD Mean SD Mean SD Mean SD Mean SD Overall 
Mean 

SD
rms

 

 Unloaded Contact 

T2-increase (from unloaded 
to loaded) 

  0.5M, 
1.0L 

0.7M, 
0.0L 

1.3M, 
0.0L 

0.6M, 
0.0L 

2.0M, 
0.0L 

1.0M, 
0.0L 

1.3M, 
0L 

0.6M, 
0.0L 

1.3M, 
0.25L 

0.2M, 
0L 

T2-decrease (from unloaded 
to loaded) 

  1.5M, 
0.5L 

0.7M, 
0.7L 

1.3M, 
0.5L 

0.6M, 
0.6L 

1.0M, 
1.3L 

0.0M, 
0.6L 

1.7M, 
0.3L 

0.6M, 
0.6L 

1.4M, 
0.7L 

0.3M, 
0.1L 

 Loaded Contact 

T2-increase (from unloaded 
to loaded) 

  0.5M, 
0.5L 

0.7M, 
0.7L 

2.7M, 
1.0L 

0.6M, 
1.0L 

0.6M, 
1.2L 

0.6M, 
1.2L 

1.7M, 
0.3L 

0.6M,
0.6L 

1.4M, 
0.8L 

0.3M, 
0.3L 

T2-decrease (from unloaded 
to loaded) 

    1.5M, 
0.5L 

0.7M, 
0.7L 

2.0M, 
1.3L 

0M, 
0.6L 

0.0M, 
0.6L 

0.0M, 
0.6L  

2M, 
0.7L 

1M, 
0.6L 

1.4M, 
0.8L 

0.5M, 
0.1L 
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To provide some context, an illustrative example of how the number of clusters in and 

around the cluster region was determined is shown for one participant (Figure 0-3). From this 

figure, it can be seen that the cluster areas and their centroids were close to and around the 

contact area centroids (T2-weighted and geometric) and within and around the edges of the 

contact regions. In the case of the T2-increase maps at the top (Figure 22 a and b), there were two 

cluster centroids within and around the fully extended contact and three cluster centroids within 

and around the flexed contact region on the medial side and none on the lateral. For the T2-

decrease maps at the bottom (Figure 22 c and d), there was one cluster centroid within and 

around the fully-extended contact on both sides and two each in and around the flexed contact 

area on both sides. 
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Figure 0-3: Sample of 2-D visualization map of particularly big difference between loaded and unloaded cartilage represented as clusters. The red boundaries indicate the outer 

boundary of the contact region. Top: T2-decrease cluster maps with a) contact under loaded cartilage and b) contact under unloaded cartilage. Bottom: T2- increase cluster maps 

with a) contact under loaded cartilage and b) contact under unloaded cartilage. The white arrows show the cluster centroid counts in and around the contact area region
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Chapter 5 

DISCUSSION 

 

In this section, insights from the results with respect to the literature are expounded upon. 

The discussion is guided by the study’s three research questions: 1) What is the repeatability of 

qMRI, mechMRI and gait analysis measures? 2) What is the repeatability of the kinematic and 

kinetic outcomes using a MRI-based anatomical system and a standard gait coordinate system? 

3) Is there a link between qMRI T2 and contact area values in cartilage? 

5.1 What is the repeatability qMRI, mechMRI and gait analysis measures? 

The overarching objective of this work is to show the repeatability, expressed as SDrms 

and SDdiff, of specific qMRI, mechMRI and gait analysis measures that can be used to guide 

future work in the study of the ACL-injured population. This section goes over each of the three 

measurement systems to discuss repeatability and how the results may be applied to the study of 

ACL-injured individuals. 

5.1.1 qMRI T2 Relaxation Time 

Our qMRI T2 relaxation time and repeatability values fall within the same range as the 

literature. From the literature, the T2 relaxation time of healthy cartilage has been seen to range 

from 22 – 47ms [9, 72, 73, 75]. T2 relaxation times depend on the sequence used, and so direct 

comparisons of magnitude cannot be made between studies [76]. The mean T2 values from this 

study range from 25.3ms – 26.9ms which falls within the expected range of values. The CVrms 

for T2 in our study ranges from 10.2% to 16.3%.  This aligns with repeatability values from the 

literature which have been seen to range from 4% – 29 % [72, 74]. Past work from our research 

group with similar techniques, found CVrms of less than 15% [9]. All of our measures were less 

than this, except lateral unloaded cartilage which had a slightly higher CVrms of 16.7%. The 

slightly higher CVrms values may be due to our lower mean values compared to results from past 

work in our research group, however, the SDrms is within a similar range. The difference in 

magnitude is likely due to the different MRI parameters used in the present study. In the 

literature, the medial region generally has larger CVrms than the lateral region which agrees with 

our findings [9, 72, 73, 75].  

The confidence intervals for the T2 relaxation time measures (Table 0-4) are useful 

because they represent the minimum detectible difference to show a true effect between groups 

or conditions in future studies. For example, the difference between healthy and ACL-injured T2 
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relaxation times range from 3 – 5ms in the literature [6, 174]. Looking at our confidence interval 

table (Table 0-4), this falls within 80% confidence (unloaded: ±4.9ms); all other confidence 

intervals were greater than this. It should be noted that our results are for only five participant 

and could potentially be an over-estimate of the repeatability; however, our findings are within 

the range of most studies in the literature. 

Some conditions were seen to have larger SDrms than others. Loaded T2 measures are 

seen to have a slightly smaller SDrms than unloaded measures as well as lateral having smaller 

SDrms than medial. The measures with smaller SDrms could be of interest in the study of ACL-

injured individuals. 

It is important to assess regional mean T2 relaxation times as well as differences in T2 

relaxation times between loaded and unloaded conditions, in order to identify regions where the 

difference are not only most pronounced but have smaller SDrms. Comparing the SDrms values of 

the difference measures (between loaded and unloaded), the trochlear region has the smallest 

value even though its overall mean showed that the loaded trochlea had a higher T2 relaxation 

time. This may be because the trochlear region loads were small. Monu et al found interesting 

results in the trochlear region with clusters of increased T2 relaxation times, which may indicate 

degeneration, in ACL-injured individuals over time [9]. The loaded-unloaded difference measure 

of the medial compartment had the largest SDrms value, as do the medial loaded and unloaded 

compartments separately. It is interesting to note that this same medial compartment is the only 

measure with a negative overall mean value (generally higher unloaded than loaded T2 relaxation 

times) and so it is possible that the negative value may be due to measurement error.  

Previous studies that have assessed T2 relaxation times in loaded and unloaded conditions 

have seen lower values in the loaded case. When studying the whole plate or compartment, our 

results however show only a few cases where the loaded T2 relaxation time is lower than the 

unloaded. This occurred in two cases in the general, three cases in medial, five cases in lateral, 

and four cases in trochlear regions ranging from -0.1ms to -0.8ms. An increase in T2 (from 

unloaded to loaded) was observed more often and ranged from 0.3ms to 8ms. The inconsistency 

of our results with the literature may be due to the fact that our assessment was carried out 

specifically within the contact area over which there is a pressure gradient under load. It is 

expected that some regions within the contact region may in fact increase, while other areas 

decrease, and this highlights the importance of exploring the change within the contact area. A 
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limitation, however, is that the resolution may not be sufficient to clearly distinguish between 

cartilage that is adjacent versus within the loaded region. Schoenbauer et al [83] found 

consistently lower T2 relaxation times after the cartilage was loaded for greater than 7 minutes. 

Nishii et al [82] found similar results for cartilage that was pre-loaded for 6 – 9 minutes before 

scan. Also, significant change in T2 was detected under dynamic loading only after high knee 

loading activities such as deep knee bending and running [175]. The knees of participants in the 

present study were only loaded at approximately 20% body weight which may not be a large 

enough load. Further, they held the load for approximately 3.5 minutes which may not have been 

a long enough time to see similar trends as in the literature. Our scans were also carried out in the 

evening, meaning that the participants had been loading their joints all day. A longer period of 

offloading before the unloaded scan and a longer period of loading before the loaded scan may 

be required to see an effect. One challenge with this approach is that since our method will be 

used to assess individuals with knee injury, the loading task must be limited. Exploring the 

unloading and loading protocols, pre-loading activities before MRI scan may be useful in future 

studies. 

In the ACL-injured population, it is expected that T2 relaxation times will be higher in the 

unloaded cartilage compared to the healthy population [136]. As ACL-injury causes a 

breakdown in the cartilage matrix, it is likely that there will be a clearer distinction between 

loaded and unloaded cartilages [9, 136]. This would even be better if loading conditions are more 

carefully created such as preloading for loaded cartilage and offloading limb before unloaded 

cartilage scan.  

5.1.2 Contact Area and Contact Area Centroid Translation (mechMRI) 

Our findings for contact area show similar magnitudes and trends as in the literature with 

reasonable repeatability for most measures. In Patel et al’s work, contact area for healthy 

individuals taken at six angles of flexion between 0 and 60 degrees, ranges from 370 mm2 – 440 

mm2 [14]. Similarly, in our study, contact area ranged from 387.2 mm2 – 405.1 mm2 except in 

the lower flexion angle medial contact area where it is 513.3 mm2. The reason for this 

particularly large medial contact area in the lower flexion angle as compared to Patel’s work, 

may be due to the difference in our loading mechanisms. While our study loaded participants’ 

knees at a load proportional to their body weight (20% BW – 110N – 144N), in Patel’s work, 

participants maintained a load of 133 N applied to the foot [14]. It is possible that bigger joint 
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sizes in participants of higher body weight could contribute to why contact area in our study was 

larger at such flexion angles (mean: 21.5° degrees of flexion). This factor may also be the reason 

for higher CV rms in our study - they reported CV values of 6.3% - 11.4% while our study reports 

CVrms values of 11.1% - 19.6%.  Also, unlike our study that based our CVrms on three trials on 

different days, their CV values are based on 3 trials within the same day and within the same MR 

session. Carpenter et al report SD values (52 mm2 – 77 mm2) that are more similar in range to 

our SDrms values (41.8 mm2 – 82.1 mm2) except in our medial contact area of the lower flexion 

angle (105.9 mm2). The Carpenter et al study, however, only evaluated contact area at full 

extension and 60 degrees of flexion which may also explain their smaller contact area values 

ranging from 81mm2 to 361mm2.  

The confidence intervals calculated for contact area (Table 0-8) are useful for defining 

the minimum detectible difference between groups or conditions in future studies. For example, 

the difference between healthy and ACL-injured for contact area measures have been seen to 

average 62 mm2 overall [14, 15]. Looking at our confidence interval table in Table 0-8, this only 

falls within 80% confidence of fully extended limb and not for any other measure or confidence 

interval. Thus, in this case one could be 80% confident that this was a true statistical difference. 

It is difficult to know if, if we had a bigger population (greater than n = 5), we would still get 

these confidence interval numbers. 

Like Carpenter and Patel’s work, our contact area is larger in the medial side with the 

lateral side not changing much from fully extended to higher flexion angles. Interesting to note is 

that in general, our lateral contact area has a lower SDrms (45.9 mm2 - 49.6 mm2) than our medial 

contact area (41.8 mm2 – 105.9 mm2) which lines up with the findings of Patel et al and 

Carpenter et al [14, 15]. Carpenter et al found a larger mean difference in contact area change 

from extension to flexion, between that of ACLR and contralateral knees for the medial side to 

be 8 mm2 and that of the lateral side to 37 mm2  [15]. From Carpenter et al’s study, the larger 

difference in the lateral side may indicate that it is more sensitive to differences in injured and 

healthy knees. This together with the smaller repeatability for lateral measures seen in our study, 

may give us more confidence in applying these measures in the study of ACL-injured 

individuals. Furthermore, medial contact area and particularly at the lower flexion angle had the 

largest SDrms. The smallest SDrms for contact area occurred in the fully extended measures 
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(medial and lateral) and these measures as well as the lateral measures (in the low and high 

flexion angle positions), are conditions with the smallest SDrms. 

Our contact area centroid translation patterns seen between the fully extended and the 

two flexed knee positions (low and high flexion) align with what is seen in the literature with 

smaller SDrms on the lateral side where the centroid translation occurs between the lower and 

higher knee flexion angles. Our overall mean translation values were seen to range from 10.2 

mm – 20.2 mm on the medial side and 6.5 mm – 13.4 mm on the lateral side. Patel et al who also 

assessed contact centroid translation in healthy individuals from fully extended to 60 degrees of 

flexion, found the medial contact centroid to translate up to 8mm and the lateral contact centroid 

to translate  up to 5.2 mm [14]. The difference in values between our study and Patel’s work may 

be due to the fact that these translation positions were taken with reference to the tibia as 

opposed to the centroid in the fully extended limb, as was done in our study. It may be for the 

same reason that other studies that reported accuracy and repeatability found smaller values than 

ours, being that the translation was also taken from an anatomical landmark. While our method 

has two points susceptible to variability – the start and end of the translation – choosing an 

anatomical landmark as a reference point only has the end point that is susceptible to variability. 

Examples of studies that assessed centroid translation this way are Logan et al who found 

accuracy of 1.5 mm and Carpenter et al who found reproducibility of 0.9 mm [15, 103]. Our 

SDrms on the other hand, range from 3.9 mm – 4.4 mm on the medial side and 2.6 mm – 3.1 mm 

on the lateral side. Another reason for our larger SDrms may be because it was taken and analysed 

over three days unlike these other studies. It should be noted however, that this data is more 

representative of longitudinal studies that are commonly done when studying ACL-injured 

individuals. Regardless of the difference in repeatability, our translation patterns align with what 

is seen in the literature with more posterior translation of the medial than the lateral side [14, 15, 

176]. Comparing the repeatability of the absolute distances of the contact centroid between the 

three different limb positions, the measures for the lower to higher flexion angle has the smallest 

repeatability value (medial: 10.2 mm and lateral: 6.5 mm). The lateral centroid translation values 

are also have smaller SDrms (6.5 mm – 13.4mm) than the medial (10.2 – 20.2 mm). This may be 

of particular interest in the study of ACL-injured individuals because Logan et al, Carpenter et 

al, and Scarvell et al found more posterior translations of the lateral side of ACL-injured 

individuals than the lateral side of contralateral or healthy individuals [15, 103, 176].  
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5.1.3 Gait Analysis 

This section has been broken down into kinematic and kinetic sections each discussing 

primarily the SDrms values of the measures.  

5.1.3.1 Kinematics 

The overall mean values of all our measures are close to the expected values from the 

literature. For walk peak flexion and extension angle the mean values from past literature range 

from 12.4°- 17.8° and 2.8°- 5.4° respectively [141-144]. Our mean peak flexion and extension 

angles fall close to the literature ranges with 14.7° for walk peak flexion angle and 5.6° for walk 

peak extension angle. The same goes for the frontal walk kinematics with values ranging from 

3.8° to 16° [141, 142, 144] and our mean values falling close to these values at 2.8° and 7.6° for 

peak abduction and adduction angles respectively. Our stair ascent peak extension angle has an 

overall mean of 52.7°and the literature mean values range from 63.1° to 93.4°. Stair descent peak 

extension angle mean in the literature ranges from 64.6° - 90.5° [143-145] and our mean value 

for this measure falls within this range at 77.0°. Scheys et al defined good repeatability to be SD 

values that fall below 5° for all kinematic measures [144]. Using this criterion, all but our stair 

flexion angles are smaller than this number (7.2 – 10.8°).  

Most of our kinematic values fall within the expected range for healthy individuals with 

most with SDrms being less than 5°.  The most repeatable measures in our study are the walk peak 

adduction angle and peak extension angle which aligns with another study with a similar 

experimental setup. Scheys et al did a repeatability study in heathy individuals over three days 

and found walk peak extension and peak adduction angles to have the lowest SD amongst other 

measures that we also assessed. For our walk peak adduction angle, the MRI-based and gait-

based coordinate outcomes have SDrms of 1.4 and 0.8 degrees respectively and for walk peak 

extension angle, 2.8 and 1.1 degrees respectively. Scheys et al’s study found standard deviation 

values to be 1.9 degrees for peak adduction angle and 1.7 degrees for peak extension angle [144]. 

The walk peak adduction and peak extension angles particularly stand out for us because both 

coordinate system methods agree on these two measures as having the smallest SDrms. Although 

the gait-based coordinate outcomes have smaller SDrms than the MRI-based, it is interesting to 

see that for the walk peak adduction angle, both methods show smaller SDrms than that reported 

in Scheys et al’s study. For the walk peak extension angle, Scheys et al’s SD is smaller than our 

MRI-based SDrms but not as small as our gait-based SDrms. These findings are similar to Robbins 

et al’s work with repeatability over two days in OA participants [141], who found smaller 



 

 92  

 

repeatability values in walk peak adduction angle measures than walk peak extension angle 

although the SD values are bigger in this study than ours or Scheys et al’s findings (2.1 degrees 

for walk peak adduction and 6.5 degrees for walk peak extension angle). It is expected that in the 

diseased or injured group, repeatability may be larger because of differences in pathological 

factors between injured individuals and so it is clear that the next study in this project needs to be 

repeatability in the ACL-injured population. 

The highest SDrms were the flexion and extension angles from the stair activity for the 

standard gait- and MRI-based coordinate systems. Further, stair descent was higher than stair 

ascent for both methods (stair ascent peak extension angle SDrms: 9.7° and 7.2°; stair descent 

peak flexion angle SDrms: 10.8° and 7.6°). The stair activities also had the highest SDrms in 

Scheys et al’s study (stair ascent peak extension angle: 6°; stair descent peak flexion angle: 2.4°) 

although the stair descent SDrms is lower than that of stair ascent which is the reverse in our case 

[144]. Our SDrms values for the stair flexion angles are higher than that found in Scheys et al’s 

study and this may be due to the fact that with a wider range of motion as in stair activities, there 

is a higher possibility of kinematic cross-talk. The stair sagittal kinematics SDrms of our study for 

gait based outcomes, was more similar to Protopapadaki et al’s [145] finding of SD of 7.4° for 

stair ascent and 7.11° for stair descent. Protopapadaki’s study, however, was a within day 

repeatability study. From these findings, our gait-based stair sagittal kinematics is better 

recommended than MRI-based because of how close it is to and even lower SDrms than a within-

session repeatability study which is expected to have a lower repeatability value.  

The minimum detectible difference for kinematics, as described by confidence intervals 

(Table 0-15), show that it is likely that we will only be able to detect differences between groups 

or conditions in future studies with 80% confidence. The difference between healthy and ACL-

injured kinematics have been have been seen to average 5º [12, 96]. Looking at our confidence 

interval table in Table 0-15, this only falls within 80% confidence of the walk kinematic 

measures. Again, a larger sample size may alter the values in this table; however, the SDrms 

reported in this thesis are in the range of those reported in the literature. 

A factor that may have increased variability in our study is functional calibration across 

the trials. The functional calibration outcomes (flexion axis, hip and joint center) are dependent 

on the placement of markers on the limb [177]. As no method was taken to ensure that the 

markers were placed at the exact same position across the trials but standard postioning 
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techniques based on using anatomical landmarks were employed. However, there is a possibility 

that this may have impacted our results.  

5.1.3.2 Kinetics 

The overall mean and repeatability values of all our measures in this study, are close to 

the values reported in the literature. To make comparison to the literature, some assumptions had 

to be made to convert to common units. From previous literature, peak sagittal moment mean 

values have been seen to range from 0.28 – 5.6 N.m/kg for walking (SD: 0.11 – 0.23 N.m/kg), 

0.49 – 1.98 N.m/kg for chair tasks (SD: 0.10 – 0.23 N.m/kg) and 0.05 – 0.3 N.m/kg for stair 

tasks (SD: 0.24 – 0.51 N.m/kg) [141, 142, 147, 149, 150]. Results from our study were found to 

have mean values of 0.11 – 0.36 N.m/kg for walking (SDrms: 0.04 – 0.08 N.m/kg), 0.15 – 0.60 

N.m/kg for chair tasks (SDrms: 0.06 – 0.19 N.m/kg) and 0.62 – 0.67 N.m/kg for stair tasks (SDrms: 

0.11 – 0.22 N.m/kg). The frontal plane kinetic mean values are comparable, with walking values 

of 0.38 – 3.2 N.m/kg and chair task values of 0.41 – 2.56 N.m/kg in the literature [141, 142, 148, 

150-152] and walking values of 0.17 - 0.86 and chair task values of 0.33 – 0.56 N.m/kg in our 

study. The slight discrepancy in our values compared to the literature might be a result of having 

the femur and tibia clusters closer to the knee joint than typical. This was done due to the 

limitation of the size of the knee joint field-of-view in MRI scanning. Functional axes generated 

in this condition tend to be steeper than normal when the femur and tibia cluster markers are 

closer together and with this, the knee joint center would have been positioned higher since it 

was defined as lying along the flexion axis. Like in our study, the largest SD and SDrms values 

from the literature are seen to occur in stair ascent peak extension moment and stair descent peak 

flexion moment when compared with the other measures assessed in this study (literature: 0.24 – 

0.51 N.m/kg; our study: 0.11 – 0.22 N.m/kg). All other repeatability values for the measures in 

our study are less than 0.23 N.m/kg.  

Given the confidence intervals calculated for kinetics, the minimum detectible 

differences were less than 0.3 N.m/kg, 0.4 N.m/kg and 0.7 N.m/kg for 80%, 95% and 99% 

confidence, respectively (Table 0-17). From the literature, the difference between healthy and 

ACL-injured kinetic measures is 0.14 N.m/kg on average [12]. Our confidence interval table in 

Table 0-17 shows that this value will fall between 80% and 95% confidence for all walk 

measures except 95% confidence for walk peak adduction moment as well as 80% confidence 

for chair sit peak abduction moment and stair descent peak flexion moment.  
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5.1.3.3 Summary 

In summary, kinematics and kinetics showed different measures with highest and lowest 

SDrms. For kinematics, walk peak adduction and peak extension angles showed the lowest SDrms 

and peak stair flexion angles showed the highest SDrms. For kinetics, the measure with the lowest 

SDrms and best agreement in performance ranks between the methods is peak chair sagittal 

moments and the highest SDrms is seen in the peak sagittal stair moments. For both kinetics and 

kinematics, the highest SDrms occurs in the peak sagittal stair measures and this may identify 

measures of less priority in the study of ACL-injured individuals. From our findings, the walk 

sagittal and frontal measures should be explored in kinetics and kinematics studies of ACL-

injured individuals. 

5.1.4 What is the repeatability of qMRI, mechMRI and gait analysis measures? - 

Conclusion 

The qMRI, mechMRI and gait analysis measures found to have the lowest SDrms from the 

study of our healthy population may be of particular interest in the study of ACL-injured 

individuals. qMRI T2 relaxation times lateral and loaded measures appear to be have the lowest 

SDrms than other qMRI T2 measures. Contact area and centroid translation SDrms comparison 

reveals lowest SDrms for the medial than the lateral side. Walk sagittal and frontal measures are 

seen to have the lowest SDrms in both coordinate system methods for kinematics and sagittal chair 

measures for kinetics. Another reason for larger repeatability values for some measures is sex 

differences within our population. 

5.2 What is the repeatability of the kinematic and kinetic outcomes using a MRI-based 

anatomical system and a standard gait coordinate system?  

Some of the greatest sources of error in the literature in gait analysis have been associated 

with imprecise location of anatomical landmarks and joint centers and these contribute to key 

differences between the MRI-based and gait-based coordinate systems [124, 177, 178]. The 

functional flexional axis is a common definition between the two methods of defining the 

coordinate systems, hence it is not discussed in comparing the measure outcomes of both 

methods. With the aid of MRI, anatomical landmarks have been defined and used to create a 

coordinate system that have been used to process dynamic data. In this section, SDrms has been 

used to assess and compare the repeatability of the outcomes of processing kinematic and kinetic 

data from MRI-based and gait-based coordinate systems. The outcomes of the Bland-Altman 

analysis used to compare the two methods have also been discussed in this section. 
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5.2.1 Kinematics 

The Bland-Altman analysis for the kinematic measures between the methods shows good 

agreement for some of the measures. Giavarina et al described that three factors are to be 

considered when determining agreement between two methods with Bland-Altman [179]. These 

are the proximity of the overall mean difference to zero (the closer to zero, the less bias), the 

width of the limits of agreement range (smaller than a clinically acceptable range, the better), 

presence of a skew in the plot (skewed nullifies assumption of normal distribution of the mean 

differences) and the number of mean difference points outside the limits of agreement (95% of 

total points should fall within the limits of agreement range). All measures were seen to have a 

normal distribution, hence slight skews seen in any of the plots were not of concern. Walk peak 

extension and peak abduction angles have a non-significant skew in their Bland-Altman plots, 

which does not affect the assumption of normal distribution for these measures. These same 

measures have overall mean difference values that are farthest away from zero. Using an 

acceptable SD criteria of 5°, any limit of agreement range greater than 20° (2 SDs on either side 

of the mean difference) will be considered to have a bias and therefore questionable agreement 

between the two methods for this study. Using this criterion, only the walk peak abduction angle, 

stair ascent peak extension angle, and stair descent peak flexion angle measures have limits of 

agreement greater than 20°. The other four measures have less. In particular, the stair ascent peak 

extension angle measure not only has a mean difference greater than 20 but also the farthest 

away from zero for the overall mean difference (-3.4°) and two points outside of the limits of 

agreement which is greater than 5% of the total number of points. It can be said that for the stair 

ascent peak extension angle measure, the two methods do not have a good agreement. Two 

measures have a limit of agreement range of 20 or less. These include the walk peak flexion 

angle measure (20°) and the walk peak adduction angle measure (4°). These measures also have 

reasonably small overall mean difference (-1.0° and 1.0°) and 95% of the total points fall within 

the limits of agreement. These include the walk peak flexion angle measure and the peak 

adduction angle measure which can be said to have a good agreement between the two methods 

for these measures. For the methods that have a good agreement, any of the knee coordinate 

systems should be okay to use to process data of these measures. This is however solely based on 

the performance of repeatability. It is still unclear which of these coordinate systems may be 
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more accurate. Table 0-1 below shows a ranking of each of the measures’ limit of agreement 

range and SDrms values for the two methods. 

 

Table 0-1: SDrms and Bland-Altmann Rank Table for Kinematic Measures. The numbers in the parentheses indicate the measures 

rank from smallest to biggest values 

 Limit of Agreement Range MRI-based SDrms Gait-based SDrms 

Walk - Peak Flexion Angle (degrees) 19.9 -- (3) 3.5 -- (3) 3.5 -- (4) 

Walk - Peak Extension Angle (degrees) 16 -- (2) 2.4 -- (2) 1.0 -- (2) 

Walk - Peak Abduction Angle (degrees) 23.8 -- (4) 3.7 -- (4) 2.5 -- (3) 

Walk - Peak Adduction Angle (degrees) 3.93 -- (1) 1.5 -- (1) 0.7 -- (1) 

Stair Up - Peak Extension Angle (degrees) 31.3 -- (6) 7.1 -- (5) 6.4 -- (5) 

Stair Down - Peak Flexion Angle (degrees) 24.9 -- (5) 8.0 -- (6) 6.0 -- (6) 

 

The lower SDrms of most gait-based kinematic outcomes compared to MRI-based may be 

due to marker localization error. Comparing the SDrms values of the gait-based and MRI-based 

outcomes shows a lower SDrms in gait-based outcomes. From the plot and table, it can also be 

seen that the ranks across the measures for the two methods, are similar. This again shows that 

while the SDrms of the gait-based outcomes is lower, there is a good agreement between the two 

methods as illustrated by the Bland-Altman plots described earlier. Della et al [177] and 

Leardini’s work [180] highlight the importance of correct marker localization in landmark 

determination in gait systems for kinematic outcomes. The higher SDrms in the MRI-based 

outcomes particularly in the stair sagittal kinematic outcome measures, may be due to inaccurate 

localization of the femur and tibia cluster MRI-lucent markers determined from MRIs. This is 

evident in the error reported in Table A-5-1, of Appendix A-5 where deviation from the VICON-

generated marker centroids is seen (4.6mm – 9.4mm). Also, the marker centroid was determined 

visually in the MRI and this is also subject to more variability than marker localization 

conducted by the VICON system in the gait-based method. Marker centroid localization in the 

VICON system is subject to how well the calibration was done with accuracy in the range of 

0.5mm – 0.8mm. It is possible that the higher the range of motion (as is the case with stair 

activity compared to walk), there is more kinematic crosstalk. Also, as stair activities are not a 

routine task as is walking, the participants might have had a harder time carrying it out 

repeatably. It might have also been more difficult as the task involved only one step as opposed 

to the typical series of steps that participants might be used to doing. 
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From these findings, it can be concluded that while we may be concerned about which of 

the MRI-based and gait-based kinematic outcome measures may be more appropriate from the 

assessment of the repeatability, most of the outcomes can be said to be systematically equivalent 

from the Bland-Altman analysis. The lower SDrms seen in the gait-based measures may be due to 

data acquisition and definition as described, yet, it remains unclear which of these methods may 

be better for kinematic and kinetic analysis. 

5.2.2 Kinetics  

The Bland-Altman analysis of the two methods in the kinetic outcome measures shows 

agreement between the methods in some of the measures. The acceptable limit of agreement for 

this study is 0.6N.m/kg which is from a SD of 1.5 N.m/kg, which is the highest value of the 85th 

percentile of SDrms that was acquired from all measures given that limit of agreement is +/- 2 

SDs. All measures were seen to have a normal distribution, hence slight skews seen in any of the 

plots were not of concern. Two measures, including walk peak abduction and adduction moment 

measures, have a limit of agreement range value greater than 0.6N.m/kg (0.77N.m/kg and 

0.97N.m/kg) with overall mean differences that are the farthest away from zero (0.33N.m/kg and 

0.56N.m/kg). Walk peak abduction moment particularly has 2 points outside of the limits of 

agreement which is greater than 5% of the points within the limit. This implies that walk peak 

abduction and adduction moment, the two methods do not systematically agree. For the measures 

that do agree between the two methods, the analysis shows that this occurs in walk peak 

extension moment and chair sit peak abduction moment, where both measures have limit of 

agreement ranges of less than 0.6 N.m/kg (0.44N.m/kg, and 0.52 N.m/kg), overall mean 

differences not too far from zero (0.001 N.m/kg and -0.15 N.m/kg) and less than 2 points outside 

of the limits of agreement. These are measures for which the choice of coordinate system to 

process the data may not have a significant impact on the results.  

SDrms comparison between the two coordinate systems generally shows lower SDrms for 

measures of gait-based than MRI-based outcomes. MRI-based kinetic outcome measures had 

lower SDrms values in walk peak flexion moment, peak extension moment, and in stair descent 

peak flexion moment. Gait-based outcomes had lower SDrms for walk peak abduction and 

adduction moments (frontal-plane moments). Interesting to note is that MRI-based kinetic 

outcome measures had lower SDrms in the sagittal-plane moments for the stance-inclusive 

activities (walk and stair) and higher SDrms in the frontal plane moments when compared to the 
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gait-based. Sagittal knee moments have been seen to be more sensitive to knee joint center 

locations with increased variability at slower walking speeds [181]. The reason stated is that at 

slower speeds, the moment magnitude is smaller and the sign of the moment changes such that 

one cannot tell it from the knee center location variation effect. This may explain the SDrms 

differences between the two methods for the sagittal moments of chair and stair activities, as 

these were carried out at slower speeds than the walking activity. The difference in the SDrms of 

the MRI-based and gait-based kinetic outcomes may also be due to the knee joint center 

differences between the two methods. While the MRI-based method defined it as the flexion axis 

projection of the most proximal point of the intercondylar notch, the gait-based defined it as the 

flexion axis projection of the mid-point between the palpated femoral condyles. The MRI-based 

method may be more subject to differences in bone shapes and soft tissue behaviour. This 

highlights the importance of a functional joint center as is the case in gait-based and as 

recommended by the International Society of Biomechanics [118]. 

 The difference in the long-axis definition also plays a role in the difference in 

repeatability between the two methods. The long-axis with the MRI-based system is an 

anatomical long axis, running from the knee joint center to the actual shaft of the femur 

(anatomical axis) as opposed to the functional-based system which runs from the knee joint 

center to the hip joint center (mechanical axis). The difference in defining the long axis between 

the two methods can be comparable to findings of different methods used to define the hip joint 

centers. Stagni et al [124] and Leardini et al [182] confirm that knee joint moments are largely 

affected by hip joint center estimations due to the inaccuracies in determining the pelvic and 

femoral anatomical landmarks when it is determined functionally. Significant differences of up 

to 4.9% have been observed with different long axis definitions, particularly in knee flexion 

moments [183]. This may explain the different SDrms values for peak knee flexion moments of 

chair and stair activities. Richards et al found different knee external moments to be especially 

sensitive in squat activity which can be likened to our chair activity and can be related to the 

difference between the two SDrms values  (Chair rise: 0.07 N.m/kg and Chair sit: 0.035 N.m/kg) 

[184].  

The SDrms comparison between the two coordinate system methods and Bland-Altman 

analysis show a similar trend of stronger agreement between the two methods where the 

repeatability values least differ in the measure with the strongest agreement (see Table 0-2 
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below). Comparing the SDrms values between the two methods shows that they least differ in the 

walk sagittal moments. Also, Bland-Altman analysis shows the smallest range of limits of 

agreements with overall mean difference in these measures which are each closest to zero. It is 

also in the measures of the most repeatability difference (walk frontal moments and stair descent 

peak flexion moment), that the Bland-Altman analysis shows the weakest agreement (most bias) 

between the two methods. Important to note also is that in the measures of most repeatability 

difference between the two measures, MRI-based outcomes performed better. This could 

indicate that MRI-based coordinates will be better in processing these measures (walk frontal 

moments and stair descent peak flexion moment) since it gives the lower SDrms for these 

measures as compared to the gait-based results.  

The measures with the smallest SDrms and good agreement between the two methods 

(gait-based and MRI-based coordinates), are the peak sagittal moments for chair activities. These 

values are much larger in the MRI-based outcomes (chair rise peak extension moment: 0.49 

N.m/kg; chair sit peak flexion moment: 0.63 N.m/kg) than the gait-based outcomes (chair rise 

peak extension moment: 0.14 N.m/kg; chair sit peak flexion moment: 0.14 N.m/kg). Moreover, 

our gait-based outcome SDrms (chair rise peak extension moment: 0.06 N.m/kg and chair sit peak 

flexion moment: 0.05 N.m/kg) for these measures are not only smaller than that of MRI-based 

(chair rise peak extension moment: 0.13 N.m/kg and chair sit peak flexion moment: 0.13 

N.m/kg) but also smaller than what is seen in the literature (chair rise peak extension moment: 

0.10 – 0.13 N.m/kg and chair sit peak flexion moment: 0.23 N.m/kg) [150]. This could mean that 

though coordinate definitions are particularly sensitive in chair task sagittal moment values, this 

is not the case for their repeatability, given the agreement between the two methods on the 

performance rank.  

The least agreement in repeatability performance ranks between the two methods 

compared to other measures is in the walk peak abduction moment and peak flexion moment. 

For the walk peak flexion moment, the SDrms ranks best in the MRI-based outcomes (0.04 

N.m/kg) and fourth in the gait-based outcomes (0.07 N.m/kg). The difference in SDrms ranks for 

walk peak flexion moment in the two methods given how close the kinetic values are to 

themselves, (MRI-based: 0.07 N.m/kg and gait-based: 0.12 N.m/kg) may imply that this 

measure’s repeatability is particularly sensitive to the coordinate system setup. For the walk peak 

abduction moment, with a big difference in the value (MRI-based: 0.34 N.m/kg and gait-based: 
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0.86 N.m/kg), the implication may be that the coordinate system setup affects both the accuracy 

and repeatability. Caution must be taken for the walk peak abduction moment outcomes with the 

coordinate system that is used to process it because of this finding.  

 

Table 0-2: SDrms, and Bland-Altmann Rank Table for Kinetic Measures – the numbers in the parentheses indicates the measures 

rank from smallest to biggest values 

 Bland-Altmann agreement limit distance MRI-based SDrms Gait-based SDrms 

Walk - Peak Flexion Moment (N.m/kg) 0.04 -- (1) 0.07 -- (4) 0.07 -- (4) 

Walk - Peak Extension Moment (N.m/kg) 0.05 -- (2) 0.07 -- (4) 0.07 -- (4) 

Walk - Peak Abduction Moment (N.m/kg) 0.21 -- (7) 0.05 -- (1) 0.05 -- (1) 

Walk - Peak Adduction Moment (N.m/kg) 0.21 -- (7) 0.08 -- (6) 0.08 -- (6) 

Chair Rise - Peak Extension Moment (N.m/kg) 0.13 -- (3) 0.06 -- (3) 0.06 -- (3) 

Chair Rise - Peak Adduction Moment (N.m/kg) 0.2 -- (6) 0.18 -- (9) 0.18 -- (9) 

Chair Down - Peak Flexion Moment (N.m/kg) 0.13 -- (3) 0.05 -- (1) 0.05 -- (1) 

Chair Down - Peak Abduction Moment (N.m/kg) 0.15 -- (5) 0.14 -- (8) 0.14 -- (8) 

Stair Up - Peak Extension Moment (N.m/kg) 0.26 -- (10) 0.32 -- (10) 0.32 -- (10) 

Stair Down - Peak Flexion Moment (N.m/kg) 0.25 -- (9) 0.11 -- (6) 0.11 -- (6) 

 

For kinetics, the difference between MRI-based and functional-based is not as distinct as 

with kinematics. MRI-based outcomes lower SDrms in more measures for kinetics than 

kinematics. Walk sagittal kinematics and kinetics show the least difference in repeatability with 

good agreement between the two methods. This may imply that for these measures, choosing one 

method over the other may not have a big impact on the results, although accuracy has not been 

assessed in this study. However, for measures like frontal walk moments, where the agreement 

and repeatability difference are small in kinematics but large in kinetics, it is important to be 

aware of the difference in sensitivity when deciding on the coordinate system to be used. 

5.2.3 What is the repeatability of the kinematic and kinetic outcomes using a MRI-based 

anatomical system and a standard gait coordinate system? - Conclusions 

From this research, it can be said that the answer to this question is non-trivial as 

different repeatability values between the two methods reveal different conclusions. The 

literature has indeed shown no particular gold-standard for processing dynamic data, however, 

for the purposes of this research, the measures used for comparison show gait-based processed 

data to have smaller SDrms than from MRI-based overall. MRI-based processed data however, 

seemed to have smaller SDrms values than gait-based for the kinetic measures for some activities.  
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5.3 Is there a link between qMRI T2 and contact area values in cartilage? 

The battery of quantitative measures used to explore the relationship within the contact 

area gives insight into tissue behaviour during loading. As these are novel measures, there is no 

literature to my knowledge that exists and hence cannot be compared directly. The regional-

contact maximum and SD difference of the lateral side show higher T2 relaxation times in the 

lateral region than the contact for both loaded and unloaded cartilage. This may describe the T2 

increase with outflow of fluid from the matrix in the presence of load. The medial region only 

follows this trend in the loaded cartilage but only with slight values of 0.5ms. The difference 

between the medial and lateral measures is most distinct in the regional-contact maximum and 

SD difference for both loaded and unloaded cartilage (where lateral is a lot more positive). It also 

follows that the medial compartment has more negative values for SD difference measures than 

the lateral side (where the SD is smaller in the larger region than the smaller region). Relating 

this to more clusters seen in the medial contact area than in the lateral, implies that dispersion of 

fluid under load from the contact or its centroid leads to less variability of T2 relaxation time 

where the fluid exudes to the bigger medial region. Another reason for less variability in the 

larger versus the smaller region in the medial side (more negative SD-difference measures), 

could be a re-organization of the collagen and PG network in the cartilage matrix under load. 

Also, the medial region bears more load at the knee than the lateral region [185]. 

Our T2-contact measures are all difference measures; thus we can determine if the change 

observed between regions meets the minimum detectible difference criterias defined by using the 

confidence interval values (Table 4-21, 4-22). For example, the overall mean difference for 

lateral compartment loaded cartilage ranged from -3.4 to 19.9 ms, using our confidence interval 

talbe, only the regional-contact SD difference, regional-contact maximum difference and 

contact-centroid SD difference (II-T2-weighted), will be considered measures with a large 

enough difference at the 80% confidence level. This is because these measures have overall 

mean values that are larger than the corresponding confidence interval at 80% confidence. This 

approach can be applied to determine the minimum detectible difference between groups or 

conditions in future studies that use these novel metrics.  

To assess the link between contact area and T2 relaxation times in this study, cluster areas 

of notable increase and decrease were evaluated within the contact region (of the loaded and 

unloaded scenarios) as well as quantitative difference measures between contact area, centroid, 
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and between the medial or lateral regions. SDrms was used to assess what values may indicate an 

existing relationship from the repeatability of that measure. 

T2-decrease within the contact region appears to be more consistent across participants 

than the T2-increase. Cluster regions within the contact area, present in the loaded knee scenario, 

occur more than cluster areas within the contact area present in the unloaded knee scenario, with 

slightly more clusters occurring in the T2-decrease than T2-increase. The fact that the loaded 

contact area is the area over which 20 % BW of the participant was applied, explains why more 

cluster areas will be seen under this area than in the unloaded contact area over which no load 

was applied. There are also more clusters seen in the medial contact than in the lateral contact 

areas implying greater differences between loaded and unloaded contact in the medial than 

lateral side. This aligns with the fact that the medial side is the more load-bearing compartment 

of the knee joint [185]. Nishii et al also saw a bigger change between loaded and unloaded 

cartilage T2 in the medial than in the lateral tibiofemoral contact region [82].  

Assessing the cluster maps within areas of contact reveals some interesting findings about 

effect of load on T2 in the full cartilage plate. First, it is interesting to see how the T2-weighted 

centroid aligns or is in close proximity to the geometric centroid. This indicates that our T2 

relaxation times within the contact area is like a pressure gradient where the mean T2 under the 

contact is closest to the geometric centroid of the contact area. In the cluster maps, more clusters 

with their centroids were seen in the T2-increase maps (from unloaded to loaded) than the T2-

decrease maps (from unloaded to loaded). This indicates that loaded cartilage generally has 

higher T2 values than unloaded cartilage, especially in the cluster regions. These cluster regions 

and centroids mostly occurred around the lower edges of the trochlear, and within and around the 

contact regions. The literature has generally found lower T2 relaxation times in loaded cartilage 

than unloaded but none of these studies assessed the full cartilage plate [83, 186]. From our 

study, we are finding the particular regions where T2 relaxation time is higher even in loaded 

cartilage which aligns with the finding that fluid from the ECM exudes when cartilage is loaded 

and moves to other regions; because of this extra fluid, the T2 will be higher [187]. The overall 

mean of the number of clusters that occurred in and around the contact regions (see Table 0-24) 

shows the clusters in the medial and lateral side being about the same - the most difference was 

in the negative difference of unloaded contact (0.5 M vs 1 L). There is also seen to be more 

clusters occurring in and around the contact region of loaded cartilage than the contact region of 
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unloaded cartilage, indicating that more changes are seen in the contact region of loaded 

cartilage.  The measures with the lowest SDrms were seen to be in the T2-decrease cluster maps 

(0.3 - 0.4 vs 0.4 - 0.9 # of clusters) which could make these measures of particular interest in 

future studies. Assessing these cluster maps as was done in this study, in the study of ACL-

injured individuals, will give us more insight into how the distribution of load affects cartilage in 

ACL-injured compared to healthy individuals. This behaviour can be seen in the T2 cluster 

projection map images in Appendix F (also see Figure 0-1 below). 

   

Figure 0-1: An example of a T2-increase (from unloaded to loaded case) cluster projection map showing cluster centroids away 

from the centroid of the contact region of loaded cartilage. The red contour indicates the outer boundary of the unloaded contact 

region. The contact region is seen to overlay over a region where there is no cartilage because cartilage regions not present in 

loaded and unloaded cartilage are removed. Interpolation of the cartilage map also plays a role in this. 

 

5.3.1 Is there a link between contact area and qMRI T2 values in cartilage? - Conclusions 

Our research shows that there is an existing link between qMRI T2 and contact area 

measures. This was demonstrated by the repeatability of the integration measures, one of which 

is contact-centroid SD difference. These measures are important because they identify a link 

between qMRI T2 relaxation time and load distribution over the contact area in cartilage. The 

link between the measures was also supported by the outcomes of the cluster-contact image 

analysis which consistently showed cluster centroids around the edges of the contact area and 

away from the contact centroid. This indicates that these are measures and analysis methods that 

could be adopted in the study of the ACL-injured individuals. 
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 5.4 Study Limitations 

 Although every effort was made to create a robust data collection and analysis protocol, 

the study does have limitations. The major limitations are listed below. 

• Some of the T2 relaxation time data for unloaded cartilage was not processed due to MRI 

error. This contributed to four missing trials – three in participant 1 and one in participant 

2. The repeatability measures may not be as robust for these measures that had 4 

participants.  

• Our study size was small. One study found that for repeatability studies a minimum of 14 

participants with three trials each, is needed [190]. However, the imaging modality and 

variability in our measures is different from that of this study. It is not clear what we will 

need in our measures, however, 5 participants may not be enough. 

• Ideally, for each trial set, the mean of three good trials is recommended. However, in two 

of the earlier data acquisition sessions, only two trials were collected and so the mean of 

only two trials was used in these cases (Participant 1, trial 1 and 2 – chair rise and sit).  

• When collecting data of loaded cartilage, it is generally recommended to leave the 

cartilage unloaded for about an hour before scanning to ensure that all fluid is properly 

exuded from the cartilage matrix. However, this was not the case in our study due to 

scheduling constraints of the gait and MRI data collection sessions carried out in tandem. 

The cartilage not being unloaded for some time probably reduced the effect on the T2 

relaxation time results found when the cartilage was loaded. 

• In selecting the second point to create the MRI-based long-axis for the coordinate system, 

the proximal and distal points for the femur and tibia respectively, were chosen on the 

most extreme slice. As the position of the field-of-views around the knee was not 

consistent across the trials and participants, this might have added variability to the 

system. In future studies, it might be better to pick a consistent slice from a known 

landmark in the image. 

• The MRI-lucent gait cluster marker analysis in Table A-5-1 in the Appendix shows than 

the MRI-lucent gait markers which were ideally not supposed to move relative to each 

other between the motion capture and MRI systems did move in some cases. This motion 

could cause errors in the transformation matrix used to transform the points from the MRI 

to the motion capture system. This will introduce more variability to the system as the 
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magnitude of movement within the clusters is not consistent from study to study. Methods 

to ensure the markers do not move can be employed, including reducing the amount of 

walking the participant does beforehand between data acquisition in the two systems. 

• Further analysis on the functional flexion axis acquired from the gait-system, showed a 

discrepancy in the flexion axis vector acquired when the femur and tibia cluster markers 

were closer together (steeper vector than expected) and when they were farther apart. It 

was important to have the MRI-lucent gait markers close to the knee joint because of the 

limitation of field-of-view in the MRI data acquisition for the high-resolution scan within 

a reasonable scan time. The steeper flexion axis vector from closer segment clusters is of 

concern because this may contribute to more kinematic crosstalk. A way around this 

limitation for future studies will be to have both MRI-lucent gait markers close to the joint 

and regular gait markers farther apart just to process the functional flexion axis. The MRI-

lucent gait markers will then only be used during the ‘T-pose’ calibration step. 

• In determining the mechanical behaviour of the bungee cords used in the MRI-safe 

loading rig, we created a linear equation from the test data. However, the displacement of 

the cords on the rig was sometimes below this range (0.05m). The smaller displacement 

may be outside the linear range, thus overestimating the applied load. Characterization of 

the bungee cord behaviour at smaller displacements is suggested. 
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Chapter 6 

CONCLUSION 

The conclusion section below gives a general overview of the key findings of our qMRI-

mechMRI-gait analysis integrative and repeatability study while highlighting how we fulfilled 

our study’s objectives, the contributions of this work, clinical significance, recommendations for 

future research, and closing remarks. 

6.1 Summary 

This research developed a method to acquire and integrate qMRI, mechMRI and gait 

analysis measures under physiological loading conditions, hence fulfilling objective 1. The novel 

T2-contact integrative measures and cluster analysis inside and outside of contact areas were 

developed for qMRI and mechMRI integration. A method was also developed to integrate 

mechMRI and gait analysis measures in order to compare their kinematic and kinetic outcomes. 

The repeatability of all these integrative measures and individual measures of each of the three 

metrics, was also carried out in healthy individuals, hence fulfilling objective 2. 

6.2 Conclusions 

The contribution of this work is the development of two integrative pieces of qMRI and 

mechMRI (T2-contact measure, clusters in and around contact regions) and mechMRI and gait 

analysis (comparing MRI-based with gait-based coordinate system outcomes) while assessing 

the repeatability of the outcome measures in healthy individuals. For the first time, comparison 

of qMRI metrics has been made between, inside and outside a region of contact. This novel 

methodology has highlighted two measures – regional-contact maximum difference and 

regional-contact standard deviation difference – for qMRI-contact analysis, based on 

repeatability. Through the findings from our comparisons between anatomical and gait-based 

coordinate systems, we have found the gait-based coordinate system to have better repeatability 

for kinematics, and in kinetics, we have found it to be activity dependent. In general, our findings 

recommend the gait-based coordinate system, based on repeatability. The methodology 

developed and repeatable measures discovered from this research can be applied to and can be 

used to guide future research in studying the kinematics and kinetics of ACL-injured individuals.  

6.3 Clinical Significance 

The major contribution of this research is the development of this integrative, repeatable 

method that can be used to study the ACL-injured population as an early model of OA. Being 

able to identify repeatable measures and relationships among the three assessment types (qMRI, 
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mechMRI and gait analysis), will guide future research in assessing the knee mechanics of the 

ACL-injured population. Although we did not study individuals with ACL-injury, when 

choosing our measures, we chose those that have been shown to be important in the ACL-injured 

studies. The reason we took this approach is that if we gain a better understanding of how these 

relate in the ACL-injured population, it may give us more insight into the progression of PTOA. 

6.4 Recommendations for future research 

The next steps following this work will be to make an informed decision as to the most 

important and repeatable measures that should be applied to the study of the ACL-injured 

population. The outcomes of this research suggest an improvement to controlling the loading 

conditions for MRI mechanics analysis. One such ways may be to keep the knee unloaded for 

about an hour before the loaded scans. Also, implementing a method to load the knees at a 

consistent load and angle should improve the mechMRI outcomes. Due to the constraint of the 

amount of load that is attainable with the loading rig and motion artifacts, loading the knee 

immediately prior to scanning may show more distinct load-unload difference in T2 values which 

will be useful in the study of ACL-injured individuals. 

The integrative method developed from this research focused more on the affiliation 

between quantitative T2 relaxation time and contact area. We recommend developing a method 

to also integrate gait analysis outcomes to T2 relaxation time and contact area, for example using 

statistical regional analysis techniques like those used in ecology. Other qMRI metrics could also 

be explored. 

6.5 Closing Remarks: 

The primary objective of this work was to provide a basis for integrative qMRI, 

mechMRI and gait analysis that can be used in the study of the ACL-injured population. 

Repeatability of several measures from these metrics were assessed to highlight which ones may 

be most important in the study of ACL-injured individuals. Also, novel repeatable measures have 

been discovered that can be used to assess the link between qMRI T2 relaxation times and 

contact area. The comparison of kinetic and kinematic outcomes of a MRI-based and gait-based 

coordinate system reveal which method has better repeatability and least sensitive measures to 

the two coordinate systems. The findings from this study can be used to better guide future 

studies on the important measures that can be used to better assess the mechanics of ACL-injured 

individuals and their association to knee PTOA. 
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Appendix A: Methods Section – Supplementary Material 

The figures below show supplementary data from the methods section. 

 

A-1: Initial Designs for Loading Rig 

As described in section 3.3, I led a team of summer students in the loading rig design process. In 

this process different loading rig designs were initially proposed. The figures A-1-1 – A-1-3 

below show these different loading rig designs. 

 
Figure A-1-1: 'SLIK' loading rig design by Chelsey Thorson and Madeline Martel 

 

 
Figure A-1-2: 'Tennis Pedal' loading rig design by Alvaro Espinosa 
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Figure A-1-3: 'Spring Adjustable Rig' loading rig design by Ibukun Elebute 

 

 

A-2: Loading Rig Design 

The rig was designed and constructed in order to study the knee in loaded flexion in the MRI. 

First, design constraints were identified. The four points considered were: 

a) Functionality: The loading rig had to be able to generate between 20-30 percent of the 

individual’s body weight at the knee. This load was chosen as tolerable to individuals 

with knee injury. It corresponds to loads experienced during the swing phase of gait. 

Further, lower loads are required in the supine position due to difficulty in maintaining 

loads in such a position as compared to standing. Our group has found that maintaining 

high loads in this position can result in motion artifacts in the MRI images; the 20-30% 

body weight load is manageable for individuals with knee injury or disease. 

b) Compatibility: All materials used in the design of the loading rig had to be non-

ferromagnetic and non-metallic. This is important both for safety in the MRI room and to 

ensure artifact free images. 

c) Compactness: The MRI machine available for the purpose of this project was a short-

bore Tesla system (MAGNETOM skyra, Siemens Healthcare, Erlangen, Germany). It 

was necessary to have a loading rig compact enough to be able to fit within the bore of 

the machine with enough clearance such that it would not disrupt the MRI table 

movement or make the participant uncomfortable. 
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d) Simplicity: A simple, stand-alone design that could be constructed would allow for easy 

storage and use in other MRI systems in the future if required. 

Having all the above constraints in mind, several potential designs were drafted with the help of 

a team undergraduate summer students whom I led through the design process. After several 

design iterations (see Appendix A-1), a final decision was made based on how well it fit the 

design constraints. Figure A-2-1 below is a labeled image of the final design decision.  

 

 

 

 

 

 

 

 

 

 

 

Figure A-2-1: Labelled MRI-safe loading Rig. When the foot is applied to the foot pedal, cross-head rotates around 

the frame, allowing the attached bungee cords, held down to the base, to be stretched hence causing resistance and 

force to be generated at the participant’s knee. 

 

 

Parts and Materials Used 

 As can be seen in Figure A-2-1 above, the loading rig structure was made of a foot pedal, 

a frame, a base, a rotating part, and springs (bungee cords).  

a) Foot Pedal: The foot of the participant was placed on the pedal so that they can apply 

force to the loading rig. The foot pedal had a stopper at the base to ensure that the 

participant’s heel does not slip off the bottom while applying the load. The pedal also had 

a base that extends to the back of the rig, with holes that allow the bungee cords to be 

attached to the base of the rig 

b) Cross-head: The cross-head was used as a fulcrum to enable the applied load from the 

foot to be translated to the bungee cords. When the foot was applied to the pedal, the 

pedal rotates about the cross-head and then the bungee cords were stretched.  

Crosshead 
Foot Pedal 

The Frame 

The Base 

Bungee Cords 
Yoga Mat 



 

 125  

 

c) Frame: The frame contained the cross-head and side supports and provides overall 

structure to the rig.  

d) Base: This part of the rig acted as a platform to contain the frame and also acted as an 

attachment to the yoga mat (6mm blue yoga mat, Renew) used to keep the participant in 

place. Holes were made on the base help to keep the frame in place. With attachment 

strips (Velcro, 10lb industrial strength strips) applied to the bottom of the base, the 

loading rig could be attached to the yoga mat. With this in place, the participant could lie 

on the yoga mat and apply force to the loading rig without the loading rig slipping in the 

MRI. 

e) Bungee cords: The bungee cords were attached through the holes in the loading rig base 

and pedal create the load at the prescribed foot pedal angle. The bungee cords (Stinson 

6186 36” stretch cord) were knotted on either end of the holes, so that when the pedal 

was pressed, the elasticity produced a resistance that generated the desired load at the 

knee. More details on the mechanical properties of the bungee cords are detailed in the 

sections below. 

 

Determining Spring Load from Desired Load at Knee 

For the purpose of generalizing the different elastic materials tested, they will be 

described as springs. The functionality constraint for the loading rig was to be able to generate 

approximately 20% of body weight at the knee joint. In order to incorporate this into the loading 

rig design, the load generated at the springs needed to be determined from the desired load at the 

knee. These values were generated for a mass range of between 40 to 100 kg, which was 

approximately the range of the 5th percentile male to the 95th percentile male from 

anthropometric data [188] . Working with the maximum mass value of 100 kg, 20% of this in 

newtons works out to be 200 N as the desired load generated at the knee. Figure A-2-2 below 

shows all the forces considered to determine the desired load at the spring given the desired load 

at the knee was to be a maximum of 200 N. This knee force of 200N was simplified to be a 2-D 

case because only an axial load is being applied. 

With segmental static equilibrium equations, the resultant moments and forces of each 

rigid body segment (femur, tibia and foot) were determined. Anthropometric data assumptions 

were made for segment lengths [189]. The equations below show how the desired force required 



 

 126  

 

at the springs was calculated. Knowing the total maximum desired force at the spring helped to 

determine the desired attributes of the spring that should be used for the rig. From the 

calculation, the desired maximum total spring force (corresponding to 20% of 1000N at the 

knee) was found to be 145N. 

 

 

 

 

 

 

 

 

 

 

 

 

 

∑𝑭𝒙(𝒔𝒉𝒂𝒏𝒌 − 𝒇𝒐𝒐𝒕): 𝐹𝑎𝑛𝑘𝑙ⅇ−𝑥 + (−𝐹𝑅−𝑘𝑛ⅇⅇ  × cos(𝜃𝑘𝑛ⅇⅇ)) = 0 − − − − − (𝐴 − 2 − 1)  

∑𝑭𝒚(𝒔𝒉𝒂𝒏𝒌 − 𝒇𝒐𝒐𝒕): 𝐹𝑎𝑛𝑘𝑙ⅇ−𝑦 − 𝐹𝑠ℎ𝑎𝑛𝑘 + (−𝐹𝑅−𝑘𝑛ⅇⅇ  × sin(𝜃𝑘𝑛ⅇⅇ)) = 0 − − − − − (𝐴 −

2 − 2)  

∑𝑴(𝒌𝒏𝒆𝒆): (𝐹𝑎𝑛𝑘𝑙ⅇ−𝑥 × 𝐿𝑠ℎ𝑎𝑛𝑘 × sin ( 𝜃𝑘𝑛ⅇⅇ)) −  (𝐹𝑎𝑛𝑘𝑙ⅇ−𝑦 × 𝐿𝑠ℎ𝑎𝑛𝑘 × cos ( 𝜃𝑘𝑛ⅇⅇ)) +

(𝐹𝑠ℎ𝑎𝑛𝑘 × (
𝐿𝑠ℎ𝑎𝑛𝑘 

2
) × cos ( 𝜃𝑘𝑛ⅇⅇ)) −  𝑀𝑎𝑛𝑘𝑙ⅇ +  𝑀𝑘𝑛ⅇⅇ = 0 − − − − − (𝐴 − 2 − 3)  

∑𝑭𝒙(𝒇𝒐𝒐𝒕 − 𝒓𝒊𝒈): − 𝐹𝑎𝑛𝑘𝑙ⅇ−𝑥 + (𝐹𝑓𝑜𝑜𝑡−𝑎𝑥𝑖𝑎𝑙 cos(𝜃𝑎𝑛𝑘𝑙ⅇ)) − (𝐹𝑓𝑜𝑜𝑡−𝑠ℎⅇ𝑎𝑟 sin(𝜃𝑎𝑛𝑘𝑙ⅇ)) = 0 −

− − − − (𝐴 − 2 − 4)  

∑𝑭𝒚(𝒇𝒐𝒐𝒕 − 𝒓𝒊𝒈) : − 𝐹𝑎𝑛𝑘𝑙ⅇ−𝑦 + (𝐹𝑓𝑜𝑜𝑡−𝑎𝑥𝑖𝑎𝑙 sin(𝜃𝑎𝑛𝑘𝑙ⅇ)) +  (𝐹𝑓𝑜𝑜𝑡−𝑠ℎⅇ𝑎𝑟 cos(𝜃𝑎𝑛𝑘𝑙ⅇ)) = 0 −

− − − − (𝐴 − 2 − 5)  

∑𝑴(𝒓𝒊𝒈 𝒇𝒖𝒍𝒄𝒓𝒖𝒎): −𝐹𝑓𝑜𝑜𝑡−𝑎𝑥𝑖𝑎𝑙(𝑐𝑜𝑠(𝜃1) ×  𝑙4 − sin(𝜃1) ×  𝑙3) −𝐹𝑓𝑜𝑜𝑡−𝑠ℎⅇ𝑎𝑟(𝑠𝑖𝑛(𝜃1) × 𝑙4 −

cos(𝜃1) ×  𝑙3)  −  𝐹𝑠𝑝𝑟𝑖𝑛𝑔(𝑐𝑜𝑠(𝜃2) × 𝑙2 − sin(𝜃2) × 𝑙1)  =  0 − − − − − −(𝐴 − 2 − 6)  

 

The 6 equations above were used to find the following unknowns: Mknee, Mankle, Fankle, Ffoot-axial, 

Ffoot-shear and Fspring. 
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Figure A-2-2: Lower limb segments and loading rig with reaction forces needed to work out required force at springs 
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Determining the spring to be used 

Given the resultant force required, several potential springs were tested for linear elastic 

behavior that would yield the desired total spring force with the minimal number of individual 

springs. To test the elastic behavior, the deflection of the spring was plotted versus the uniform 

increase in force applied to the spring. We assumed that all the cords were the same and 

therefore had the same mechanical properties. Since the cords were to be arranged in parallel 

(side by side), the resultant force was additive. Thus, the number of springs needed to achieve 

the desired loads was also considered. The result of the load-deflection plot can be seen in Figure 

A-2-3 below. The same plots for the other springs can be seen in Appendix A-3. While the 

bungee cord spring was chosen, two other springs had a similar number of minimal springs to 

reach the desired spring load. The bungee cord spring was chosen because it took up the least 

space and had a more secure mode of attachment to the loading rig. The force-displacement 

equation of this spring in the linear elastic region was found to be: 

 

Force (N) = 105.05 (N/m) x displacement (m) + 11.905 N -------------------------------- (A-2-7) 

 

We determined that a reasonable displacement of the springs with load applied at the foot 

is 5 cm. With this displacement value inserted into the equation and our maximum total spring 

force of 145N, it worked out that nine bungee cord springs were needed to generate the 

maximum amount of load at the knee (200N). The number of springs for the maximum desired 

load defined how many holes were to be drilled on the loading rig to accommodate the cords. 
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Figure A-2-3: Load-deflection graph for chosen bungee cords, to determine spring equation in linear-elastic region 

 

 

Adjusting the Loads per Individual 

Using the equations discussed above, custom code (Matlab, the Mathworks, Natwick, 

USA) was created to determine the number of springs required to achieve the desired knee load 

based on the mass of the individual. The axial load that should be generated at the foot plate was 

also calculated. To ensure that the rig delivered the prescribed load, a calibration was carried out. 

Specifically, the rig was set up with the prescribed number of cords and a force gauge (Omega, 

DFG35-200) attached to a custom-made aluminum foot was used to press on the pedal (see 

Error! Reference source not found. below). The aluminum foot was pushed by hand until the f

orce gauge reading matched that from the custom code. A visual cue (simply a line that lined up 

with a slot) was placed at this position so that the participant would know exactly at what angle 

to hold the pedal to achieve the prescribed load. A white dry-erase sheet was used to mark the 

line so that it could be changed in a participant-specific manner. In the MRI scanner, each 

individual was simply instructed to maintain the pre-loaded position of the rig while the load was 

released. Error! Reference source not found. below shows the load-cell with aluminum foot b

eing pressed onto the rig with the visual cue. 
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Figure A-2-4: Force gauge being applied with custom-made aluminum foot to mark out angle of tilt on visual cue per individual 

 

A-3: Force-deflection plots for other elastic material (springs)  

Described in section 3.3.3, several potential springs were tested for linear elastic behavior that 

will yield the desired total spring force with the minimal number of individual springs. The 

figures below show the spring images and plots used for this experiment. 

 

  

Figure A-3-1: Load-deflection plot and image for bungee strap elastic material 
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Figure A-3-2: Load-deflection plot and image for adjustable bungee cord elastic material 

 

 

A-4: T2 Cluster Sensitivity Analysis 

A cluster size of 12 mm2 and intensity-difference of 5 ms, was used as the thresholds for this 

project. This was based on work from previous work in our group. The sensitivity experiment 

was done to verify that these thresholds will still be valid for our study. The sensitivity analysis 

below assesses how the clusters changed with varying pixel-difference area and fixed intensity-

difference at the defined threshold and varying intensity-difference with a fixed pixel-difference 

area size at the defined threshold. The outcome of this sensitivity analysis shows that the 

thresholds can be used as the maps are seen to nit significantly change with these thresholds and 

varying the other parameter (Figure A-4-1). 
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Figure A-4-1: Cluster map sensitivity analysis
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A-5: More Details on Determining the Best Approach for Determining the Marker 

Centroid Position. 

To be able to successfully transform MRI-based points to the gait system, it was 

important to ensure that the centroid of the MRI-lucent markers approximately coincide with the 

gait marker. This was tested by placing the prepared MRI-lucent gait markers into an agar 

phantom for visualization. The gait marker centroid was defined by segmenting the sphere which 

appeared as signal void (black) on the MRI image (see Figure A-5-1 below). The volume 

centroid was found using the region of interest (ROI) module in packaged image processing 

software (Analyze 12.0, Analyze Direct, Overland Park, KS, USA). Next, the MRI ellipsoid 

marker centroid was visually-determined. From Figure A-5-1 below, the centroid positions for 

both the MRI-lucent and gait marker can be seen. The absolute difference between the two 

centroid positions was approximately 2.5 mm. The centroid difference for this test was acquired 

from the same system (MRI), however, in practice, the centroid for the gait markers for tracking, 

is generated from the gait system. To be able to account for this 2.5mm difference in centroid 

positions, an extra point on each of the markers, along the long symmetrical axis of the ellipsoid 

was selected. It was however of concern that there may be a discrepancy between determining 

the centroid position of the markers in the motion capture system and the way it was done in this 

experiment from MRI. 

 

 

 

 

 

 

 

 

Figure A-5-1: MRI-lucent gait marker inserted in agar phantom. Left: MRI-marker centroid position Right: Gait-marker centroid 

position – both sagittal view 
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An additional test was carried out to see which of the methods of determining the 

centroid (with the corrected 2.5mm centroid and the visually-determined centroid), was farthest 

away from the motion-capture-system-determined centroid. To do this, a local marker cluster (4 

markers) coordinate system was created from the reported marker position vectors of the motion-

capture-determined centroid, the visually-determined centroid and the 2.5mm-corrected-centroid. 

Table A-5-1 below shows the outcome of this analysis. As can be seen, the 2.5mm-corrected-

centroid difference from the motion-capture-determined centroid, was consistently higher than 

that of the visually-determined centroid in all four markers. From this analysis, we decided to go 

with the visually-determined method of determining the centroid position of the ellipsoid MRI 

markers without including the 2.5mm correction.  

 

Table A-5-1: Absolute difference values in mm of marker cluster centroids difference between visually-determined and 5mm-

correctod centroids and centroids from the motion-capture system 

 Absolute difference between motion-capture 

determined & visually-determined centroid 

positions (mm) 

Absolute difference between motion-capture 

determined & 2.5 mm-corrected centroid 

positions (mm) 

Marker 1 4.2 x 10-14 4.5 x 10-14 

Marker 2 4.6 6.3 

Marker 3 5.8 6.8 

Marker 4 9.5 10 

 

 

 

A-6: MRI-lucent Gait Marker Design 

The MRI-lucent gait markers played a key role in integrating the data from the MRI and gait 

systems. The goal of this was to have a set of fiducial markers that were visible in both the MRI 

and gait coordinate spaces. For the markers to be seen in the MR images, the markers had to be 

MRI-lucent which implies it had to be made of a substance that contained hydrogen and had 

MRI properties within the range of human tissue so as not to affect the dynamic range of the 

images. For it to be visualized in the motion capture system, it had to have a reflective feature so 

that it could be easily identified by the infrared cameras. A few options were considered to meet 

these requirements: 
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a) To modify an already existing gait marker to have MRI-lucent features i.e insert MRI-

lucent fluid into a hollow gait marker. 

b) To modify an already existing MRI marker to have reflective features i.e add on 

reflective tape an MRI marker 

c) To design a custom marker with both desired features 

After several designs, the final and working approach of creating an MRI-lucent gait 

marker was to integrate product ellipsoid MRI marker (MR. SPOT TM – 092/122, Beekley 

Medical, Bristol, CT, USA)  and an existing hollow sphere gait marker (14mm-SBXV-H, X-

base, hollow sphere with Velcro, MoCap Solutions, LLC, USA). This was done by placing 

the ellipsoid MRI markers, that are 15mm wide and 20 mm long into the 14mm diameter 

hollow sphere gait marker (see Figure A-6-1 below). The sizing created a snug fit so the MRI 

marker would not move relative to the gait marker. 

 

 

 

 

Figure A-6-1: a) Left - MRI marker inserted into the hollow gait marker. B) Right - MRI marker
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Appendix B: qMRI Results – Supplementary Material 

The figures and tables below show all supplementary material for the qMRI results section including the tables that show the 

corresponding mean T2 values and T2 cartilage projection maps for all 15 trials of our study (three trials for each of five participants). 

Note that for three trials in participant 1 and 1 trial in participant 2 for the loaded cartilage scenario, there are no values or images due 

to MRI sequence error in these cases during data acquisition. 

 

B-1: qMRI All-Trial Tables 

 
Table B-1-1: Mean qMRI T2 values for general, medial, lateral and trochlear regions at loaded and unloaded positions and their difference 
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B-2: qMRI T2 Projection Maps for three trials each of five participants 

Below figure shows the T2 projection map results for all three trials of each participant. 

 

 

 
Figure B-2-1: T2 Projection Maps of Loaded cartilage for Three Trials of Participant 1. The T2 Projection maps of the unloaded cartilage is not available for this participant due to 

MRI sequence error. 
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Figure B-2-2: T2 Projection Maps of Loaded and Unloaded cartilage for Three Trials of Participant 2. One of the trials of the T2 Projection maps of  the unloaded cartilage is not 

available for this participant due to MRI sequence error. 
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Figure B-2-3: T2 Projection Maps of Loaded and Unloaded cartilage for Three Trials of Participant 3. 
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Figure B-2-4: T2 Projection Maps of Loaded and Unloaded cartilage for Three Trials of Participant 4. 
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Figure B-2-5: T2 Projection Maps of Loaded and Unloaded cartilage for Three Trials of Participant 5. 
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Appendix C: mechMRI Results - Supplementary Material 

The figures and tables below show all supplementary material for the mechMRI results section including the tables and figures 

that show the corresponding contact centroid translation, contact area and point-cloud images for all 15 trials of our study (three trials 

for each of five participants).  

 

C-1: mechMRI (Contact Centroid Translation and Contact Area) All-Trial Tables 

The tables below show the values for medial and lateral contact area centroid translation for three limb position movements as 

well as the contact area for each limb position for all 15 trials. 

 
Table C-1-1: Medial and lateral contact centroid translation (absolute distance) – one-to-two (fully extended to lower flexion angle), one-to-three (fully extended to higher flexion 

angle), two-to-three (lower to higher flexion angle) 
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Table C-1-2: Medial and lateral contact area values at three limb orientations. Flexion Angle 1 – Low flexion angle. Flexion Angle 2 – High flexion angle 
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C-2: Femur-contact point cloud images for three trials each of five participants 

The point cloud plots of femur and contact below show the contact areas and centroid position for the medial and lateral sides 

for all three trials of each participant. The red contact area represents the contact at fully extended position. The yellow represents the 

contact area at the lower flexion angle and the blue represents the contact area at the higher flexion angle. For the centroids, the white 

dot represents the centroid position for the fully extended knee position, the purple represents the centroid for the lower flexion angle 

position and the green represents the centroid for the higher flexion angle.  

 

 
Figure C-2-1: Front-view point cloud images of femur, contact and contact centroids of medial and lateral sides for all three trials of participant 1 
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Figure C-2-2: Front-view point cloud images of femur, contact and contact centroids of medial and lateral sides for all three trials of participant 2 

 

 

 

 

 

 

 

 

 

M                       L                    M                       L                    M                       L                    



 

  145  

 

 
Figure C-2-1: Front-view point cloud images of femur, contact and contact centroids of medial and lateral sides for all three trials of participant 3 
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Figure C-2-1: Front-view point cloud images of femur, contact and contact centroids of medial and lateral sides for all three trials of participant 4 
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Figure C-2-1: Front-view point cloud images of femur, contact and contact centroids of medial and lateral sides for all three trials of participant 5 
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Appendix D: Gait Analysis Results - Supplementary Material 

The tables and figures below show all supplementary material for the gait analysis results section including the tables and figures that 

show the corresponding kinematic and kinetic measures for all 15 trials of our study (three trials for each of five participants) as well 

as sample peak points selected for each measure. 

D-1: All-Trial Table for Gait Analysis Measures  

The tables below show the values for the kinematic and kinetic measures of MRI-based and Gait-based outcomes for all 15 trials. 

 
Table D-1-1: MRI-based kinematics for walking, chair and stair tasks 

 
 

Table D-1-2: MRI-based kinetics for walking, chair and stair tasks 
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Table D-1-3: Gait-based kinematics for walking, chair and stair tasks 

 
 

Table D-1-4: Gait-based kinetics for walking, chair and stair tasks 
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D-2: Gait Analysis Plot Peak Position – Kinematics 

The following images show the VICON image and corresponding peak of the plot, exemplifying the peak points chosen for kinematic 

analyses measures including walk peak extension angle, peak flexion angle, peak abduction and peak adduction angle. For stair 

activity – stair ascent peak extension angle and stair descent peak flexion angle 

 

 

 
Figure D-2-1: VICON image and corresponding peak of the plot for walk peak extension angle (shown with red arrow) 
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Figure D-2-2: VICON image and corresponding peak of the plot for walk peak flexion angle (shown with red arrow) 
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Figure D-2-3: VICON image and corresponding peak of the plot for walk peak flexion angle (shown with red arrow) 
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Figure D-2-4: VICON image and corresponding peak of the plot for walk peak flexion angle (shown with red arrow) 
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Figure D-2-5: VICON image and corresponding peak of the plot for walk peak flexion angle (shown with red arrow) 
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Figure D-2-6: VICON image and corresponding peak of the plot for walk peak flexion angle (shown with red arrow) 
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Appendix D-3: Gait Analysis Plot Peak Position – Kinetics 

The following images show the VICON image and corresponding peak of the plot, exemplifying the peak points chosen for kinetic 

analyses measures including walk peak flexion moment, peak extension moment, peak abduction and peak adduction moment. For the 

chair activity – Chair rise peak extension and adduction moments and chair sit peak flexion moment, chair sit peak abduction moment. 

Foer the stair activity – Stair ascent peak extension moment and stair descent peak flexion moment 

 

 

 
Figure D-3-1: VICON image and corresponding peak of the plot for walk peak extension moment (shown with red arrow) 
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Figure D-3-2: VICON image and corresponding peak of the plot for walk peak flexion moment (shown with red arrow) 
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Figure D-3-3: VICON image and corresponding peak of the plot for walk peak abduction moment (shown with red arrow) 
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Figure D-3-4: VICON image and corresponding peak of the plot for walk peak adduction moment (shown with red arrow) 

 

 

 



 

  160  

 

 
Figure D-3-5: VICON image and corresponding peak of the plot for chair rise peak extension moment (shown with red arrow) 
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Figure D-3-6: VICON image and corresponding peak of the plot for walk peak abduction moment (shown with red arrow) 
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Figure D-3-7: VICON image and corresponding peak of the plot for chair sit peak extension moment (shown with red arrow) 
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Figure D-3-8: VICON image and corresponding peak of the plot for chair sit peak abduction moment (shown with red arrow) 
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Figure D-3-9: VICON image and corresponding peak of the plot for stair ascent peak extension moment (shown with red arrow) 
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Figure D-3-10: VICON image and corresponding peak of the plot for stair descent peak extension moment (shown with red arrow) 
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Appendix E: MRI-Gait Comparison Results – Supplementary Material 

The figures below show Bland-Altman plots all kinematic and kinetic measures. 

E1: Bland-Altman Plots for Kinematic Measures 

The figures in this section show the Bland-Altman plots, comparing the MRI-based and gait-

based kinematic outcomes for all three trials of five participants (15 points in plot). The 

kinematic outcomes with plots below include walk peak extension angle, peak flexion angle, 

peak abduction and peak adduction angle. For stair activity – stair ascent peak extension angle 

and stair descent peak flexion angle 

 

 
Figure E-1-1: Bland-Altman plot for walk peak knee flexion angle - comparing MRI-based and gait-based outcomes 

 

 

 
Figure E-1-2: Bland-Altman plot for walk peak knee extension angle - comparing MRI-based and gait-based outcomes 
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Figure E-1-3: Bland-Altman plot for walk peak knee abduction angle - comparing MRI-based and gait-based outcomes 

 

 

 

 
Figure E-1-4: Bland-Altman plot for walk peak knee adduction angle - comparing MRI-based and gait-based outcomes 

 

 

 

 

-10

-5

0

5

10

15

20

0 2 4 6 8 10 12

Bland Altmann Plot for Peak Abduction Angle - Walk
Comparing MRI-based and VICON-based Values

'diff'

'lower'

'upper'

'mean'

-6

-4

-2

0

2

4

6

0 1 2 3 4 5 6

Bland Altmann Plot for Peak Adduction Angle - Walk
Comparing MRI-based and VICON-based Values

'diff'

'lower'

'upper'

'mean'



 

 168  

 

 
Figure E-1-5: Bland-Altman plot for stair ascent peak knee extension angle - comparing MRI-based and gait-based outcomes 

 

 

 
Figure E-1-6: Bland-Altman plot for stair descent peak knee flexion angle - comparing MRI-based and gait-based outcomes 
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E-2: Bland-Altman Plots for Kinetic Measures 

The figures in this section show the Bland-Altman plots, comparing the MRI-based and gait-

based kinetic outcomes for all three trials of five participants (15 points in plot). The kinetic 

analyses measures including walk peak flexion moment, peak extension moment, peak abduction 

and peak adduction moment. For the chair activity – chair rise peak extension and adduction 

moments and chair sit peak flexion moment, chair sit peak abduction moment. For the stair 

activity – stair ascent peak extension moment and stair descent peak flexion moment. 

 

 
Figure E-2-1: Bland-Altman plot for walk peak knee flexion moment - comparing MRI-based and gait-based outcomes 

 

 
Figure E-2-2: Bland-Altman plot for walk peak knee extension moment - comparing MRI-based and gait-based outcomes 
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Figure E-2-3: Bland-Altman plot for walk peak knee abduction moment - comparing MRI-based and gait-based outcomes 

 

 

 
Figure E-2-4: Bland-Altman plot for walk peak knee adduction moment - comparing MRI-based and gait-based outcomes 
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Figure E-2-5: Bland-Altman plot for chair rise peak knee extension moment - comparing MRI-based and gait-based outcomes 

 

 

 
Figure E-2-6: Bland-Altman plot for chair rise peak knee adduction moment - comparing MRI-based and gait-based outcomes 
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Figure E-2-7: Bland-Altman plot for chair sit peak knee flexion moment - comparing MRI-based and gait-based outcomes 

 

 

 
Figure E-2-8: Bland-Altman plot for chair sit peak knee abduction moment - comparing MRI-based and gait-based outcomes 
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Figure E-2-9: Bland-Altman plot for stair ascent peak knee extension moment - comparing MRI-based and gait-based outcomes 

 

 

 
Figure E-2-10: Bland-Altman plot for stair descent peak knee flexion moment - comparing MRI-based and gait-based outcomes 
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Appendix F: qMRI-Contact Integration Results – Supplementary Material 

The tables and figures below show the values of all the 15 trials including the T2-contact novel measures for medial and lateral sides, 

the number of cluster centroids in and contact regions and the cluster maps for increasing and decreasing T2 in cartilage from unloaded 

to loaded cases. 

F1: All- Trial Tables  

The tables below show the T2-contact measures for the medial and lateral sides as well as the number of cluster centroids in and 

around the contact area. Note that for three trials in participant 1 and 1 trial in participant 2 for the loaded cartilage scenario, there are 

no values or images due to MRI sequence error in these cases during data acquisition. 

 

Table F-1-1: qMRI T2 contact integration outcomes for loaded and unloaded cases in the medial compartment 
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Table F-1-2: qMRI T2 contact integration outcomes for loaded and unloaded cases in the lateral compartment 

 
 

 
Table F-1-3: Number of positive and negative cluster regions present within the loaded and unloaded contact areas. M - medial side, L - lateral side 
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F2: Cluster Maps with Contact Images 

The following figures show the difference cluster maps for increasing and decreasing T2 from unloaded cartilage to loaded cartilage 

for all three trials of 5 participants. The cluster maps with loaded and unloaded contact are displayed for each participant. The missing 

images for participant one and the first trial of participant are due to MRI sequence errors for these trials.  

 

 
Figure F-2-1: T2-increasing and T2-decreasing cluster maps for participant 2 – unloaded contact 
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Figure F-2-2: T2-increasing and T2-decreasing cluster maps for participant 2 – loaded contact 
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Figure F-2-3: T2-increasing and T2-decreasing cluster maps for participant 3 – unloaded contact 
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Figure F-2-4: T2-increasing and T2-decreasing cluster maps for participant 3 – loaded contact 
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Figure F-2-5: T2-increasing and T2-decreasing cluster maps for participant 4 – unloaded contact 
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Figure F-2-6: T2-increasing and T2-decreasing cluster maps for participant 4 – loaded contact 
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Figure F-2-7: T2-increasing and T2-decreasing cluster maps for participant 5 – unloaded contact 
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Figure F-2-8: T2-increasing and T2-decreasing cluster maps for participant 5 – loaded contact 
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Appendix G: Consent Form and Ethics Approval 
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